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Description

FIELD OF INVENTION

[0001] This invention relates to electrophysiologic (EP)
catheters, in particular, EP catheters for mapping and/or
ablation in the heart.

BACKGROUND

[0002] Cardiac arrhythmias, and atrial fibrillation in par-
ticular, persist as common and dangerous medical ail-
ments, especially in the aging population. In patients with
normal sinus rhythm, the heart, which is comprised of
atrial, ventricular, and excitatory conduction tissue, is
electrically excited to beat in a synchronous, patterned
fashion. In patients with cardiac arrhythmias, abnormal
regions of cardiac tissue do not follow the synchronous
beating cycle associated with normally conductive tissue
in patients with sinus rhythm. Instead, the abnormal re-
gions of cardiac tissue aberrantly conduct to adjacent
tissue, thereby disrupting the cardiac cycle into an asyn-
chronous cardiac rhythm. Such abnormal conduction has
been previously known to occur at various regions of the
heart, for example, in the region of the sino-atrial (SA)
node, along the conduction pathways of the atrioventricu-
lar (AV) node and the Bundle of His, or in the cardiac
muscle tissue forming the walls of the ventricular and
atrial cardiac chambers.
[0003] Cardiac arrhythmias, including atrial arrhyth-
mia, may be of a multiwavelet reentrant type, character-
ized by multiple asynchronous loops of electrical impuls-
es that are scattered about the atrial chamber and are
often self propagating. In the alternative or in addition to
the multiwavelet reentrant type, cardiac arrhythmias may
also have a focal origin, such as when an isolated region
of tissue in an atrium fires autonomously in a rapid, re-
petitive fashion.
[0004] A host of clinical conditions may result from the
irregular cardiac function and resulting hemodynamic ab-
normalities associated with atrial fibrillation, including
stroke, heart failure, and other thromboembolic events.
In fact, atrial fibrillation is believed to be a significant
cause of cerebral stroke, wherein the abnormal hemo-
dynamics in the left atrium caused by the fibrillatory wall
motion precipitate the formation of thrombus within the
atrial chamber. A thromboembolism is ultimately dis-
lodged into the left ventricle, which thereafter pumps the
embolism into the cerebral circulation where a stroke re-
sults. Accordingly, numerous procedures for treating atri-
al arrhythmias have been developed, including pharma-
cological, surgical, and catheter ablation procedures.
[0005] Examples of catheter-based devices and treat-
ment methods have generally targeted atrial segmenta-
tion with ablation catheter devices and methods adapted
to form linear or curvilinear lesions in the wall tissue which
defines the atrial chambers, such as those disclosed in
U.S. Pat. No. 5,617,854 to Munsif, U.S. Pat. No.

4,898,591 to Jang et al., U.S. Pat. No. 5,487,385 to Av-
itall, and U.S. Pat. No. 5,582,609 to: Swanson. The use
of particular guiding sheath designs for use in ablation
procedures in both the right and/or left atrial chambers
are disclosed in U.S. Pat. Nos. 5,427,119, 5,497,119,
5,564,440, and 5,575,766 to Swartz.
[0006] Less-invasive percutaneous catheter ablation
techniques have been disclosed which use end-elec-
trode catheter designs with the intention of ablating and
thereby treating focal arrhythmias in the pulmonary veins.
These ablation procedures are typically characterized by
the incremental application of electrical energy to the tis-
sue to form focal lesions designed to interrupt the inap-
propriate conduction pathways. Focal ablation methods
are intended to destroy and thereby treat focal arrhythmia
originating from a pulmonary vein.
[0007] U.S. Patent No. 6,973,339 discloses a lasso
catheter for pulmonary vein mapping and ablation. The
apparatus for circumferentially mapping a pulmonary
vein (PV) comprises a catheter that includes a curved
section of a known fixed length, preferably shaped to
generally conform to the shape of the interior surface of
the PV. The curved section comprises one or more sens-
ing electrodes, and its proximal end is joined at a fixed
or generally known angle to a base section of the cath-
eter, or at an angle whose range is limited. Preferably,
at least one single-coil five-dimensional position sensors
is fixed to the curved section of the catheter. Most pref-
erably, two single-coil five-dimensional position sensors
are fixed to the curved section, one at the distal end and
one approximately at the center of the curve. A multi-coil
six-dimensional position sensor is preferably fixed to the
distal end of the base section, proximate to the joint with
the curved section. The catheter is inserted into the heart,
and the curved section is positioned in essentially con-
tinuous contact with the wall of the PV, while the base
section remains within the left atrium, typically positioned
such that the joint with the curved section is at the ostium
of the vein. The information generated by the three po-
sition sensors is used to calculate the locations and ori-
entations of the sensing electrodes, which enables map-
ping of the surface of the PV.
[0008] U.S. Patent Nos. 6,024,740 and 6,117,101 dis-
close a circumferential ablation device assembly which
is adapted to forming a circumferential conduction block
in a pulmonary vein. The assembly includes a circumfer-
ential ablation element which is adapted to ablate a cir-
cumferential region of tissue along a pulmonary vein wall
which circumscribes the pulmonary vein lumen, thereby
transecting the electrical conductivity of the pulmonary
vein against conduction along its longitudinal axis and
into the left atrium. The circumferential ablation element
includes an expandable member with a working length
that is adjustable from a radially collapsed position to a
radially expanded position. An equatorial band circum-
scribes the outer surface of the working length and is
adapted to ablate tissue adjacent thereto when actuated
by an ablation actuator. The equatorial band has a length
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relative to the longitudinal axis of the expandable mem-
ber that is narrow relative to the working length, and is
also substantially shorter than its circumference when
the working length is in the radially expanded position. A
pattern of insulators may be included over an ablation
element which otherwise spans the working length in or-
der to form the equatorial band described. The expand-
able member is also adapted to conform to the pulmonary
vein in the region of its ostium, such as by providing a
great deal of radial compliance or by providing a taper
along the working length which has a distally reducing
outer diameter. A linear ablation element is provided ad-
jacent to the circumferential ablation element in a com-
bination assembly which is adapted for use in a less-
invasive "maze"-type procedure in the region of the pul-
monary vein ostia in the left ventricle.
[0009] US 2013/13743 A1 discloses an endovascular
nerve monitoring device having an inner balloon, an outer
balloon and electrode arrays. US 2012/143177 A1 dis-
closes a cryogenic ablation device with an inner cryo-
genic balloon, an outer insulating balloon, and recording
electrodes. US 5,704,908 A discloses a catheter with an
inner balloon and an outer balloon. The outer balloon
includes a conductive outer surface such as a coating.
[0010] In addition, various energy delivery modalities
have been disclosed for forming such atrial wall lesions,
and include use of microwave, laser, and more common-
ly, radio frequency energies to create conduction blocks
along the cardiac tissue wall, as disclosed in WO
93/20767 to Stem et al., U.S. Pat. No. 5,104,393 to Isner
et al., and U.S. Pat. No. 5,575,766 to Swartz. U.S. Pat.
No. 6,558,375 to Sinofsky, et al., discloses a hand held
cardiac ablation instrument and methods for irradiating
a target ablation site. The instrument can include at least
one light transmitting optical fiber and a light diffusing
element to create a circumferential or curvilinear lesion.
Light travelling through the light transmitting optical fiber
or fibers is scattered in a circular pattern by the light dif-
fusing element. The light diffusing element can include
a scattering medium, a reflective end cap, and a reflective
surface diametrically opposed to the target ablation site,
that interact to provide a substantially uniform distribution
of laser radiation throughout the circular target region.
[0011] Ablation with cryogens is also known. U.S. Pat.
Nos. 7,896,870; 7,951,140 and 8,083,732, each to Ar-
less, et al., disclose catheters having a cryoablation tip
with an electrically-driven ablation assembly for heating
tissue. The cryoablation tip may be implemented with a
cooling chamber through which a controllably injected
coolant circulates to lower the tip temperature, and hav-
ing an RF electrode at its distal end. The RF electrode
may be operated to warm cryogenically-cooled tissue, or
the coolant may be controlled to conductively cool the
tissue in coordination with an RF treatment regimen.
[0012] Regardless of the type of catheter used, it is
emphasized that particular care must be exercised to en-
sure that the ablation sites are indeed contiguous; oth-
erwise irregular electrical activity in the pulmonary vein

may continue to contribute to atrial arrhythmia. Thus,
where ablation of a pulmonary vein has been performed
whether with a balloon or lasso catheter or otherwise, a
subsequent PV isolation validation often reveals loca-
tions or points that have been missed. Typically, a point
ablation catheter would then be used to complete the
isolation.
[0013] Catheters with pressure sensing for detecting
tissue contact, facilitating in lesion formation and avoid-
ing perforation of tissue are known. Such catheters may
carry a miniature transmitting coil and multiple sensing
coils on opposing portions of a flexibly-jointed distal tip
section. This design is well-suited for point ablation cath-
eters, but does not lend itself to catheters adapted for
tissue contact over an area or at multiple locations, such
as with a coil or "lasso" catheter having a distal electrode
assembly with a generally circular portion. For these
catheters, because the generally circular portion is trans-
verse to the catheter body, the generally circular portion
may not exert uniform pressure along its length when an
operator applies a distal force on the catheter body to
ensure contact between with tissue and the electrodes
on the generally circular portion. In particular, the elec-
trodes closer to the catheter body tend to exert greater
pressure against the tissue.
[0014] Accordingly, each type of catheter has its ad-
vantages and disadvantages. Point ablation catheters
have distal tip electrodes better suited for point ablation
but are time and labor intensive for when ablating larger
regions. Circumferential ablation catheters may require
less operator skill and less time by enabling multiple con-
tact points simultaneously but they may not easily adapt
to variations in anatomy between individual patients.
Consequently, a single procedure may require the use
of at least two or three catheters for mapping, ablation
and electrical/anatomical isolation validation which can
significantly increase the cost of the procedure and the
duration.
[0015] Thus, there is a desire for an electrophysiologic
catheter that can provide both point and circumferential
mapping and ablation. It is desirable that the catheter
have a distal tip electrode for point tissue contact and be
capable of adopting a radially expanded configuration for
circumferential tissue contact. Moreover, it is desirable
that the catheter have improved pressure sensing capa-
bilities to accommodate two- and three-dimensional elec-
trode assemblies with multiple electrode contact points.
[0016] US 2013/131743 discloses a nerve monitoring
system including a shaft having a proximal portion and
a distal portion. The shaft is configured to locate the distal
portion intravascularly at a treatment site. The nerve
monitoring system assembly can include a bipolar stim-
ulation electrode array and a bipolar recording electrode
array disposed distal to the bipolar stimulation electrode
assembly.
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SUMMARY OF THE INVENTION

[0017] A catheter in accordance with the invention is
defined in claim 1.
[0018] The present invention is directed to a catheter
with a balloon electrode assembly with at least one com-
pliant balloon member and at least one electrode carried
on an outer surface of the balloon member for accom-
plishing circumferential sensing or ablation in a tubular
region of the heart, including a pulmonary vein or ostium.
The catheter may also include an electrode assembly
with a tip and/or ring electrode distal of the balloon elec-
trode assembly adapted for focal contact.
[0019] The balloon electrode assembly remains deflat-
ed as the catheter is advanced through the patient’s body
to the desired location in the heart. The balloon electrode
assembly may remain deflated as the heart is mapped.
The balloon electrode assembly may then be inflated to
a desirable circumference/size and inserted into an os-
tium of a pulmonary vein. The balloon electrode assem-
bly is adapted to sit in the ostium with its electrodes mak-
ing contact with tissue along a circumference. The EP
operator may ablate, rotate the assembly, ablate, etc.,
until generally all points along the circumference have
been ablated to isolate the pulmonary vein. Each pulmo-
nary vein may be isolated in this manner. The balloon
electrode assembly may then be deflated and the distal
electrode assembly with focal point contact used to val-
idate the isolation. In that regard, the distal electrode as-
sembly may be used for touch-ups, roofline, CFAE or
other RF ablation strategies in more complicated cases.
The multi-functionality of the catheter advantageously
streamline workflow, reducing the number of different
catheters that would otherwise be used in the atria. The
balloon electrode assembly provides operators with a
greater certainty of electrode placement in the pulmonary
veins, while the distal electrode assembly enables focal
point treatment by the same catheter.
[0020] In one embodiment, the catheter includes an
elongated catheter body, a first assembly distal of the
catheter body with at least one balloon member with an
outer surface and at least one electrode on the outer
surface, and a second assembly distal of the first assem-
bly, the second assembly having at least one electrode.
The catheter also includes a tubing extending through
the catheter body, where the tubing defines a lumen
adapted to pass fluid into the at least one balloon member
to expand the at least one balloon member.
[0021] In a detailed embodiment, the catheter further
includes a pressure sensing assembly, and the pressure
sensing assembly may be located proximal of the at least
one balloon member, or between a distal end and a prox-
imal end of the at least one balloon member.
[0022] In a detailed embodiment, the at least one bal-
loon member has at least one fluid port configured to
allow fluid to pass from inside to outside the balloon mem-
ber.
[0023] In a detailed embodiment, the catheter further

includes a second outer balloon member configured to
cover at least a portion of the at least one balloon mem-
ber.
[0024] In a detailed embodiment, the at least one elec-
trode is elongated and positioned along a longitudinal
axis of the catheter. The at least one electrode of the
second assembly includes an irrigated tip electrode or a
ring electrode.
[0025] In an alternate embodiment, the catheter com-
prises an elongated catheter body, a balloon electrode
assembly distal of the catheter body, and a tubing ex-
tending through the catheter body. The balloon electrode
assembly has at least an inner balloon member and an
outer balloon member covering at least a portion of the
inner balloon member, and at least one electrode on an
outer surface of the outer balloon member. The tubing
defines a lumen adapted to pass fluid into the inner bal-
loon member for expansion of the inner balloon member.
The outer balloon member is adapted for expansion in
response to expansion of the inner balloon member.
[0026] In a detailed embodiment, the catheter includes
a distal electrode assembly distal of the balloon electrode
assembly.
[0027] In a detailed embodiment, the inner balloon
member has at least one fluid port configured to pass
fluid from inside the inner balloon member to a space
outside of the inner balloon member covered by the outer
balloon member. The outer balloon member has at least
one fluid port configured to pass fluid from the space to
outside of the outer balloon member.
[0028] In a detailed embodiment, the catheter includes
a pressure sensing assembly with a resilient member
that is responsive to contact pressure on the balloon elec-
trode assembly.

BRIEF DESCRIPTION OF THE DRAWINGS

[0029] These and other features and advantages of
the present invention will be better understood by refer-
ence to the following detailed description when consid-
ered in conjunction with the accompanying drawings
wherein:

FIG. 1 is a perspective view of a catheter of the
present invention, in accordance with one embodi-
ment.
FIG. 2 is a side cross-sectional view of a balloon
electrode assembly and a distal tip section of the
catheter of FIG. 1, in a deflated/collapsed configu-
ration.
FIG. 2A is an end cross-sectional view of the balloon
electrode assembly of FIG. 2, taken along line A-A.
FIG. 2B is an end cross-sectional view of the distal
tip section of FIG. 2, taken along line B-B.
FIG. 3 is a side cross-sectional view of the balloon
electrode assembly of FIG. 2, in an expanded/inflat-
ed configuration.
FIG. 3A is an end cross-sectional view of the balloon
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electrode assembly of FIG. 3, taken along line A-A.
FIG. 4 is a perspective view of the expanded/inflated
balloon electrode assembly of FIG. 1.
FIG. 5 is a perspective view of a distal electrode as-
sembly of the present invention, in accordance with
one embodiment.
FIG. 5A is a side cross-sectional view of the distal
electrode assembly of FIG. 5.
FIG. 6A is a side cross-sectional view of a catheter
of the present invention, having an intermediate de-
flectable section, in accordance with another embod-
iment, taken along a first diameter.
FIG. 6B is a side cross-sectional view of the catheter
of FIG. 6A taken along a second diameter generally
perpendicular to the first diameter.
FIG. 6C is an end cross-sectional view of the inter-
mediate deflectable section of FIGS. 6A and 6B, tak-
en along line C-C.
FIG. 7 is a perspective view of a distal electrode as-
sembly of the present invention, in accordance with
another embodiment.
FIG. 7A is a side cross-sectional view of the distal
electrode assembly of FIG. 7.
FIG. 8 is a perspective view of a semi-inflated/ex-
panded balloon electrode assembly of the present
invention, in accordance with another embodiment.
FIG. 8A is an end cross-sectional view of the balloon
electrode assembly of FIG. 8, taken alone line A-A.
FIG. 9 is a side cross-sectional view of a balloon
electrode assembly of the present invention, in ac-
cordance with another embodiment.
FIG. 9A is an end cross-sectional view of an embod-
iment of an intermediate deflectable section suitable
for use with the balloon electrode assembly of FIG. 9.
FIG. 10 is a side cross-sectional view a catheter of
the present invention, in accordance with another
embodiment, taken along a first diameter.
FIG. 10A is an end cross-sectional view of the inter-
mediate deflectable section of FIG. 10, taken along
line A-A.
FIG. 10B is an end cross-sectional view of balloon
members of an intermediate deflectable section, with
spacers, in accordance with another embodiment of
the present invention.
FIG. 11 is a side cross-sectional view of a represent-
ing catheter section housing a pressure sensing as-
sembly, in accordance with a feature of the present
invention.

DETAILED DESCRIPTION OF THE INVENTION

[0030] With reference to FIG. 1, the invention is direct-
ed to a catheter 10 having a balloon electrode assembly
25 that can inflate and deflate as needed for mapping
and/or ablation of a tubular region of the heart, including
a pulmonary vein of the left atrium.
[0031] The catheter 10 comprises an elongated cath-
eter body 12, a control handle 16 at a proximal end of

the catheter body 12, and the balloon electrode assembly
25 at the distal end of the catheter body 12.
[0032] As shown in FIGS. 2 and 2A, the catheter body
12 comprises an elongated tubular construction having
an outer tube 17 with a single lumen 21, an inner tube
18 with a single lumen 20, and a guidewire tube 19 with
a guide wire lumen 22. The tubes 17, 18 and 19 are co-
axial, with the inner tube 18 extending through the lumen
21 of the outer tube 17, and the guidewire tube 19 ex-
tending through the lumen 20 of the inner tube 18. The
tubes 17, 18 and 19 are flexible, i.e., bendable, but sub-
stantially non-compressible along its length. The tubes
may be of any suitable construction and made of any
suitable material. In one embodiment, the tubes, 17, 18
and 19 are constructed of polyurethane or PEBAX.RTM.
(polyether block amide). The outer tube 17 may further
comprise an imbedded braided mesh of stainless steel
or the like to increase torsional stiffness of the catheter
body 12 so that, when the control handle 16 is rotated,
the distal end of the catheter body 12 will rotate in a cor-
responding manner.
[0033] As shown in FIG. 1, proximal of the control han-
dle 16, a connecting member or hub 4 has been affixed
to the inner tube 18 and the guidewire tube 19, each of
which has a proximal portion that extends proximally of
the control handle. The connecting member 4 has ports
8 and 9 which connect, respectively, with the lumen 21
of the inner tube 18 and the lumen 22 of the guidewire
tube 19. The port 8 is adapted for connection with a pres-
surizeable fluid source and a pump (not shown). The port
9 is adapted for receiving a guidewire (not shown).
[0034] The outer diameter of the catheter body 12 is
not critical. In one embodiment, the outer diameter is no
more than about 8 french, more preferably 7 french. Like-
wise the thickness of each tube is not critical, so long as
each lumen provides a sufficient gap of space between
each tube to accommodate components and/or sub-
stances in between. As shown in FIGS. 2 and 2A, com-
ponents that extend through the lumen 20 between the
outer tube 17 and the inner tube 18 include lead wires
30 for electrodes and a cable 28 for an electromagnetic
position sensor 32 housed in or near the assembly 25.
Another component may be a thermocouple wire pair
(not shown). A substance that flows through the lumen
21 between the inner tube 18 and the guidewire tube 19
is an inflation medium, e.g., saline, for expanding the
balloon assembly 25.
[0035] The useful length of the catheter body 12 that
can be inserted into a patient’s body excluding the as-
sembly 25, can vary as desired. In one embodiment, the
useful length ranges from about 110 cm to about 120 cm,
more preferably about 115 cm to about 117 cm, and still
more preferably about 116 cm.
[0036] With reference to FIGS. 2 and 4, at a distal end
of the catheter body 12 is the balloon electrode assembly
25. The balloon electrode assembly 25 includes at least
a pair of generally similarly shaped and sized outer bal-
loon member 23 and inner balloon member 24, a plurality
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of electrodes 26 mounted on an outer surface of the outer
balloon member 23. A distal assembly 27 extends from
a distal end of the balloon electrode assembly 25. In the
illustrated embodiment, the distal assembly includes an
outer ring or tube 28, an inner ring or tube 29, and a
location sensor 32 housed in the distal assembly be-
tween the rings 28 and 29. The cable 34 attached to the
sensor 32 extends in gap G between the inner and outer
balloon members 24 and 23. A distal end of the guidewire
tube 19 extends through the inner ring 29 and is coex-
tensive with a distal end of the inner ring 29. Glue 35 is
applied to the distal assembly 27 to hold the distal as-
sembly together. The glue is formed into an atraumatic
end around the distal end of the guidewire tube 19. To
that end, the distal end of the ring 28 and/or ring 29 may
be tapered.
[0037] With reference to FIGS. 2, 3 and 3A, each of
the balloon members 23 and 24 is generally tubular with
a proximal opening, a distal opening and a cavity C23
and C24 therebetween. The inner balloon member 24 is
slightly smaller than the outer balloon member 25 so that
the inner balloon member fits inside the outer balloon
member 23 but nevertheless when inflated is able to ap-
ply an outward force to expand the outer balloon member.
It is understood that the terms "expand" and "inflate" are
used interchangeably herein, as are the terms "collapse"
and "deflate." The inner balloon member 24 is mounted
over a distal portion of the guidewire tube 19 that extends
distally from the catheter body 12. The member 24 thus
surrounds the distal portion of the guidewire tube 19
which extends through the cavity C24 of the inner balloon
member 24 between its proximal opening 24P and distal
opening 24D. Proximal opening 24P is mounted and
sealed around an outer surface of a distal end of the inner
tube 18. Distal opening 24D is mounted on and sealed
around an outer surface of a proximal end of the inner
ring 29 of the distal assembly 27.
[0038] The outer balloon member 23 is mounted over
the inner balloon member 24 such that the inner balloon
member 24 is situated inside and is surrounded by the
outer balloon 23. A proximal opening 23P is mounted
and sealed around an outer surface of a distal end of the
outer tubing 17. A distal opening 23D is mounted and
sealed around an outer surface of a proximal end of the
outer ring 28 of the distal assembly 27.
[0039] With reference to FIG. 4, the electrodes 26 are
arranged in at least one circumferential row radially
around the outer balloon member 23, each electrode be-
ing equally spaced from adjacent electrodes in the row.
In the illustrated embodiment, the electrodes are arrange
generally on a distal half of the outer balloon member 23,
in two or more circumferential rows, with adjacent rows
R1 and R2 being radially offset or staggered from each
other. In one embodiment, row R2 has nine electrodes
and row R1 has at least nine electrodes, and more pref-
erably three or four electrodes.
[0040] Each electrode is affixed, deposited or other-
wise mounted to the outer surface of the outer balloon

member 23 and connected to a respective lead wire 30
through a puncture or aperture P in the side wall of the
member 23. Each lead wire 30 extends distally from the
catheter body 12 toward its respective electrode through
the gap G between the outer balloon member 23 and the
inner balloon member 24.
[0041] The balloon members 23 and 24 are construct-
ed of a flexible, compliant material, which can be elastic
or inelastic, that allows the members to inflate and ex-
pand outwardly under an internal force (FTG. 2) and to
deflate and collapse when the force is absent or removed
(FTG. 3). The internal force is provided by introduction
of the inflation medium into cavity C24 of the inner balloon
member 24. The port 8 (FIG. 1) is connected to a pres-
surizeable fluid or inflation medium source and a pump
(not shown) which delivers the inflation medium into the
port 8 and through the lumen 21 of the inner tube 18 in
the space between the inner tube 18 and the guidewire
tube 19. The inner tube 18 and the guidewire tube 19 are
relatively sized to allow the inflation medium to flow suf-
ficiently unimpeded along the length of the catheter. The
inflation medium passes through the catheter body 12
and enters the cavity C23 of the inner balloon member
23 to expand the inner balloon member, which in turn,
expands the outer balloon member 24. The inflation me-
dium may also be drawn out of the cavity C23 via the
lumen 21 by reversing the pump, to deflate the balloon
members 23 and 24.
[0042] FIGS. 5 and 5A illustrate a distal assembly 227
in accordance with another embodiment. The distal as-
sembly 227 has a structure similar to the distal assembly
27 of FIGS. 2 and 3, as described above. However, one
difference is the ring electrode(s) 248 carried on the distal
assembly 227. In the distal assembly 227, outer ring 228
has a sufficient length to carry at least one ring electrode
248 distal of balloon assembly 225. In the illustrated em-
bodiment, the outer ring 228 carries two ring electrodes,
each of which is connected to a respective lead wire 230
that extends between the outer ring 228 and inner ring
229, and more proximally between inner and outer bal-
loon members 223 and 224. The inner ring 229 may also
have an increased length to help support the distal as-
sembly 227. A location sensor 232 and its cable 234 are
positioned between the rings 228 and 229.
[0043] As shown in FIGS. 6A and 6B, a catheter body
112 of another embodiment comprises an elongated tu-
bular construction having a single, axial or central lumen
115. The catheter body 112 is flexible, i.e., bendable, but
substantially non-compressible along its length. The
catheter body 112 can be made of any suitable construc-
tion and made of any suitable material. One construction
is of polyurethane or PEBAX.RTM. (polyether block
amide). The catheter body 112 includes an outer wall
117 comprising an imbedded braided mesh of stainless
steel or the like to increase torsional stiffness of the cath-
eter body 112 so that, when a control handle (not shown)
is rotated, the distal end of the catheter body 112 will
rotate in a corresponding manner.
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[0044] The outer diameter of the catheter body 112 is
not critical. In one embodiment, the outer diameter is no
more than about 8 french, more preferably 7 french. Like-
wise the thickness of the outer wall is not critical, so long
as the central lumen 115 can accommodate components
extending therethrough. If desired, the inner surface of
the outer wall is lined with a stiffening tube 118 to provide
improved torsional stability. An example of a catheter
body construction suitable for use in connection with the
present invention is described and depicted in U.S. Pat.
No. 6,064,905, the entire disclosure of which is incorpo-
rated herein by reference.
[0045] Components that extend from the control han-
dle 116 and into the central lumen 115 of the catheter
body 112 include, for example, a one or more puller wires
136 for deflection of the intermediate section 114, lead
wires 130 for electrodes, irrigation/inflation tubing 111
with lumen 137, guidewire tubing 119 with lumen 122,
and a cable 134 for an electromagnetic position sensor
132 housed in or near the assembly 125.
[0046] FIGS. 6A, 6B and 6C illustrate an intermediate
section 114 in accordance with another embodiment
which comprises a shorter section of tubing 113. The
tubing has a braided mesh construction with a central
lumen 121 and multiple off-axis lumens, for example lu-
mens 138, 139, 140 and 141. Each of diametrically op-
posing first and second lumens 138 and 139 carries a
respective puller wire 136 to enable bi-directional deflec-
tion of the catheter. Third lumen 140 carries the lead wires
130 and fourth lumen 141 carries the sensor cable 134.
Additional lumens may be provided as needed.
[0047] The tubing 113 of the intermediate section 114
is made of a suitable non-toxic material that is preferably
only slightly more flexible than the catheter body 112. A
suitable material for the tubing 113 is braided poly-
urethane, i.e., polyurethane with an embedded mesh of
braided stainless steel or the like. The size of each lumen
is not critical so long as it is sufficient to house the re-
spective components extending therethrough.
[0048] The length of the intermediate section 14 is a
relatively small portion of the useful length of the catheter,
and may range from about 6.35 cm to about 7.62 cm,
more preferably about 6.43 cm to about 6.5 cm, and still
more preferably about 6.4 cm.
[0049] A means for attaching the catheter body 112 to
the intermediate section 114 is illustrated in FIGS. 6A
and 6B. The proximal end of the intermediate section 114
comprises an outer circumferential notch 142 that re-
ceives an inner surface of the outer wall 117 of the cath-
eter body 112. The intermediate section 114 and catheter
body 112 are attached by glue or the like.
[0050] If desired, a spacer (not shown) can be located
within the catheter body 112 between the distal end of
the stiffening tube 118 (if provided) and the proximal end
of the intermediate section. The spacer provides a tran-
sition in flexibility at the junction of the catheter body and
intermediate section, which allows this junction to bend
smoothly without folding or kinking. A catheter having

such a spacer is described in U.S. Pat. No. 5,964,757.
[0051] The puller wires 136 carried in the lumens 138
and 139 of the intermediate shaft 14 are preferably coat-
ed with Teflon.RTM. The puller wires may be made of
any suitable metal, such as stainless steel or Nitinol, or
a stronger material such as Vectran. RTM. nylon tubing,
where the Teflon coating imparts lubricity to the puller
wire. Each puller wire may have a diameter ranging from
about 0.006 to about 0.010 inch.
[0052] As shown in FIG. 6B, each puller wire 136 pass-
es through a respective compression coil 143 in sur-
rounding relation to its puller wire. The compression coil
143 extends generally from the proximal end of the cath-
eter body 112 to the proximal end of the intermediate
section 114 and may be secured at their proximal and
distal ends respectively to the stiffening tube 118 and the
proximal end of the tubing 113 by glue joints (not shown).
The compression coil 143 is made of any suitable metal,
preferably stainless steel, and is tightly wound on itself
to provide flexibility, i.e., bending, but to resist compres-
sion. The inner diameter of the compression coil is pref-
erably slightly larger than the diameter of the puller wire.
Within the catheter body 112, the outer surface of the
compression coil 143 is also covered by a flexible, non-
conductive sheath 144, e.g., made of polyimide tubing.
Within the intermediate section 114, each puller wire ex-
tends through a protective sheath 145 to prevent the pull-
er wire from cutting into the tubing 113 of the intermediate
section 114 during deflection.
[0053] Proximal ends of the puller wires 136 are an-
chored in the control handle 116. Distal ends of the puller
wires are anchored in or near the distal end of the tubing
113 of the intermediate section 114. As illustrated in FIG.
6B, a T-shaped anchor is formed, which comprises a
short piece of tubular stainless steel 146, e.g., hypoder-
mic stock, which is fitted over the distal end of the puller
wire and crimped to fixedly secure it to the puller wire.
The distal end of the tubular stainless steel 146 is fixedly
attached, e.g., by welding, to a cross-piece 147 formed
of stainless steel ribbon or the like. The cross-piece 147
extends through a hole (not shown) formed in the tubing
113 and because the cross-piece 147 is larger than the
hole and, therefore, cannot be pulled through the hole,
the cross-piece 147 anchors the distal end of the puller
wire to the distal end of the intermediate section 114.
[0054] Extending through the center lumen 121 of the
tubing 113 of the intermediate section 114 is the irriga-
tion/inflation tubing 111 with lumen 137. The guidewire
tubing 119 is inside of and extends through the lumen
137 of the tubing 111. Proximal ends of the tubings 111
and 119 are connected to a connecting member with
ports similar to those shown in FIG. 1. One port is adapted
for connection to a pressurizeable irrigation/inflation me-
dium source and a pump (not shown). The other port is
adapted to receive a guidewire (not shown).
[0055] At a distal end of the intermediate section 114,
the balloon electrode assembly 125 is arranged. The bal-
loon electrode assembly 125 has a structure similar to
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the aforementioned balloon electrode assembly 25, as
described above. The balloon electrode assembly 125
includes an outer balloon member 123, an inner balloon
member 124, and a plurality of electrodes mounted on
an outer surface of the outer balloon member 123. How-
ever, with the multi-lumened tubing 113 of the interme-
diate section 114 extending from the catheter body 112
to the assembly 125, proximal opening 124P of the inner
balloon member 124 is inserted in a distal end of the
central lumen 121 of the tubing 113 and sealed to an
inner surface of the central lumen 121. Proximal opening
123P of the outer balloon member 123 is mounted and
sealed around an outer surface of the distal end of the
tubing 113.
[0056] The guidewire tubing 119 extends through the
lumen of the irrigation/inflation tubing 111, the central
lumen 121 of the tubing 113 of the intermediate section
114 and cavity C124 of the inner balloon member 124.
The tubings 119 and 111 are relatively sized such that
irrigation and/or inflation medium can flow sufficiently un-
impeded in lumen 137 of the tubing 111 along the length
of the catheter to the balloon electrode assembly 125.
As described above, the balloon members 123 and 124
are constructed of a flexible and compliant material,
which may be elastic or nonelastic, that allows the mem-
bers to inflate and deflate. The internal force is provided
by introduction of the inflation medium into cavity C124
of the inner balloon 124.
[0057] FIGS. 10, 10A and 10B illustrate an intermedi-
ate section 414 and a balloon assembly 425 in accord-
ance with another embodiment. The catheter body 412
has a multi-lumen tubing 413 structured much like the
tubing 113 of FIGS. 6A and 6B. The tubing 413 has one
or more additional lumens, for example, diametrically op-
posed, off-axis lumens 457 for transport of irrigation fluid
along the intermediate section 414. Irrigation fluid is fed
into each lumen 457 at a proximal end of the tubing 413
by a respective irrigation tubing (not shown) that extends
through a catheter body (not shown) connected to the
intermediate section 114. At a distal end of the tubing
425, each lumen 457 is in communication with a space
S between outer and inner balloon members 423 and
424. Formed in the outer balloon member 424 are irriga-
tion fluid ports 456 that allow irrigation fluid entering the
space S to exit to outside the outer balloon member 423.
[0058] FIG. 10B illustrates one or more spacers 455
positioned between the inner surface of the outer balloon
member 423 and the outer surface of the inner balloon
member 424. The spacers may be affixed to the inner
surface of the outer balloon and/or the outer surface of
the inner balloon member. The spacers 455 are adapted
to provide fluid passage gaps or channels between the
inner and outer balloon members so that fluid can dis-
tribute between the inner and outer balloon members and
not be trapped or have flow impeded in any particular
area if the balloon members are pressed against each
other. The spacers can be of any suitable overall shape
or configuration with any suitable cross-sectional shape

or configuration. They may be more of a block shape or
an elongated shape (extending in the longitudinal direc-
tion). In the illustrated embodiment, the spacers have a
trapezoidal cross-sectional shape with a greater width in
contact with the outer surface of the inner balloon mem-
ber 424 and a lesser width in contact with the inner sur-
face of the outer balloon member 425 to better ensure
the formation of sizable fluid passage gaps between the
balloon members 423 and 424 during expansion and/or
when pressed against tissue. It is understood that either
one or both of the inner surface of the outer balloon mem-
ber and the outer surface of the inner balloon member
may also be formed with grooves to ensure fluid distri-
bution.
[0059] In accordance with a feature of the present in-
vention, irrigation fluid and its path throughout the cath-
eter is kept separate and isolated from inflation medium
and its path throughout the catheter. In the latter regard,
inflation medium is delivered to the inner balloon member
424 via structures similar to those described for the cath-
eter of FIGS. 6A, 6B and 6C. In the illustrated embodi-
ment, an inflation medium tubing 411 extends through
the catheter body and continues through a lumen 421 in
the tubing 413 which feeds into a cavity of the inner bal-
loon member 424.
[0060] FIGS. 7 and 7A illustrate a distal assembly 127’
in accordance with another embodiment, having an irri-
gated tip electrode 155. The distal assembly may be used
with a catheter wherein an irrigation tube 111 generally
replaces the guidewire tube 19 of FIG. 2 or 119 of FIG.
6A. The tip electrode 155 has a two-piece construction
that includes an electrically-conductive dome shell 151
and an electrically-conductive plug member 152 which
define a cavity of an internal plenum chamber 153 that
is surrounded and enclosed by the shell 151 and the plug
member 152. The shell 151 has a domed atraumatic dis-
tal end adapted for tissue contact and an open proximal
end that is generally sealed by the plug member 152.
Formed in the side wall of the shell are a plurality of fluid
ports 156 that allow fluid communication between the
chamber 153 and outside the shell 151.
[0061] The plug member 152 is formed with a through-
hole 154 that receives a distal end of the irrigation tube
111. Thus, the tube 111 provides fluid, e.g., saline, that
passes through a catheter body, an intermediate section,
if any, and a balloon assembly, and into the tip electrode
155 for cooling the tip electrode. In this embodiment, the
fluid that passes through the tube 111 travels separately
from the inflation medium passing through the lumen 21
of the inner tube 18 of FIG. 2 or the lumen 137 of the
tube 111 of FIG. 6A.
[0062] With reference to FIG. 4, the electrodes 26 that
may be carried on any of the balloon assemblies de-
scribed herein have a generally rectangular and convex
configuration with a raised profile relative to the outer
surface of the balloon member. However, it is understood
that the electrodes may have any suitable configuration,
including an elongated form arranged longitudinally with
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the longitudinal axis of the assembly, as shown in FIGS.
8 and 8A. In that regard, inner and outer balloon members
223 and 224 have longitudinal pleats or folds 260 extend-
ing between elongated electrode strips 226 to facilitate
the balloon members collapsing in a more predictable
and organized manner. Each electrode strip extends lon-
gitudinally or axially on the distal half of assembly 225.
The pleats 260 and the electrode strips 226 are spaced
apart from each other so neither interferes with the struc-
ture or function of the other.
[0063] It is understood that each balloon electrode or
electrode strip, ring electrode and/or distal tip electrode
is connected to an ablation energy source by a respective
lead wire. The ablation energy source is adapted to se-
lectively energize each electrode as needed or desired.
[0064] FIGS. 9 and 9A illustrate an embodiment of an
irrigated balloon electrode assembly 325 with electrodes
326 on the surface of a single or outer balloon member
323. Proximal opening 323P of the member 324 is mount-
ed on a distal end of a multi-lumened tubing 313 of an
intermediate deflectable section 314. In the disclosed
embodiment, the tubing 313 has a center lumen 321, and
four off-axis lumens 338, 339, 340 and 341. Lead wires
330 for the balloon electrodes 326 and any other elec-
trodes of a distal electrode assembly 325 extend through
the center lumen 321. Puller wires 336 for bidirectional
deflection extend through lumens 338 and 339. Fluid for
both inflation and irrigation flow through one or both of
lumens 340 and 341.
[0065] Side wall of the balloon member 323 may be
porous or formed with irrigation ports 372. When the fluid
enters the cavity of the balloon member 323, the balloon
member expands and the fluid exits the balloon member
through irrigation ports 372 to cool the balloon electrodes
326. The ports 372 are positioned in generally close prox-
imity to the electrodes 326. It is understood that adapta-
tions may be made to allow the fluid to also pass into the
distal tip assembly for cooling any ring electrodes and/or
distal tip electrode.
[0066] A protective and support tubing 319 is provided
between the intermediate deflectable section 314 and
the distal electrode assembly 327. The tubing extends
through the cavity of the balloon member. A proximal end
is received in the central lumen 321. Apertures 373 are
formed in side wall of the tubing 319 so that the lead wires
can pass from inside the tubing 319 to their respective
electrodes 326. The apertures may be sealed with glue
or sealant to prevent leakage of fluid from the cavity into
the lumen of the tubing 319. In that regard, distal open-
ings of the lumens 338 and 339 carrying the puller wires
are also sealed with glue or sealant to prevent the fluid
from entering those lumens.
[0067] The present invention also includes a catheter
employing pressure-sensing in its distal portion. FIG. 11
illustrates an embodiment of a catheter section 500 rep-
resentative of a catheter body or deflectable intermediate
section proximal of a balloon electrode assembly. The
catheter section 500 has many structural similarities to

the aforementioned catheter body and intermediate sec-
tion of FIGS. 4A, 4B, 6A and 6B. Whether the section
500 comprises multiple coaxial tubings or a multi-lumen
tubing 513, it has a center tubing or center portion of a
tubing 519 that defines a center on-axis lumen which
houses a pressure sensing assembly 560 at or near the
distal end of the tubing 519. As illustrated in FIG. 11, the
pressure sensing assembly 560 is embodied in a joint
562 generally between distal portion 519D and proximal
portion 519P. The joint 562 is formed by a short section
of a flexible tubing 561 that is configured similarly to the
tubing 519, with at least one lumen that connects the
center on-axis lumen of 519. There may be other lumens
or passages that correspond and are axially aligned with
other lumens or passages of the tubing 519. The tubing
561 may be constructed of a material adapted to permit
unimpeded bending and compression of the joint. The
tubing 513 is relatively rigid, by comparison with the tub-
ing 561.
[0068] The joint 562 includes a resilient member 563
that may take the form of, for example, a coil spring, but
other types of resilient components may alternatively be
used for this purpose. Resilient member 563 permits a
limited range of relative movement between balloon elec-
trode assembly 525 and the intermediate section 514 in
response to forces exerted on the balloon electrode as-
sembly, such as when the latter comes into contact with
tissue.
[0069] Distal of the resilient member 563, a magnetic
position sensor 564 is housed in the lumen of the tubing
519 (preferably centered and on-axis in the intermediate
section 514. Sensor 564 may comprise one or more min-
iature coils, and typically comprises multiple coils orient-
ed along different axes. Proximal of the resilient member
563, a miniature magnetic field generator 565 is housed
in the lumen of the tubing 519. Typically, field generator
565 comprises a coil, which is driven by a current con-
veyed through the catheter. Alternatively, position sensor
564 may comprise either another type of magnetic sen-
sor, an electrode which serves as a position transducer,
or position transducers of other types, such as imped-
ance-based or ultrasonic position sensors. Although FIG.
11 shows a single position sensor 564, embodiments of
the present invention may utilize more than one position
sensors.
[0070] As understood by one of ordinary skill in the art,
the magnetic field created by field generator 565 causes
the coils in sensor 564 to generate electrical signals at
the drive frequency of the field generator 565. The am-
plitudes of these signals will vary depending upon the
location and orientation of at least distal portion 519D of
the longitudinal tubing 519 extending through balloon
electrode assembly 525 relative to intermediate section
14. A calibration processor (not shown) in calibration unit
(not shown) processes these signals in order to deter-
mine the axial displacement and the magnitude of the
angular deflection of the distal portion 519D relative to
proximal portion 519P. (Because of the axial symmetry
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of the field generated by a coil, only the magnitude of the
deflection can be detected using a single coil in field gen-
erator 565, and not the direction of the deflection. Op-
tionally, field generator 565 may comprise two or more
coils, in which case the direction of deflection may be
determined, as well. In that regard, the embodiment of
FIG. 11 includes three coils). The magnitudes of the dis-
placement and deflection may be combined by vector
addition to give a total magnitude of the movement of
distal portion 519D relative to proximal portion 519P.
[0071] The relative movement of distal portion 519D
relative to distal end 14 gives a measure of the deforma-
tion of resilient member 563. Thus, the combination of
field generator 565 with sensor 564 serves to sense pres-
sure. By virtue of the combined sensing of displacement
and deflection, the pressure sensing assembly 560
should read the pressure correctly regardless of whether
the pressure is exerted on distal portion 519D or balloon
electrode assembly head-on or at an angle. Further de-
tails of this position sensor are described in U.S. Patent
No. 8,357,152 and  8,521,462.
[0072] The catheter also comprises a non-volatile
memory, such as electronically erasable programmable
read only memory (E.sup.2PROM), which stores calcu-
lation coefficients computed during calibration, as de-
scribed in USP 8,521,462. When the catheter is later
used in a medical system, the actual pressure exerted
by the catheter’s balloon electrode assembly on body
tissue can be derived with high accuracy from deflection
measurements, using the calibration coefficients stored
in memory. It is understood that where the catheter has
a distal electrode assembly distal of the balloon electrode
assembly, the pressure sensing assembly is adapted to
sense the actual pressure exerted by the distal assembly
on body tissue.
[0073] It is understood that the pressure sensing as-
sembly 560 may be positioned at different locations along
the distal portion 519D, including the portion extending
between the distal and proximal ends of the balloon elec-
trode assembly. Different positions may vary stability of
the balloon electrode assembly when pressed against
tissue surface.
[0074] To use a catheter of the invention, an electro-
physiologist may introduce a guiding sheath and dilator
into the patient, as is generally known in the art. A
guidewire may also be introduced for a catheter adapted
for such use, such as the catheter of FIGS. 2 and 5. A
suitable guiding sheath for use in connection with the
inventive catheter is the PREFACE.TM. Braided Guiding
Sheath (commercially available from Biosense Webster,
Inc., Diamond Bar, Calif.). Where a guidewire is used, it
is inserted and then the dilator is removed. The catheter
is then introduced through the guiding sheath. The cath-
eter may be introduced to the right atrium via the inferior
vena cava. To reach the left atrium, the catheter passes
through the septum.
[0075] The guiding sheath covers balloon electrode
assembly in a collapsed position so that the entire cath-

eter can be passed through the patient’s vasculature to
the desired location. The compliant material of the bal-
loon member(s) allows the assembly to readily collapse
and/or be folded to fit in the guiding sheath. Once the
distal end of the catheter reaches the desired location,
e.g., the left atrium, the guiding sheath is withdrawn to
expose the balloon electrode assembly. The balloon
electrode assembly may then be expanded by introduc-
tion of inflation fluid into a balloon member. The balloon
electrode assembly may be expanded as needed or de-
sired to fit in an ostium or a concave region of the atrium.
Circumferential mapping and/or ablation is accomplished
by:

(1) inflating the balloon electrode assembly;
(2) nesting or otherwise placing the balloon electrode
assembly in the desired location such that atrial tis-
sue contact along a circumference is made with one
or more electrodes of the balloon electrode assem-
bly;
(3) activating the one or more electrodes for sensing
and/or ablation;
(4) rotating the balloon electrode assembly about its
longitudinal axis such that different atrial tissue con-
tact is made generally along the same circumference
is made with one or more electrodes of the balloon
electrode assembly;
(5) activating the one or more electrodes for sensing
and/or ablation;
(6) repeating steps (4) and (5) as desired;
(7) deflating the balloon electrode assembly; and
(8) activating one or more electrodes on the distal
electrode assembly for sensing and/or ablation.

[0076] It is understood that the aforementioned steps
or acts may be performed in the order set forth above,
or in another order as needed or appropriate. Any one
or more of the aforementioned steps may be performed
for mapping, ablation and/or validation.
[0077] Through known methods such as impedance,
temperature and/or contact force measurements, the
electrophysiologist can determine which electrode(s) are
in contact with atrial tissue. With a fully integrated multi-
electrode platform, such as provided by the nMARQ Gen-
erator available from Biosense Webster, Inc., which al-
lows simultaneous activation of selected electrodes,
mapping, ablation and validation can be performed with
the use of a single catheter with greater efficiency and
less complexity.
[0078] As recognized by one skilled in the art, the bal-
loon electrode assembly can be fully or partially inflated.
With bidirectional deflection, the catheter can be maneu-
vered to position the balloon electrode assembly and the
distal electrode assembly in or near an ostium or a pul-
monary vein. Using the electrodes on the assemblies in
combination with the location sensor, the electrophysiol-
ogist can map local activation time, ablate and validate,
which can guide the electrophysiologist in diagnosing
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and providing therapy to the patient. Accordingly, the
electrophysiologist can visualize each electrode on a 3-
D mapping system so the electrophysiologist knows
where each electrode is in the patient’s anatomy when
the balloon members are inflated. Each electrode may
also be equipped with temperature feedback, e.g., by
means of thermistors or thermocouples.
[0079] The preceding description has been presented
with reference to presently preferred embodiments of the
invention. Workers skilled in the art and technology to
which this invention pertains will appreciate that altera-
tions and changes in the described structure may be
practiced without meaningfully departing from the scope
of this invention. As understood by one of ordinary skill
in the art, the drawings are not necessarily to scale. Also,
different features of different embodiments may be com-
bined as needed or appropriate. Moreover, the catheters
described herein may be adapted to apply various energy
forms, including microwave, laser, RF and/or cryogens.
Accordingly, the foregoing description should not be read
as pertaining only to the precise structures described and
illustrated in the accompanying drawings, but rather
should be read consistent with and as support to the fol-
lowing claims which are to have their fullest and fair
scope.

Claims

1. A catheter comprising:

an elongated catheter body (12) having proximal
and distal ends;
a balloon electrode assembly (25) distal of the
catheter body, the balloon electrode assembly
having at least an inner balloon member (24)
and an outer balloon member (23) covering at
least a portion of the inner balloon member, and
at least one electrode (26) on an outer surface
of the outer balloon member; and
a tubing (19) extending through the catheter
body, the tubing defining a lumen (22) adapted
to pass fluid into the inner balloon member for
expansion of the inner balloon member,
wherein the outer balloon member is adapted
for expansion in response to expansion of the
inner balloon member,
characterized in that the at least one electrode
(26) is a plurality of electrode strips extending
longitudinally on the distal half of the balloon
electrode assembly (25), and in that the inner
balloon member (24) and the outer balloon
member (23) have longitudinal pleats (260) ex-
tending between the electrode strips.

2. The catheter of claim 1, further comprising a distal
electrode assembly (27) distal of the balloon elec-
trode assembly (25).

3. The catheter of claim 1, wherein the inner balloon
member (24) has at least one fluid port configured
to pass fluid from inside the inner balloon member
to a space outside of the inner balloon member cov-
ered by the outer balloon member.

4. The catheter of claim 3, wherein the outer balloon
member (23) has at least one fluid port configured
to pass fluid from the space to outside of the outer
balloon member.

5. The catheter of claim 1, further comprising a pres-
sure sensing assembly (560).

6. The catheter of claim 5, wherein the pressure sens-
ing assembly (560) is proximal of the balloon elec-
trode assembly (25)/at least one balloon member
(23; 24).

7. The catheter of claim 5, wherein the pressure sens-
ing assembly (560) is between a distal end and a
proximal end of the balloon electrode assembly
(25)/at least one balloon member (23; 24).

8. The catheter of claim 5, wherein the pressure sens-
ing assembly (560) has a resilient member (563).

9. The catheter of claim 1, further comprising an irrigat-
ed tip electrode (115) distal of the balloon electrode
assembly (25).

10. The catheter of any of claims 1-9, further comprising
at least one lead wire (30), each lead wire extending
distally from the catheter body towards one of the at
least one electrodes (26) through the gap between
the outer balloon member (23) and the inner balloon
member (24).

11. The catheter of claim 10, wherein each lead wire (30)
is connected to one of the at least one electrodes
(26) through an aperture in the side wall of the outer
balloon member (23).

Patentansprüche

1. Katheter, umfassend:

einen länglichen Katheterkörper (12) mit einem
proximalen Ende und einem distalen Ende,
eine distal zum Katheterkörper liegende Ballon-
elektrodenanordnung (25), wobei die Ballone-
lektrodenanordnung mindestens ein inneres
Ballonglied (24) und ein mindestens einen Ab-
schnitt des inneren Ballonglieds abdeckendes
äußeres Ballonglied (23) und mindestens eine
Elektrode (26) an einer äußeren Fläche des äu-
ßeren Ballonglieds hat, und

19 20 



EP 3 178 433 B1

12

5

10

15

20

25

30

35

40

45

50

55

einen sich durch den Katheterkörper erstre-
ckenden Schlauch (19), wobei der Schlauch ein
Lumen (22) definiert, das dazu ausgeführt ist,
Fluid in das innere Ballonglied zu leiten, um das
innere Ballonglied zu expandieren,
wobei das äußere Ballonglied für eine Expansi-
on als Reaktion auf die Expansion des inneren
Ballonglieds ausgeführt ist, dadurch gekenn-
zeichnet, dass
die mindestens eine Elektrode (26) eine Vielzahl
von Elektrodenstreifen ist, die sich in Längsrich-
tung an der distalen Hälfte der Ballonelektroden-
anordnung (25) erstrecken, und dass das innere
Ballonglied (24) und das äußere Ballonglied (23)
Längsfalten (260) haben, die sich zwischen den
Elektrodenstreifen erstrecken.

2. Katheter nach Anspruch 1, ferner umfassend eine
distal zu der Ballonelektrodenanordnung (25) liegen-
de distale Elektrodenanordnung (27).

3. Katheter nach Anspruch 1, wobei das innere Bal-
longlied (24) mindestens einen Fluidport hat, der da-
zu ausgestaltet ist, Fluid aus dem Inneren des inne-
ren Ballonglieds zu einem Raum außerhalb des in-
neren Ballonglieds zu leiten, der vom äußeren Bal-
longlied abgedeckt ist.

4. Katheter nach Anspruch 3, wobei das äußere Bal-
longlied (23) mindestens einen Fluidport hat, der da-
zu ausgestaltet ist, Fluid aus dem Raum nach au-
ßerhalb des äußeren Ballonglieds zu leiten.

5. Katheter nach Anspruch 1, ferner umfassend eine
Druckerfassungsanordnung (560).

6. Katheter nach Anspruch 5, wobei die Druckerfas-
sungsanordnung (560) proximal zu der Ballonelekt-
rodenanordnung (25)/mindestens einem Ballonglied
(23; 24) liegt.

7. Katheter nach Anspruch 5, wobei die Druckerfas-
sungsanordnung (560) zwischen einem distalen En-
de und einem proximalen Ende der Ballonelektro-
denanordnung (25)/mindestens einem Ballonglied
(23; 24) ist.

8. Katheter nach Anspruch 5, wobei die Druckerfas-
sungsanordnung (560) ein federndes Glied (563)
hat.

9. Katheter nach Anspruch 1, ferner umfassend eine
distal zu der Ballonelektrodenanordnung (25) gele-
gene gespülte Spitzenelektrode (115).

10. Katheter nach einem der Ansprüche 1 - 9, ferner
umfassend mindestens einen Leiterdraht (30), wo-
bei sich jeder Leiterdraht distal von dem Katheter-

körper durch den Spalt zwischen dem äußeren Bal-
longlied (23) und dem inneren Ballonglied (24) zu
einer der mindestens einen Elektroden (26) hin er-
streckt.

11. Katheter nach Anspruch 10, wobei jeder Leiterdraht
(30) durch eine Öffnung in der Seitenwand des äu-
ßeren Ballonglieds (23) mit einer der mindestens ei-
nen Elektroden (26) verbunden ist.

Revendications

1. Cathéter, comprenant :

un corps de cathéter allongé (12) ayant des ex-
trémités proximale et distale ;
un ensemble d’électrode à ballonnet (25) en po-
sition distale par rapport au corps de cathéter,
l’ensemble d’électrode à ballonnet ayant au
moins un organe de ballonnet intérieur (24) et
un organe de ballonnet extérieur (23) couvrant
au moins une partie de l’organe de ballonnet
intérieur, et au moins une électrode (26) sur une
surface extérieure de l’organe de ballonnet
extérieur ; et
un tubage (19) s’étendant à travers le corps de
cathéter, le tubage définissant une lumière (22)
prévue pour faire passer du fluide dans l’organe
de ballonnet intérieur afin de gonfler l’organe de
ballonnet intérieur,
l’organe de ballonnet extérieur étant prévu pour
se gonfler en réponse au gonflage de l’organe
de ballonnet intérieur, caractérisé en ce que
l’au moins une électrode (26) est constituée par
une pluralité de bandes d’électrodes s’étendant
longitudinalement sur la moitié distale de l’en-
semble d’électrode à ballonnet (25), et en ce
que l’organe de ballonnet intérieur (24) et l’or-
gane de ballonnet extérieur (23) ont des plis lon-
gitudinaux (260) s’étendant entre les bandes
d’électrodes.

2. Cathéter selon la revendication 1, comprenant en
outre un ensemble d’électrode distal (27) en position
distale par rapport à l’ensemble d’électrode à bal-
lonnet (25).

3. Cathéter selon la revendication 1, dans lequel l’or-
gane de ballonnet intérieur (24) présente au moins
un orifice de fluide configuré pour faire passer du
fluide depuis l’intérieur de l’organe de ballonnet in-
térieur vers un espace à l’extérieur de l’organe de
ballonnet intérieur, couvert par l’organe de ballonnet
extérieur.

4. Cathéter selon la revendication 3, dans lequel l’or-
gane de ballonnet extérieur (23) présente au moins
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un orifice de fluide configuré pour faire passer du
fluide depuis l’espace jusqu’à l’extérieur de l’organe
de ballonnet extérieur.

5. Cathéter selon la revendication 1, comprenant en
outre un ensemble de détection de pression (560).

6. Cathéter selon la revendication 5, dans lequel l’en-
semble de détection de pression (560) est disposé
en position proximale par rapport à l’ensemble
d’électrode à ballonnet (25) / à au moins un organe
de ballonnet (23 ; 24).

7. Cathéter selon la revendication 5, dans lequel l’en-
semble de détection de pression (560) est disposé
entre une extrémité distale et une extrémité proxi-
male de l’ensemble d’électrode à ballonnet (25) /
d’au moins un organe de ballonnet (23 ; 24).

8. Cathéter selon la revendication 5, dans lequel l’en-
semble de détection de pression (560) a un organe
élastique (563) .

9. Cathéter selon la revendication 1, comprenant en
outre une électrode à pointe irriguée (115) en posi-
tion distale par rapport à l’ensemble d’électrode à
ballonnet (25).

10. Cathéter selon l’une quelconque des revendications
1 à 9, comprenant en outre au moins un fil-guide
(30), chaque fil-guide s’étendant dans la direction
distale depuis le corps de cathéter vers l’une des au
moins une électrodes (26) à travers l’espace entre
l’organe de ballonnet extérieur (23) et l’organe de
ballonnet intérieur (24).

11. Cathéter selon la revendication 10, dans lequel cha-
que fil-guide (30) est connecté à l’une des au moins
une électrodes (26) par une ouverture dans la paroi
latérale de l’organe de ballonnet extérieur (23).
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