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Description

FIELD OF THE INVENTION

[0001] The present invention relates to a reagent prep-
aration apparatus capable of preparing reagent for use
in sample processing.

BACKGROUND

[0002] For example, U.S. Patent Publication No.
2010/0248289 discloses a reagent preparation appara-
tus for preparing reagent for use in sample processing
by mixing a predetermined amount of concentrated rea-
gent and a predetermined amount of purified water in a
mixing chamber. This reagent preparation apparatus is
configured to measure a quality (electric conductivity) of
the prepared reagent using a conductance meter, and
transport the prepared reagent to a supply chamber when
the conductance of the reagent falls within a predeter-
mined range. On the other hand, this reagent preparation
apparatus is also configured to discard the prepared re-
agent from a discard flow path when the conductance of
the reagent is not within the predetermined range.
[0003] The present inventors discovered that the rea-
gent quality (electrical conductivity)being outside the pre-
determined range is caused by persistent failure resulting
from damage of hardware such as valves and pumps
within the apparatus, and transient failure resulting from
temporary changes of water quality of the purified water
that is mixed with the concentrated reagent, and external
static and the like.
[0004] In the case of persistent failure, the failure often
cannot be resolved without repairing the hardware. Con-
tinuing the reagent preparation operation under such
conditions is undesirable from the perspectives of the
increase in the amount of wasted reagent, running cost
and environmental burden. In the case of transient fail-
ure, however, it is preferable to continue the reagent
preparation operation since the transient failure often
may be resolved when the preparation operation is per-
formed once or several times, and a reduction in operat-
ing efficiency of the apparatus can be prevented by re-
ducing the downtime of the apparatus.
[0005] In addition, US 2010/216223 A1 describes a re-
agent preparing device for preparing a reagent to be sup-
plied to a measurement device for measuring a speci-
men. A first liquid storage unit stores a first liquid. A re-
agent storage unit stores a prepared reagent, including
the first liquid and a second liquid different from the first
liquid. A first liquid discarding unit discards the first liquid
stored in the first liquid storage unit. A controller meas-
ures an accumulated time of the first liquid in the first
liquid storage unit and controls the first liquid discarding
unit to discard the first liquid stored in the first liquid stor-
age unit when the accumulated time reaches a predeter-
mined time.

SUMMARY OF THE INVENTION

[0006] The scope of the present invention is defined
solely by the appended claims, and is not affected to any
degree by the statements within this summary.
[0007]

(1) A first aspect of the present invention is a reagent
preparation apparatus, comprising: a reagent prep-
aration unit configured to prepare a reagent for
processing a sample; a measuring unit configured
to measure a property of the reagent prepared by
the reagent preparation unit; a waste section config-
ured to discard the prepared reagent when a meas-
urement result by the measuring unit does not meet
a predetermined condition; and a controller config-
ured to control a reagent preparation operation of
the reagent preparation unit, wherein the controller
controls the reagent preparation unit to stop the re-
agent preparation operation when a number of times
of discarding a reagent has reached a predetermined
plurality of times. In the reagent preparation appa-
ratus of the first aspect of the present invention, since
reagent preparation continues until the number of
times of discarding a reagent reaches a predeter-
mined plurality of times, failure can be eliminated
during this plurality of times of reagent preparation
when transient failures occur. Therefore, a reduction
in the operational efficiency of the apparatus can be
avoided by reducing the number of times the reagent
preparation process of the reagent preparation unit
is stopped compared to when the reagent prepara-
tion process of the reagent preparation unit is
stopped each time it is determined that the meas-
urement result of the measuring unit does not meet
a predetermined condition. Moreover, the reagent
preparation operation is stopped when the number
of times of discarding a reagent reaches a predeter-
mined plurality of times, hence eliminating failure by
stopping the apparatus when a persistent failure oc-
curs. Therefore, it is possible to prevent an increase
in the amount of wasted reagent caused by contin-
uing reagent preparation when a persistent failure
occurs. According to the present invention, the
amount of wasted reagent is reduced while also
avoiding a reduction in the operational efficiency of
the apparatus.

(2) Preferably, the controller is configured to deter-
mine whether the measurement result by the meas-
uring unit meets the predetermined condition each
time a reagent is prepared by the reagent prepara-
tion unit. According to this construction, the quality
of the reagent can be monitored each time the rea-
gent preparation unit prepares reagent, hence it is
possible to further reduce wasted reagent by rapidly
stopping the reagent preparation operation when a
persistent failure occurs in the apparatus.
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(3) Preferably, the controller is configured to stop the
reagent preparation operation of the reagent prepa-
ration unit when the reagent prepared by the reagent
preparation unit is consecutively discarded for the
predetermined plurality of times while the reagent
preparation unit executes the reagent preparation
operation the predetermined number of times. Ac-
cording to this construction, the reagent preparation
operation of the reagent preparation unit can be re-
liably stopped when a persistent failure occurs while
effectively avoiding stopping the reagent preparation
operation of the reagent preparation unit relative to
transient failures since there is a high possibility that
a persistent failure (impairment of the apparatus)
may occur when the apparatus is operated continu-
ously when the reagent prepared by the reagent
preparation unit is consecutively discarded for the
predetermined plurality of times.

(4) Preferably, the controller determines that the
number of times of discarding a reagent has reached
the predetermined plurality of times when a number
of times that the measurement result by the meas-
uring unit does not meet the predetermined condition
has reached the predetermined plurality of times.

(5) Preferably, the controller is configured to stop the
reagent preparation operation of the reagent prepa-
ration unit even if the number of times of discarding
a reagent has not reached the predetermined plu-
rality of times when the measurement result by the
measuring unit does not meet the predetermined
condition and the measurement result meets a sec-
ond condition. This construction rapidly stops the re-
agent preparation when an anomaly occurs in the
reagent quality, for example, when urgency is re-
quired.

(6) Preferably, the controller is configured to; deter-
mine that the measurement result by the measuring
unit does not meet the predetermined condition
when the measurement result is outside a first nu-
merical range; determine that the measurement re-
sult by the measuring unit meets the second condi-
tion when the measurement result is outside the first
numerical range and a second numerical range that
is outside the first numerical range and when the
measurement result falls within a third numerical
range that is distant from the first numerical range
farther than the second numerical range. This con-
struction immediately stops the reagent preparation
when an anomaly occurs in the reagent quality such
as when a persistent failure (apparatus impairment)
is suspected.

(7) Preferably, the controller controls the reagent
preparation unit to execute a recovery operation to
restart the reagent preparation operation when the

controller receives a manually inputted instruction
after stopping the reagent preparation operation of
the reagent preparation unit. According to this con-
struction, a recovery operation can be easily per-
formed when the reagent preparation operation of
the reagent preparation unit has been stopped based
on the measurement result of the measuring unit.

(8) Preferably, the reagent preparation apparatus
comprises: a display unit, wherein the controller is
configured to display, on the display unit, information
warning of a high possibility of failure of the reagent
preparation unit when the reagent preparation oper-
ation of the reagent preparation unit has been con-
secutively stopped for a predetermined plurality of
times based on the measurement result by the meas-
uring unit. According to this construction, the user
can easily visually confirm the possibility of appara-
tus impairment via the warning displayed on the dis-
play unit.

(9) Preferably, the controller is configured to display,
on the display unit, information warning of a high
possibility of future failure of the reagent preparation
unit when the measurement result by the measuring
unit meets a third condition even if the measurement
result meets the predetermined condition. Hence,
the user can repair the hardware before the appara-
tus is damaged. Since warning information of only a
single determination of a high possibility of future
damage to the reagent preparation unit is not dis-
played on the display unit, displaying warning infor-
mation caused by a transient failure is avoided.

(10) Preferably, the reagent preparation apparatus
comprises a memory unit, wherein the controller is
configured to store, in the memory unit, a determi-
nation of whether the measurement result by the
measuring unit has met the predetermined condition
for each reagent prepared by the reagent prepara-
tion unit. According to this construction, useful infor-
mation pertaining to performing maintenance oper-
ations is obtained because the user knows the his-
tory of apparatus failures by storing the determina-
tion results via the controller.

(11) Preferably, the reagent preparation apparatus
comprises a reagent retaining unit configured to re-
tain the reagent prepared by the reagent preparation
unit that is to be supplied for sample processing,
wherein the waste section is arranged at a position
at which the reagent can be discarded before the
reagent prepared by the reagent preparation unit is
supplied to the reagent retaining unit. According to
this construction, the reagent already stored in the
reagent retaining unit is used without waste since
reagent that does not meet the predetermined con-
dition is discarded before being supplied to the rea-
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gent retaining unit. Hence, the amount of waste re-
agent is reduced.

(12) Preferably, the reagent preparation apparatus
comprises a transfer path through which transfer the
reagent prepared by the reagent preparation unit is
transferred to the reagent retaining unit, wherein the
measuring unit is arranged on the transfer path and
measures the property of the reagent flowing through
the transfer path. In this way reagent quality can be
measured immediately before the reagent is sup-
plied to the reagent retaining unit, so that reagent
measurement results are obtained with better accu-
racy and the reagent can be selectively supplied to
either the waste section or the reagent retaining unit.

(13) Preferably, the measuring unit is configured to
measure electric conductance as the property of the
reagent. Note that pH may be measured as the re-
agent property.

(14) Preferably, the reagent preparation unit is con-
figured to prepare the reagent by mixing a plurality
of types of liquids.

(15) Preferably, the sample is blood; and the reagent
is a diluting liquid for diluting the blood. Note that the
reagent prepared by the reagent preparation unit
may be used to wash a flow pass in the sample
processing apparatus.

BRIEF DESCRIPTION OF THE DRAWINGS

[0008]

FIG. 1 is a perspective view showing the use of a
sample processing apparatus provided with an em-
bodiment of the reagent preparation apparatus of
the present invention;
FIG. 2 is a block diagram showing the structure of a
sample processing apparatus provided with an em-
bodiment of the reagent preparation apparatus of
the present invention;
FIG. 3 is a block diagram showing the structure of
an embodiment of the reagent preparation appara-
tus of the present invention;
FIG. 4 is a block diagram illustrating the controller of
an embodiment of the reagent preparation appara-
tus of the present invention;
FIG. 5 illustrates the content of the suitable/unsuit-
able determination performed by the controller of the
embodiment of the reagent preparation apparatus
of the present invention;
FIG. 6 is a screen view showing an example of a
display screen that is displayed on the display/oper-
ating unit of the embodiment of the reagent prepa-
ration apparatus of the present invention;
FIG. 7 is a screen view illustrating the preparation

history display screen displayed on the display/op-
erating unit of the embodiment of the reagent prep-
aration apparatus of the present invention;
FIG. 8 is a screen view illustrating the error display
part (electric conductance anomaly) displayed on
the display/operating unit of the embodiment of the
reagent preparation apparatus of the present inven-
tion;
FIG. 9 is a screen view illustrating the error list display
screen displayed on the display/operating unit of the
embodiment of the reagent preparation apparatus
of the present invention;
FIG. 10 is a screen view illustrating the error detail
screen (electric conductance anomaly) displayed on
the display/operating unit of the embodiment of the
reagent preparation apparatus of the present inven-
tion;
FIG. 11 is a screen view illustrating the error display
part (unrecoverable error) displayed on the dis-
play/operating unit of the embodiment of the reagent
preparation apparatus of the present invention;
FIG. 12 is a screen view illustrating the error detail
screen (unrecoverable error) displayed on the dis-
play/operating unit of the embodiment of the reagent
preparation apparatus of the present invention;
FIG. 13 is a screen view illustrating the warning dis-
play part displayed on the display/operating unit of
the embodiment of the reagent preparation appara-
tus of the present invention;
FIG. 14 is a flow chart illustrating the first half of the
reagent preparation operation of the embodiment of
the reagent preparation apparatus of the present in-
vention; and
FIG. 15 is a flow chart illustrating the second half of
the reagent preparation operation of the embodi-
ment of the reagent preparation apparatus of the
present invention. and

DETAILED DESCRIPTION OF THE PREFERRED EM-
BODIMENTS

[0009] The preferred embodiments of the present in-
vention will be described hereinafter with reference to
the drawings.
[0010] The embodiment is described below by way of
a blood analyzer for analyzing blood as an example of a
sample analyzer based on the drawings.
[0011] The embodiment of the present invention is de-
scribed below based on the drawings.
[0012] The structure of the sample processing appa-
ratus 1, an embodiment of the present invention, is de-
scribed below referring to FIGS. 1 through 5 and FIGS.
8 through 13. Note that, in this embodiment, the present
invention is applied to a reagent preparation apparatus
4 of the sample processing apparatus 1, which performs
blood analysis.
[0013] As shown in FIG. 1, the sample processing ap-
paratus 1 is configured by a measuring unit 2 which has
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the function of performing measurements of blood, a data
processing unit 3 which obtains analysis results by ana-
lyzing the measurement data output from the measuring
unit 2 , and a reagent preparation apparatus 4 for pre-
paring reagent to be used in the processing of a sample.
The measuring unit 2 is configured to measure leuko-
cytes, reticulocytes and platelets in blood via flow cytom-
etry. The measuring unit 2 is also configured to dilute the
blood using the reagent prepared by the reagent prepa-
ration apparatus 4, and measure the leukocytes, reticu-
locytes, and platelets. Note that flow cytometry is a meth-
od for measuring particles (blood cells) by forming a sam-
ple flow that contains a measurement sample and irra-
diating the sample flow with laser light, then detecting
the forward scattered light, side scattered light, and side
fluorescent light emitted from particles (blood cells) in the
measurement sample.
[0014] As shown in FIG. 2, the measuring unit 2 is pro-
vided with a measurement sample preparation unit 21,
detecting unit 22 for measuring the measurement sam-
ple, display/operating unit 23, and controller 24 for con-
trolling the measuring unit 2. Note that the measuring
unit 2 is an example of the sample processing unit of the
present invention.
[0015] The measurement sample preparation unit 21
is configured to aspirate a predetermined amount of
blood from a blood collection tube containing blood to be
analyzed via an aspirating pipette (not shown in the draw-
ing). The measurement sample preparation unit 21 is al-
so configured to mix and react a stain with a predeter-
mined amount of reagent supplied from the reagent prep-
aration apparatus 4 to a predetermined amount of aspi-
rated blood. In this way the measurement sample prep-
aration unit 21 has the function of preparing a measure-
ment sample suited for measurement to be performed
by the detecting unit 22. The measurement sample prep-
aration unit 21 is further configured to supply the prepared
measurement sample together with a sheath fluid to the
detecting unit 22. The measurement sample preparation
unit 21 is additionally configured to wash the flow pass
of the blood and measurement sample using a predeter-
mined amount of reagent supplied from the reagent prep-
aration apparatus 4. Note that the predetermined amount
of reagent supplied from the reagent preparation appa-
ratus 4 used to wash the flow pass is greater than the
amount mixed with blood.
[0016] The detecting unit 22 has the functions of irra-
diating laser light on the sample flow containing the meas-
urement sample passing through the interior of a sheath
flow cell, and detecting the forward scattered light, side
scattered light, and side fluorescent light emitted from
the sheath flow cell. Information related to the size of
particles (blood cells) in the measurement sample can
be obtained from the forward scattered light. Information
related to the interior of the particles (blood cells) in the
measurement sample, such as the size of the nucleus
and the like, can be obtained from the side scattered light.
Information related to the degree of staining of particles

(blood cells) in the measurement sample can be obtained
from the side fluorescent light. The detecting unit 22 is
configured to convert the received light signals to electric
signals (detection signals) and output these electric sig-
nals to the controller 24.
[0017] The controller 24 performs predetermined arith-
metic processing on the output signal from the detecting
unit 22, and outputs the measurement data. The control-
ler 24 has the function of controlling the measurement
sample preparation unit 21 and the detecting unit 22. The
controller 24 is also connected to the display/operating
unit 23 and the data processing unit 3 The controller 24
has the further function of transmitting the arithmetic re-
sults (measurement data) to the data processing unit 3.
[0018] As shown in FIG. 1, the data processing unit 3
is a personal computer (PC), and has the functions of
analyzing the measurement data of the measuring unit
2, and displaying the analysis results on a display unit
32. The data processing unit 3 includes a controller 31,
display unit 32, and input unit (input device) 33. The con-
troller 31 has the function of transmitting the measure-
ment start signal, shutdown signal and the like to the
measuring unit 2.
[0019] The reagent preparation apparatus 4 is provid-
ed to prepare reagent to be used by the measurement
sample preparation unit 21 of the measuring unit 2. The
reagent preparation apparatus 4 is configured to prepare
reagent to be used in blood analysis by diluting a high
concentration reagent to a desired concentration using
RO water prepared by the RO water preparation unit 7
disposed outside the apparatus. RO water is a type of
purified water from which the impurities have been re-
moved by passage through an RO (reverse osmosis)
membrane.
[0020] As shown in FIG. 3, the reagent preparation ap-
paratus 4 includes a high concentration reagent chamber
41, RO water chamber 42, two dilution chambers 43 and
44, two diaphragm pumps 45a and 45b, mixing chamber
46, supply chamber 47, display/operating unit 48, and a
controller 49 to control the operation of each part of the
reagent preparation apparatus 4. Note that the supply
chamber 47 and the display/operating unit 48 are respec-
tively examples of the reagent retaining unit and the dis-
play unit of the present invention. The reagent prepara-
tion unit 4a for preparing reagent is configured by a fluid
circuit that includes the high concentration reagent cham-
ber 41, RO water chamber 42, two dilution chambers 43
and 44, two diaphragm pumps 45a and 45b, and mixing
chamber 46.
[0021] The reagent preparation apparatus 4 further in-
cludes a pneumatic unit 6 (refer to FIG. 1) disposed out-
side the housing, the reagent preparation apparatus 4
being configured to move each liquid within the apparatus
using the negative pressure and positive pressure sup-
plied from the pneumatic unit 6. The pneumatic unit 6
has a negative pressure source 61 for supplying a neg-
ative pressure, and a positive pressure source 62 for sup-
plying a positive pressure.
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[0022] The high concentration reagent chamber 41 is
configured to receive high concentration reagent from
the high concentration reagent tank 5. The high concen-
tration reagent chamber 41 is provided with a float switch
100 which detects when a predetermined amount of high
concentration reagent is accommodated within the
chamber. The controller 49 controls the supply of high
concentration reagent to the high concentration chamber
41 based on the detection result of the float switch 100.
In the present embodiment, high concentration reagent
is normally supplied until approximately 300 mL of rea-
gent is retained in the high concentration reagent cham-
ber 41.
[0023] The high concentration reagent chamber 41 is
connected to the high concentration reagent tank 5
through an electromagnetic valve 200, and connected to
the negative pressure source 61 of the pneumatic unit 6
through an electromagnetic valve 201. The high concen-
tration reagent chamber 41 is opened to the atmosphere
or closed by operating an electromagnetic valve 202. The
high concentration reagent chamber 41 is also connected
to a flow pass 301 for moving liquid from the diaphragm
pump 45a (45b) to the diluting chamber 43 (44) through
the flow pass 300 and the electromagnetic valve 203.
The high concentration reagent chamber 41 is connected
to a waste flow pass through an electromagnetic valve
222, and is configured to discharge the high concentra-
tion reagent contained therein to the waste flow pass.
[0024] The RO water chamber 42 is configured to sup-
ply RO water for diluting the high concentration reagent
to the RO water preparation unit 7. The RO water cham-
ber 42 is provided with float switches 101 and 102 for
respectively detecting when the RO water within the
chamber reaches an upper limit amount and a lower limit
amount. The controller 49 controls the supply of RO water
to the RO water chamber 42 based on the detection re-
sults of the float switches 101 and 102. In the present
embodiment, the RO water chamber 42 stores RO water
of approximately 300 mL or more but less than approxi-
mately 600 mL while the reagent preparation apparatus
4 is operating.
[0025] The RO water chamber 42 is connected to the
RO water tank 7a of the RO water preparation unit 7
through an electromagnetic valve 207. The RO water
chamber 42 is also connected to the positive pressure
source 62 through an electromagnetic valve 204 and con-
nected to the waste flow pass through an electromagnetic
valve 205. , In this way the RO water chamber 42 can
discard the RO water within the chamber.
[0026] The RO water chamber 42 is opened to the at-
mosphere or closed by operating an electromagnetic
valve 206. The RO water chamber 42 is further connected
to the diaphragm pumps 45a and 45b through a flow pass
302 and an electromagnetic valve 208.
[0027] The diluting chambers 43 and 44 are respec-
tively provided for diluting high concentration reagent
with RO water. The diluting chamber 43 (44) accommo-
dates approximately 300 mL of liquid (a mixture of high

concentration reagent and RO water)delivered by the di-
aphragm pumps 45a and 45b. The diluting chamber 43
(44) is normally open to the atmosphere. The diluting
chamber 43 (44) is connected to the flow pass 301 via
the flow pass 303 (304) through an electromagnetic valve
209 (210). When the electromagnetic valve 209 is
opened and the electromagnetic valve 210 is closed, liq-
uid (RO water and high concentration reagent) is moved
to the diluting chamber 43 through the flow pass 301 and
flow pass 303. When the electromagnetic valve 210 is
opened and the electromagnetic valve 209 is closed, liq-
uid (RO water and high concentration reagent) is moved
to the diluting chamber 44 through the flow pass 301 and
flow pass 304.
[0028] The diluting chamber 43 (44) is connected to
the mixing chamber 46 through an electromagnetic valve
211 (212). An air bubble sensor 400 (401) for detecting
air bubbles passing through the flow pass is provided
between the diluting chamber 43 (44) and the electro-
magnetic valve 211 (212). The complete discharge of all
the liquid (mixture of RO water and high concentration
reagent) in the diluting chamber 43 (44) is confirmed
based on the detection result of the air bubble sensor
400 (401) and the detection result of the float switch 103
(104) provided within the diluting chamber 43 (44). When
the diluting chamber 43 (44) is empty (that is, when all
liquid within the chamber has been discharged), the con-
troller 49 controls each part to supply RO water and high
concentration reagent to the empty diluting chamber 43
(44).
[0029] The diaphragm pumps 45a and 45b are config-
ured with mutually identical structures and perform sim-
ilar operations simultaneously. The diaphragm pump 45a
(45b) has the function of aspirating approximately 6 mL
(approximately 12 mL total for two diaphragm pumps) of
liquid (high concentration reagent or RO water) in each
individual operation. The diaphragm pump 45a (45b) is
is connected to a negative pressure source 61 through
an electromagnetic valve 213 (215) and connected to a
positive pressure source 62 through an electromagnetic
valve 214 (216).
[0030] The mixing chamber 46 accommodates ap-
proximately 300 mL of liquid. The mixing chamber 46 has
a curved pipe 461, and liquids (high concentration rea-
gent and RO water) moving from the diluting chamber
43 (44) flow through the pipe 461 into the mixing chamber
46 along the inner wall surface of the mixing chamber
46. In this way convection is produced within the mixing
chamber 46 to mix the RO water and high concentration
reagent.
[0031] When the float part of the float switch 105 pro-
vided within the mixing chamber 46 reaches the lower
limit indicating that the chamber is empty, the controller
49 controls each part to supply approximately 300 mL of
liquid mixture (reagent) from either the diluting chamber
43 or 44 to the mixing chamber 46. At this time, approx-
imately 300 mL of liquid mixture may be alternately sup-
plied from the diluting chamber 43 and diluting chamber
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44 to the mixing chamber 46. In this way reagent prep-
aration (dilution of high concentration reagent) can con-
tinue using the other chamber of the diluting chambers
43 or 44 while one or another of the diluting chambers
43 and 44 is moving liquid mixture to the mixing chamber
46. The mixing chamber 46 is also connected to the pos-
itive pressure source 62 through an electromagnetic
valve 218 and connected to the negative pressure source
61 through an electromagnetic valve 217.
[0032] The supply chamber 47 has the function of stor-
ing a predetermined amount of reagent to be supplied to
the measuring unit 2. The supply chamber 47 has a ca-
pacity of approximately 600 mL. The supply chamber 47
is provided with a float switch 106 for detecting when the
residual reagent within the chamber reaches approxi-
mately 300 mL, and a float switch 107 for detecting when
the residual reagent within the chamber is approximately
depleted. The supply chamber 47 normally retains ap-
proximately 300 mL or more but less than approximately
600 mL of reagent of a desired concentration by the con-
troller 49 controlling each part based on the detection
result of the float switch 106. Note that the supply of re-
agent to the measuring unit 2 is stopped when the float
switch 107 detects that the residual amount of reagent
accommodated within the chamber is near zero.
[0033] The supply chamber 47 is connected to the mix-
ing chamber 46 through an electromagnetic valve 219.
The supply chamber 47 is configured to dispose of the
reagent within the chamber for maintenance and the like
by opening an electromagnetic valve 220. The supply
chamber 47 is normally open to the atmosphere. The
supply chamber 47 is also connected to the measuring
unit 2 through a filter 471 which prevents contamination
by impurities.
[0034] In the present embodiment, the flow pass 305,
which is disposed between the mixing chamber 46 and
the supply chamber 47, is provided with a conductance
sensor 402 that measures the electrical conductance as
a property of the reagent. The conductance sensor 402
includes a temperature sensor 403 for measuring the
temperature of the reagent at the position at which the
conductance sensor 402 is mounted. A waste flow pass
306 is connected between the conductance sensor 406
and the electromagnetic valve 219 through an electro-
magnetic valve 221. Therefore, a prepared reagent can
be discarded through the electromagnetic valve 221 and
the waste flow pass 306 before the prepared reagent is
supplied to the supply chamber 47. Note that the con-
ductance sensor 402 is an example of the measuring unit
of the present invention.
[0035] The structure of the conductance sensor 402
and the structure of the conductance measuring circuit
using the conductance sensor 402 are well known struc-
tures. The conductance measuring circuit and conduct-
ance sensor are disclosed, for example, in U.S. Patent
Publication No. 2010/247383.
[0036] As shown in FIG. 1, the display/operating unit
48 is provided on the outer front surface of the reagent

preparation apparatus 4. The display/operating unit 48
is a touch panel type liquid crystal display.
[0037] As shown in FIG. 4, the controller 49 includes
a CPU 49a, ROM 49b, RAM 49c, communication inter-
face 49d connected to the data processing unit 3, I/O
(input/output) interface 49e connected to each part of the
reagent preparation apparatus 4, and memory unit 49f.
[0038] The CPU 49a is provided to execute a computer
program stored in the ROM 49b and a computer program
loaded in the RAM 49c. The CPU 49a is configured to
use the RAM 49c as a work area when executing these
computer programs.
[0039] The CPU 49a is further configured to receive a
start instruction and shutdown instruction of the reagent
preparation apparatus 4 from a user through the touch
panel type display/operating unit 48, and recovery in-
struction during error stoppage of the reagent preparation
unit 4a.
[0040] The communication interface 49d is configured
to transfer error information to the data processing unit
3 so that the user can confirm an error warning generated
within the reagent preparation apparatus 4.
[0041] The I/O unit 49e is configured to accept signals
from the float switches 100 through 107, air bubble sen-
sors 400 and 401, conductance sensor 402 and temper-
ature sensor 403 through each sensor circuit. The I/O
unit 49e outputs signals to each drive unit to control the
actuation of the pneumatic unit 6 and electromagnetic
valves 200 through 222. The I/O unit 49e receives signals
corresponding to user instructions from the touch panel
type display/operating unit 48, and outputs image signals
to the display/operating unit 48.
[0042] The memory unit 49f is a nonvolatile memory.
In the present invention, the memory unit 49f is config-
ured to store preparation history information for each re-
agent prepared by the reagent preparation apparatus 4.
The preparation history information included the date and
time of reagent preparation, the measured temperature
of the reagent by the temperature sensor 403, the meas-
urement result (conductance) of the reagent by the con-
ductance sensor 402, and suitable/unsuitable determi-
nation result which will be described later, for each pre-
pared reagent.
[0043] As shown in FIG. 3, the RO water preparation
unit 7 is configured to prepare RO water as a diluting
liquid for diluting high concentration reagent using tap
water. The RO water preparation unit 7 includes a water
storage tank 7a for storing RO water, RO membrane 7b,
and filter 7c for removing impurities contained in the tap
water. The RO water preparation unit 7 further includes
a high pressure pump 7d for pressurizing the water so
that the water molecules are forced to pass through the
RO membrane 7b, and an electromagnetic valve 223 for
controlling the supply of tap water.
[0044] The RO water preparation unit 7 is configured
to deliver tap water to the filter 7c by opening the elec-
tromagnetic valve 223. By driving the high pressure pump
7d, the RO water preparation unit 7 forces the water fil-
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tered through the filter 7c to then ass through the mem-
brane 7d at high pressure. The RO water preparation
unit 7 then retains a predetermined amount of RO water
in the RO water retaining tank 7a based on the detection
result of the float switch 108.
[0045] In the present embodiment, the controller 49
determines whether the prepared reagent is suited or
unsuited for measurement (sample processing) by the
measuring unit 2 based on the measurement result of
the conductance sensor 402.
[0046] The controller 49 calculates the conductance of
the reagent converted to a predetermined standard tem-
perature (25 degrees) based on the temperature of the
reagent measured by the temperature sensor 403 and
the conductance of the reagent flowing through the flow
pass 305 as measured by the conductance sensor 402.
[0047] When measuring the conductance of the rea-
gent, the controller 49 repeats the measurement several
times (30 times in the present embodiment) over a pre-
determined time (3 seconds in the present embodiment).
The controller 49 deletes both ends of a plurality of ob-
tained data, and compares the processed data to a pre-
determined standard range. Note that deletion of both
ends of the plurality of data means, for example, that the
upper order five data and lower order 20 data are not
used.
[0048] The controller 49 makes the suitable/unsuitable
determination of the reagent by comparing the magnitude
of the calculated reagent conductance and several con-
ditions. The suitable/unsuitable conditions correspond to
a plurality of predetermined conductance ranges. The
suitability of the reagent is determined each time reagent
is prepared. That is, the conductance of the reagent is
measured as the reagent supplied from the mixing cham-
ber 46 passes through the conductance sensor 402 in
the flow pass 305, and the suitability of the reagent is
determined based on the degree of measured conduct-
ance. The controller 49 performs appropriate processing
(supply reagent to the supply chamber 47, discard rea-
gent and the like) according to whether the measured
conductance of the reagent meets any one of a plurality
of conditions.
[0049] As shown in FIG. 5, four ranges of reagent con-
ductance (ranges A1 through A4) are used in the present
embodiment to determine reagent suitability.
[0050] The conductance range indicated by range A1,
which is centered on the optimum value 0 of conduct-
ance, is a "suitable" range. When the measurement result
of the conductance sensor 402 (measured reagent con-
ductance) is within the range A1, the controller 49 moves
this quality-confirmed reagent to the supply chamber 47
(refer to FIG. 3). In this case, the controller 49 determines
the reagent is suitable since the reagent conductance is
within the standard range.
[0051] When the measurement result of the conduct-
ance sensor 402 is not within the range A1 (that is, the
measurement result is within either range A2 or range
A3, which are described later), the reagent is discarded

to the waste section 306 (refer to FIG. 3).
[0052] As shown in FIG. 5, the conductance range in-
dicated by range A2 is distributed outside both ends the
range A1, and is an "unsuitable" range. The conductance
range indicated by range A3 is distributed outside both
ends of range A2, and is an "very unsuitable" range. The
controller 49 determines a conductance is unsuitable
when the measurement result is not within the range A1
but is within the range A2. The controller 49 determines
a conductance very unsuitable when the measurement
result is neither within range A1 or range A2 but is within
range A3. In the "unsuitable" range (range A2) and "very
unsuitable" range (range A3), there is a possibility that a
failure (breakdown) of the reagent preparation apparatus
4 may be occurring since normal reagent preparation is
not being performed. Therefore, the controller 49 stops
the operation of the reagent preparation unit 4a when an
"unsuitable" (range A2) and "very unsuitable" (range A3)
determination is returned over several determinations.
[0053] In the present embodiment, the number of de-
terminations for stopping the operation of the reagent
preparation unit 4a is set to a different number according
to the degree of unsuitability. The number of determina-
tions of unsuitability required to stop the operation is set
at three times. That is, the controller 49 discards the un-
suitable reagent to the waste section 306 and continues
reagent preparation until the unsuitability determination
has been made up to three times (one or two times). The
controller 49 discards the unsuitable reagent to the waste
section 306 and stops the operation of the reagent prep-
aration unit 4a when an unsuitable reagent determination
has been returned three times.
[0054] The number of "very unsuitable" (range A3) re-
agent determinations required to stop the operation is
less than the number of "unsuitable" reagent determina-
tions (which is three times), that is, one time. When a
"very unsuitable" reagent determination is returned, the
controller 49 discards the reagent to the waste section
306 and immediately stops the reagent preparation unit
4a. That is, there is concern of severe breakdown (mas-
sive failure) of some type when the measurement result
exceeds the tolerance range A1 of usable reagent, and
also exceeds the normally unsuitable range A2. There-
fore, the controller 49 stops the reagent preparation unit
4a after a single "very unsuitable" reagent determination.
[0055] Within range A1, the conductance range indi-
cated by range A4 near the boundary with range A2 is
the "caution" determination range. When the measure-
ment result is within the range A4 (no failure discernible
at the current time), there is a high possibility of a future
failure even though the measurement result is within the
range A1. Therefore, the controller 49 makes a caution-
ary determination when the measurement result meets
the condition of being within the range A4.
[0056] The controller 49 is configured to alert the user
by displaying a cautionary warning on the display/oper-
ating unit 48 when the cautionary determination is re-
turned a predetermined number of times. In the present
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embodiment, the number of cautionary determinations
required for a warning message to be displayed is set at
five times. That is, the controller 49 displays a warning
message when five cautionary determinations occur.
Note that prepared reagent is moved to the supply cham-
ber 47 even when a cautionary determination is made
since the measurement result is within the range A1.
[0057] The controller 49 displays error information (re-
fer to FIG. 8) on the display/operating unit 48 when the
operation of the reagent preparation unit 4a is stopped
(when an "unsuitable" determination is returned three
times or a "very unsuitable" determination is returned
once). The controller 49 receives a recovery instruction
from the user on the error detail screen (refer to FIG. 10)
displayed on the display/operating unit 48. When the user
inputs a recovery instruction, the controller 49 performs
a predetermined automatic washing operation as a re-
covery action, and thereafter cancels the operation stop-
page of the reagent preparation unit 4a.
[0058] The controller 49 stores the number of appara-
tus stoppages in the memory unit 49f. When the appa-
ratus stoppage has continued to occur a predetermined
number of times, the controller 49 displays a message
indicating failed recovery (refer to FIGS. 11 and 12) on
the display/operating unit 48and ends the reagent prep-
aration process (recovery failure error). The recovery fail-
ure message includes instructions to contact the appa-
ratus maintenance staff.
[0059] In the present embodiment, the number of ap-
paratus stoppages is set at two times. After the operation
of the reagent preparation unit 4a has been stopped and
the recovery operation performed (automatic washing
operation), when the unsuitable determination occurs
again (three times) or a very unsuitable determination
occurs (one time) and the reagent preparation operation
is stopped, the controller 49 halts the operation while the
unrecoverable error condition continues.
[0060] Details of the screen display of the display op-
erating unit 48 related to the unsuitable determination by
the controller 49 are described below with reference to
FIGS. 6 through 12.
[0061] Under normal operating conditions, the status
display screen D1 shown in FIG. 6 is displayed on the
display/operating unit 48. In the normal operating condi-
tion, an estimate of the residual amount of high concen-
tration reagent is displayed via icon D12 in the information
display area D11, and the lot number, replacement date,
and expiration date of the high concentration reagent are
also displayed.
[0062] A select button D13, reagent button D14, prep-
aration interrupt button D15, and shutdown button D16
are provided in the lower part of the status display screen
D1. Upon touch input of each button, the controller 49
performs the corresponding process (shutdown, prepa-
ration interrupt process and the like) and displays infor-
mation (reagent preparation history and the like). A help
button D17 is provided in the upper right corner of the
status display screen D1 to display information at prede-

termined times, such as when an error occurs.
[0063] The preparation history display screen D2
shown in FIG. 7 is displayed by touching the select button
D13 and selecting the reagent preparation history item
(not shown) from the menu. The preparation history dis-
play screen D2 displays the reagent preparation history
information stored in the memory unit 49f.
[0064] As shown in FIG. 7, in the history display area
D21 in the preparation history display screen D2, the re-
agent preparation date and time, suitable/unsuitable de-
termination result by the controller 49 ("result" column
D22), temperature measured by the temperature sensor
403, and measurement result (conductance) measured
by the conductance sensor 402 are displayed.
[0065] "OK" in the result column D22 of the history dis-
play area D21 indicates a determination of "suitable" for
that reagent. "NG" indicates "unsuitable" determination,
"WA" indicates "cautionary" determination, and "BD" in-
dicates "very unsuitable" determination.
[0066] As described above, when the controller 49
makes an "unsuitable" determination three times or a
"very unsuitable" determination once during the execu-
tion of the reagent preparation process, the controller 49
stops the reagent preparation operation of the reagent
preparation unit 4a. In this case, the error display area
D3 is displayed on the status display screen D1, as shown
in FIG. 8. Note that in this case the controller 49 may
alert the user that an error has occurred via a continuous
audible alarm from speakers (not shown in the drawing).
[0067] An error message D31 and OK button D32 are
displayed in the error display area D3. When the OK but-
ton D32 is touched, the error display area D3 is canceled
and the display returns to the status display screen D1
of FIG. 6. In this case, the help button D17 in the upper
right corner of the status display screen D1 is touched,
the error list display screen D4 is displayed as shown in
FIG. 9.
[0068] As shown in FIG. 9, a list area D41, detail button
D42, and return button D43 are displayed in the error list
display screen D4. Errors are displayed top to bottom in
the priority sequence in the list area D41. When the ap-
paratus is stopped as a result of three "unsuitable" de-
terminations or one "very unsuitable" determination, an
abnormality message 1 is displayed in the list area D41
as shown in FIG. 9. When the detail button D42 is touched
with the item displayed in the list area D41, the display
is switched to the error detail screen D5 shown in FIG. 10.
[0069] A detail display area D51, OK button D52, and
cancel button D53 are displayed in the error detail screen
D5. Detailed information of the error is displayed in the
detail display area D51.
[0070] Note that the error detail screen D5 of FIG. 10
shows an example of error information (abnormal con-
ductance) during a first apparatus stoppage in response
to an "unsuitable" determination (three consecutive
times) or "very unsuitable" determination (once) by the
controller 49. An error message D54 indicating an error
has occurred (conductance abnormality) and recovery
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operation is displayed in the detail display area D51. The
controller 49 awaits the reception of a recovery operation
start instruction via input from the OK button D52. When
the user touches the OK button D52, the controller 49
executes the automatic washing operation as a recovery
operation.
[0071] The error display D3a shown in FIG. 11 is dis-
played when the apparatus has been stopped two times
consecutively (unrecoverable error) by an "unsuitable"
determination (three times) or a "very unsuitable" deter-
mination (one time). In this case, an error message D33
indicating an unrecoverable error is displayed instead of
the error message D31 of FIG. 8. In the case of an un-
recoverable error, the error detail screen D5a shown in
FIG. 12 is displayed.
[0072] In the detailed error screen D5a shown in FIG.
12, an error message D55 is displayed on the detail dis-
play area D51, the error message D55 indicating an un-
recoverable anomaly occurred (unrecoverable error),
and instructions to contact the maintenance service staff.
In this case, the operation of the reagent preparation unit
4a is stopped during the error condition and a recovery
operation is not executed even if the user touches the
OK button D52.
[0073] Note that a "cautionary" determination is made
when five consecutive "unsuitable" determination have
occurred, and a warning (alert) shown in FIG. 13 is dis-
played on the display unit D6. Unlike when the error dis-
play D3 shown in FIG. 8 is displayed, in this case the
reagent preparation operation continues without stop-
ping the apparatus.
[0074] As shown in FIG. 13, a warning message D61
and an OK button D62 are displayed in the warning dis-
play part D6. When the OK button D62 is touched, the
warning display D6 is canceled and the display returns
to the status display screen D1 of FIG. 6. The history of
"cautionary" determinations (five consecutive times) that
caused the warning display can be confirmed in the his-
tory display area D21 in the preparation history display
screen D2 shown in FIG. 7. Note that since the warning
display will be different according to the causing the stop-
page of the apparatus, the warning display may include
an audible alarm accompanying the display or without
an audible alarm.
[0075] The reagent preparation operation of the rea-
gent preparation apparatus 4 of the present embodiment
is described below with reference to FIGS. 3, 5, 8, and
10 through 15.
[0076] In step S1 of FIG. 14, the controller 49 initializes
a computer program stored in the ROM 49b. In step S2,
the controller 49 determines whether a predetermined
amount (approximately 300 mL or more but less than 600
mL) of reagent is retained in the supply chamber 47.
When the predetermined amount of reagent is retained
in the supply chamber 47, the process moves to step S16
of FIG. 15. When the predetermined amount of reagent
is not retained in the supply chamber 47, however, the
process mode to step S3 and the controller 49 starts the

reagent preparation process of the reagent preparation
unit 4a.
[0077] In step S3, the controller 49 supplies the high
concentration reagent within the high concentration rea-
gent chamber 41 and the RO water within the RO water
chamber 42 to the diluting chamber 43 (44).
[0078] Specifically, approximately 12 mL of high con-
centration reagent (approximately 6 mL from each dia-
phragm pump) is aspirated from the high concentration
reagent chamber 41 to the diaphragm pumps 45a and
45b using the negative pressure of the negative pressure
source 61. Thereafter, the aspirated concentrated rea-
gent is moved from the diaphragm pumps 45a and 45b
to the target diluting chamber 43 or 44. Similarly, approx-
imately 288 mL of RO water (approximately 12 mL times
24 times) are moved from the RO water chamber 42 to
the target diluting chamber 43 or 44. In this way approx-
imately 300 mL of a liquid mixture (reagent) consisting
of about 288 mL of RO water and about 12 mL of con-
centrated reagent is moved to the diluting chamber 43
or 44. These operations are performed by the controller
49 controlling the operation of the electromagnetic valves
203, 208, and 213 through 216, and operating either elec-
tromagnetic valve 209 or 210 as a flow pass selector.
[0079] In step S4 of FIG. 14, the reagent within the
diluting chamber 43 (44) is supplied to the mixing cham-
ber 46. As shown in FIG. 3, the controller 49 opens the
electromagnetic valve 217 and closes either the electro-
magnetic valve 211 or 212 corresponding to the diluting
chamber 43 or 44 that supplies the liquid. In this way the
reagent is moved to the mixing chamber 46 by the neg-
ative pressure of the negative pressure source 61. The
supplied reagent is then uniformly mixed in the mixing
chamber 46.
[0080] In step S5 of FIG. 14, the reagent starts to move
from the mixing chamber 46 to the supply chamber 47.
As shown in FIG. 3, the controller 49 closes the electro-
magnetic valve 217 and opens the electromagnetic valve
18. In this way the reagent within the mixing chamber 46
flows into the flow pass 305 via the positive pressure of
the positive pressure source 62. In step S6 of FIG. 14,
the conductance sensor 402 measures the conductance
of the reagent flowing into the flow pass 305, and the
temperature sensor 403 measures the temperature of
the reagent.
[0081] In step S7 of FIG, 15 in the present embodiment,
the controller 49 determines whether the measurement
result (conductance) of the conductance sensor 402 is
within the range A1 ("suitable" range; refer to FIG. 5).
[0082] When the measurement result is within the
range A1, the process continues to step S8 and the con-
troller 49 resets the value of variable N, which indicates
the number of "unsuitable" determinations, to zero. The
controller 49 then resets to zero the value of the variable
P, which indicates the number of stoppages of the prep-
aration operation of the reagent preparation unit 4a due
to an "unsuitable" determination or "very unsuitable" de-
termination.
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[0083] In step S9, the controller 49 determines whether
the measurement result (conductance) is within the
range A4 ("caution" range; refer to FIG. 5).
[0084] When the measurement result is outside the
range A4, the controller 49 moves the process to step
S10 and resets to zero the value of the variable M which
indicates the number of "caution" determinations.
[0085] When the measurement result is within the
range A4, however, the controller 49 makes a "caution"
determination regarding the result of the "suitable/unsuit-
able" determination. e Continuing to step S12, the con-
troller 49 increments the value of the "caution" determi-
nation number M by [1]. In step S13, the controller 49
determines whether the value of the number of "caution"
determinations M is greater than [4].
[0086] When the value of M is [4] or less, the process
moves to step S11. When the result of the incrementation
in step S12 is that the value of the "caution" determination
number M becomes [5], the process moves to step S13
and the controller 49 displays on the display /operating
unit 48 a warning message D62 (warning display D6;
refer to FIG. 13) representing the possibility of a future
failure. In step S15, the controller 49 resets the value of
the "caution" determination number M to [0], and the proc-
ess moves to step S11.
[0087] In step S11, the reagent is supplied from the
supply chamber 47. That is, when the measurement re-
sult of the reagent flowing through the flow pass 305 in
step S7 is determined to be within the range A1, the con-
troller 49 closes the electromagnetic valve 221 (refer to
FIG. 3) and opens the electromagnetic valve 219 (refer
to FIG. 3). As shown in FIG. 3, the reagent of the flow
pass 305 is thus supplied to the supply chamber 47. The
measurement by the conductance sensor 402 and the
suitable/unsuitable determination by the controller 49
end when the reagent from the mixing chamber 46 flows
through the flow pass 305 and reaches the electromag-
netic valves 219 and 221. Therefore, when the measure-
ment result (measured reagent conductance) of the con-
ductance sensor 402 is within the range A1, the reagent
is not stopped in the flow pass 305 and is supplied to the
supply chamber 47.
[0088] As shown in FIG. 15, when the supply of reagent
to the supply chamber 47 ends, or when a predetermined
amount of reagent is determined to reside in the supply
chamber 47 in step S2 (refer to FIG. 14), the controller
determines whether an instruction to supply reagent to
the measuring unit 2 has been received in step S16.
When an instruction to supply reagent to the measuring
unit 2 has not been received, the process moves to step
S18. When an instruction to supply reagent to the meas-
uring unit 2 has been received, the reagent in the supply
chamber 47 is moved to the measuring unit 2 in step S17.
[0089] In step S18, the reagent suitable/unsuitable de-
termination results ("suitable determination,
"caution" determination, "unsuitable" determination,
"very unsuitable" determination) are stored in the mem-
ory unit 49f. Note that in step S18 the measurement re-

sults (conductance) of the conductance sensor 402,
measurement results of the temperature sensor 40, re-
agent preparation date/time included in the preparation
history information are also stored in the memory 49f in
addition to the suitable/unsuitable determination results.
[0090] In step S19, the controller 49 determines if there
is a shutdown instruction. When the is no shutdown in-
struction, the process returns to step S2. When there is
a shutdown instruction, the controller 49 performs a pre-
determined shutdown process and the reagent prepara-
tion operation ends.
[0091] In step S15, when the controller 49 determines
that the measurement result is not within the range A1
("suitable" range), the measurement result of the suita-
ble/unsuitable determination is either "unsuitable" or
"very unsuitable".
[0092] When the process moves to step S20, the con-
troller 49 resets the value of the caution determination
frequency M to [0].
[0093] In step S21, the controller 49 discards the rea-
gent for which the measurement result is not within the
range A1 to the waste section 306. That is, the controller
49 closes the electromagnetic valve 219 and opens the
electromagnetic valve 221 to move the reagent from the
flow pass 305 to the waste section 306 via the positive
pressure of the positive pressure source 62, as shown
in FIG. 3. Thus, the reagent with the unsuitable meas-
urement result is not supplied to the supply chamber 47,
but rather is discarded to the waste section 306.
[0094] In step S22 of FIG. 15, the controller 49 deter-
mines whether the measurement result(conductance) of
the conductance sensor 402 corresponds to the range
A3 ("very unsuitable" range; refer to FIG. 5). That is, the
controller 49 determines whether the measurement re-
sult is within the range A3 (refer to FIG. 5). When the
measurement result is not within the range A3, the con-
troller 49 makes a suitable/unsuitable determination that
the measurement result "unsuitable". When the meas-
urement result is within the range A3, the controller 49
makes a suitable/unsuitable determination that the
measurement result is "very unsuitable".
[0095] When the determination result is "unsuitable",
the controller 49 increments the value of the unsuitable
determination frequency N by [1] in step S23. In step
S24, the controller 49 determines whether the value of
the unsuitable determination frequency N is [2] or greater.
[0096] When the value of N is less than [2], the process
moves to step S18 and the controller 49 stores the de-
termination result (preparation history information) in the
memory unit 49f. Therefore, the controller 49 continues
the reagent preparation operation of the reagent prepa-
ration unit 4a until the unsuitable determination frequency
N is [2].
[0097] When a "very unsuitable" determination is made
in step S22, or when the unsuitable determination fre-
quency N becomes [3] (when N is greater than 2), the
process moves to step S25.
[0098] In step S225, the controller 49 stops the oper-
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ation of the reagent preparation unit 4a. In step S26, the
controller 49 resets the unsuitable determination fre-
quency N to [0], and increments the value of the variable
P, which represents the apparatus stoppage frequency,
to [1].
[0099] In step S27, the controller 49 determines wheth-
er the value of the apparatus stoppage frequency P is [1]
or greater. When the apparatus stoppage frequency P is
[1], the process continues to step S28 and the controller
49 displays an error message D31 (error display D3; refer
to FIG. 8) on the display/operating unit 48. The controller
49 also displays an error message D54 (error detail
screen D5; refer to FIG. 10) on the display/operating unit
48.
[0100] In step S29, the controller 49 determines wheth-
er there is recovery instruction via user input. Specifically,
the controller 49 determines whether the OK button D52
has been touched on the error detail screen D5 of FIG.
10. The controller 49 repeats the determination of step
S29 until a recovery instruction is received, and awaits
user operation input.
[0101] As shown in FIG. 15, when a recovery instruc-
tion is received, the process moves to step S30 and the
controller 49 performs the automatic washing operation
as a recovery operation.
[0102] As shown in FIG. 3, in the automatic washing
operation the controller 49 opens the electromagnetic
valves 204 and 205, and discharges the RO water in the
RO water chamber 42 via the positive pressure of the
positive pressure source 62. The controller 49 then clos-
es the electromagnetic valves 204 and 205, opens elec-
tromagnetic valves 206 and 207, and replaces the RO
water from the RO water preparation unit 7 to the RO
water chamber 42. The controller 49 then washes the
diluting chambers 43 and 44, and the mixing chamber
46. That is, the controller 49 discards all the reagent re-
tained in the diluting chambers 43 and 44 and the mixing
chamber 46 while the operation of the apparatus is
stopped and moves the reagent to the waste section 306.
Thereafter, the controller 49 supplies the newly replaced
RO water in the RO water chamber 42to the diluting
chambers 43 and 44 and the mixing chamber 46 to wash
the chambers, and thereafter discards the RO water to
the waste section. Finally, the controller 49 performs the
normal reagent preparation operation (steps S3 through
S5 of FIG. 14), and discards the prepared reagent from
the waste section 306. The automatic washing operation
is thus completed.
[0103] When the automatic washing ends, the process
moves to step S18 of FIG. 15, and the controller 49 stores
the measurement results (preparation history informa-
tion) in the memory unit 49f, and the reagent preparation
operation subsequently continues.
[0104] When the apparatus stoppage frequency P
reaches [2] in step S27 (P is greater than [1]), however,
the process moves to step S31. Note that since the value
of the apparatus stoppage frequency P is reset to [0] in
step S8, for the apparatus stoppage frequency P to reach

[2] after the first apparatus stoppage, the measurement
result is limited three consecutive "unsuitable" determi-
nations or one "very unsuitable" determination without
the measurement result being within the range A1. That
is, when the reagent preparation unit 4a is stopped two
times consecutively without normally preparing reagent,
the process moves to step S31.
[0105] In step S31, the controller 49 displays the error
message D33 (error display D3a; refer to FIG. 11) on the
display/operating unit 48 to warn of an unrecoverable
error. The controller 49 also displays an unrecoverable
error message D55 in the error detail screen D5a (refer
to FIG. 12).
[0106] The controller 49 resets the value of the appa-
ratus stoppage frequency P to [0] in step S32, then stores
the determination result in the memory unit 49f in step
S33 and stops the process. In this case, since the reagent
preparation apparatus 4 is stopped under an error con-
dition, the user has specialist service staff to perform
maintenance.
[0107] In the present embodiment, the controller 49
discards the reagent prepared by the reagent preparation
unit 4a when the measurement result of the conductance
sensor 402 does not meet the condition of being within
the range A1, and continues the reagent preparation op-
eration of the reagent preparation unit 4a until the "un-
suitable" determination frequency N (number of reagent
discards) reaches three times because the measurement
result is not within the range A1, and stops the operation
of the reagent preparation unit 4a when the "unsuitable"
determination frequency N (number of reagent discards)
reaches three times because the measurement result is
not within the range A1. Since the reagent preparation
continues as the reagent is discarded until the "unsuita-
ble" determination frequency reaches three times, tran-
sient failures can be eliminated during the three reagent
preparations. Therefore, reduction in the operating effi-
ciency of the reagent preparation unit 4a is avoided be-
cause the number of times the reagent preparation unit
4a is stopped can be reduced compared to when the
reagent preparation unit 4a is stopped for every "unsuit-
able" determination. On the other hand, since the reagent
preparation unit 4a is stopped after the "unsuitable" de-
termination frequency B reaches three times, the reagent
preparation apparatus 4 can be stopped and failure cor-
rected when a persistent failure occurs. Therefore, it is
possible to prevent an increase in the amount of wasted
reagent caused by continuing reagent preparation when
a persistent failure (apparatus breakdown) occurs. Ac-
cording to the reagent preparation apparatus 4 of the
present embodiment described above, the amount of
wasted reagent is reduced while also avoiding a reduc-
tion in the operational efficiency of the apparatus when
both transient failures and persistent failures occur.
[0108] In this embodiment, the controller 49 is config-
ured to stop the operation of the reagent preparation unit
4a when an "unsuitable" determination is made three
consecutive times as the reagent preparation unit 4a con-
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tinues the reagent preparation operation. According to
this structure, since there is a high possibility of a per-
sistent failure (apparatus breakdown) when the "unsuit-
able" frequency reaches three consecutive times, the re-
agent preparation unit 4a is reliably stopped when a per-
sistent failure occurs while effectively avoiding stopping
the reagent preparation unit 4a when a transient failure
occurs.
[0109] In the present embodiment, the controller 49
reduces the number of determinations that stop the op-
eration of the reagent preparation unit 4a when the meas-
urement result of the conductance sensor 402 is within
the range A3. This construction rapidly stops the reagent
preparation when an anomaly occurs in the reagent qual-
ity, for example, when urgency is required.
[0110] In the present embodiment, when the measure-
ment result of the conductance sensor 402 is within the
range A4 and the number of "caution" determinations M
reaches five times, the controller 49 displays a warning
message D61 (warning display D6; refer to FIG. 13) on
the display/operating unit 48to warn of a high possibility
future breakdown of the reagent preparation unit 4a.
Thus, the user can initial maintenance of the reagent
preparation apparatus 4 before a breakdown. Since the
warning message D61 is not displayed if the measure-
ment result of the conductance sensor 402 is within the
range A4 only one time, displaying the warning message
D61 for a transient failure is largely avoided.
[0111] In the present embodiment, when the "unsuita-
ble" determination frequency N reaches three times, the
controller 49 stops the operation of the reagent prepara-
tion unit 4a and executes an automatic washing operation
for the reagent preparation unit 4a as a recovery opera-
tion based on the user instruction from the OK button
D52 (refer to FIG. 10). According to this construction, a
recovery operation can be readily performed when the
number of "unsuitable" determinations N reaches three
times and the operation of the reagent preparation unit
4a has stopped.
[0112] In the present embodiment, when the operation
of the reagent preparation unit 4a is stopped two con-
secutive times in conjunction with the "unsuitable" deter-
mination ("very unsuitable" determination), the controller
49 displays an error message D33 (refer to FIG. 11) which
warns of the high possibility of breakdown of the reagent
preparation unit 4a, and error message D55 (refer to FIG.
12) on the display/operating unit 48. According to this
construction, the user easily visually confirms the possi-
bility of breakdown of the reagent preparation unit 4a via
the error messages D33 and D55 displayed on the dis-
play/operating unit 48.
[0113] In the present embodiment, the controller 49 is
configured to store the result of the suitable/unsuitable
determination in the memory unit 49f for each reagent
prepared by the reagent preparation unit 4a. According
to this construction, useful information pertaining to per-
forming maintenance operations is obtained because the
user knows the history of reagent preparation apparatus

4 failures by the controller 49 storing the suitable/unsuit-
able determination results.
[0114] In the present embodiment, the reagent prepa-
ration apparatus 4 is provided with a supply chamber 47
for retaining reagent supplied from the reagent prepara-
tion unit 4a to the measuring unit 2; the reagent prepa-
ration unit 4a is provided with a waste section 306 for
discarding a prepared reagent before the prepared rea-
gent is supplied to the supply chamber 47. According to
this construction, the reagent already retained in the sup-
ply chamber 47 is not discarded since the reagent deter-
mined to be "unsuitable" by the controller 49 is discarded
before being delivered to the supply chamber 47. Hence,
the amount of wasted reagent determined to be "unsuit-
able" is reduced compared to when reagent that has been
determined to be "unsuitable by the controller 49 is dis-
carded into the supply chamber 47.
[0115] Note that the embodiment of the present disclo-
sure is an example in all aspects and not to be considered
limiting in any way. The scope of the present invention
is expressed by the scope of the claims and not by the
description of the embodiment, and includes all mean-
ings and equivalences and modifications pertaining
thereunto.
[0116] For example, although a sample processing ap-
paratus for blood analysis is described as an example of
the sample processing apparatus in the above embodi-
ment, the present invention is not limited to this applica-
tion. The present invention also may be applied to urine
analyzers for analyzing urine samples rather than blood
samples. The present invention is applicable insofar as
the sample processing apparatus is capable of preparing
a reagent for use in a sample measurement.
[0117] Although the embodiment is described by way
of example in which a reagent is prepared by diluting a
high concentration liquid reagent using RO water, the
present invention is not limited to this arrangement. The
present invention, for example, also may be configured
to prepare a reagent by dissolving a powder reagent in
a liquid. Rather than diluting a high concentration reagent
with RO water, a reagent to be used for sample process-
ing also may be prepared by mixing and reacting a plu-
rality of reagents.
[0118] Although the above embodiment is described
by way of example in which suitable/unsuitable determi-
nation results are classified into the four types of "suita-
ble" determination, "cautionary" determination, "unsuita-
ble" determination, and "very unsuitable" determination,
the present invention is not limited to this arrangement.
In the present invention, the suitable/unsuitable determi-
nation also may be classified in two types of "suitable"
determination and "unsuitable" determination. That is,
the reagent suitability determination may be based on
whether the reagent meets the condition of range A1.
Moreover, the reagent suitability determination may be
based on three types of "suitable" determination, "unsuit-
able" determination, and "very unsuitable" determination.
The reagent suitability also may be based on five types
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of determination.
[0119] Although the above embodiment is described
by way of example in which the suitable/unsuitable de-
termination is made based on electric conductance as a
reagent property, the present invention is not limited to
this arrangement. In the present invention, the suita-
ble/unsuitable determination is made based on a reagent
property other than electric conductance, for example, a
pH value.
[0120] Although the reagent preparation apparatus is
provided with a supply chamber for retaining reagent (re-
agent determined to be suitable or cautionary) to be de-
livered to the measuring unit in the above embodiment,
the present invention is not limited to this arrangement.
In the present invention, the reagent preparation appa-
ratus need not be provided with a supply chamber inas-
much as a reagent prepared by the reagent preparation
apparatus may be supplied to the measuring unit without
being retained. Further, a reagent supply tank may be
provided separately from the reagent preparation appa-
ratus so as to move a prepared reagent from the reagent
preparation apparatus to the reagent supply tank.
[0121] Although the above embodiment is described
by way of example in which the operation of the reagent
preparation unit is stopped when the "unsuitable" deter-
mination occurs three consecutive times, the present in-
vention is not limited to this arrangement. In the present
invention, the operation of the reagent preparation unit
also may be stopped when the "unsuitable" determina-
tion occurs nonconsecutively a predetermined number
of times (the cumulative number of "unsuitable" determi-
nations reaches a predetermined number). For example,
the operation of the reagent preparation unit may be
stopped when the cumulative number of "unsuitable" de-
terminations reaches a predetermined number (for ex-
ample, three times) during a predetermined number (for
example, ten times) of the reagent preparation opera-
tions after an "unsuitable" determination has occurred
once.
[0122] Although the above embodiment is described
by way of example in which the operation of the reagent
preparation unit is stopped when the "unsuitable" deter-
mination occurs three consecutive times or when a "very
unsuitable" determination occurs one time, the present
invention is not limited to this arrangement. In the present
invention, the number of "unsuitable" determinations re-
quired to stop the operation of the reagent preparation
unit also may be two times, or four or more times. Simi-
larly, the number of "very unsuitable" determinations
needed to stop the operation of the reagent preparation
unit may be two or more times. The number of "unsuita-
ble" determinations required to stop the operation of the
reagent preparation unit also may be two or more times.
In this case, the number of "very unsuitable" determina-
tions may be reduced to fewer than the number of "un-
suitable" determinations.
[0123] Although an unrecoverable failure message is
displayed when the variable P, which represents the

number of stoppages of the preparation operation, be-
comes [2] in the present embodiment, the unrecoverable
error message also may be displayed when the variable
P becomes [1].
[0124] Although in the present embodiment the a "cau-
tion" message is displayed if the variable M, which rep-
resents the number of "caution" determinations, reaches
five, and a "caution" message is displayed each time the
variable M reaches 5 because the variable M is reset to
0 after reaching 5, it is to be noted that the present in-
vention is not limited to this arrangement. A "caution"
message also may be displayed only once by not reset-
ting the variable M to 0 after the variable M has reached
5. In this case, annoying the user can be avoided by
preventing the "caution" message from being displayed
numerous times.
[0125] Although in the above embodiment a persistent
failure is detected when an "unsuitable" determination
that the conductance does not match range A1 occurs a
predetermined number of consecutive times, this detec-
tion need not necessarily use range A1 as the basis of
the "unsuitable" determination. A persistent failure also
may be detected by changing the range of electric con-
ductance used as a basis of each "unsuitable" determi-
nation, for example, determining whether conductance
is within range A1 the first time, and determining whether
the conductance is within a range different from range
A1 the second time.
[0126] Although in the above embodiment whether the
reagent flowing through the flow pass 305 is "suitable"
for sample processing is determined each time reagent
is prepared by the reagent preparation unit, that is, each
time the reagent is started moving from the mixing cham-
ber 46 to the supply chamber 47, the present invention
is not limited to this arrangement. Whether the reagent
flowing through the flow pass 305 is "suitable" for sample
processing also may be determined each time the rea-
gent is moved from the mixing chamber 46 a plurality of
times. In this case, it is preferable that a reagent retaining
chamber is further provided between the mixing chamber
46 and the supply chamber 47 to temporarily retain the
reagent moved from the mixing chamber 46 in the rea-
gent retaining chamber before reaching the supply cham-
ber 47, and to allow discarding of the reagent within the
reagent retaining chamber when there is a possibility that
reagent of uncertain quality has been mixed in the rea-
gent retaining chamber. Hence, reagent unsuitable for
sample analysis can be prevented from being delivered
to the supply chamber 47 even when the quality of the
reagent is determined a plurality of times previously.
[0127] Although the above embodiment is described
by way of example in which the reagent preparation ap-
paratus is provided separately from the measuring unit,
the present invention is not limited to this arrangement
inasmuch as the reagent preparation apparatus also may
be provided within the measuring apparatus to function
as a reagent preparation device. The present invention
is also applicable to measuring devices (apparatus) pro-

25 26 



EP 2 500 731 B1

15

5

10

15

20

25

30

35

40

45

50

55

vided with a reagent preparation device, for example,
cytometers, immunoassay devices, slide preparation ap-
paratuses and the like.
[0128] Although the above embodiment is described
by way of example in which an error display D3 (refer to
FIG. 8) and D3a (refer to FIG. 11), error detail screen D5
(refer to FIG. 10) and D5a (refer to FIG. 12), warning
display D6 (refer to FIG. 13) and the like are displayed
on the display/operating unit, the present invention is not
limited to this arrangement. In the present invention,
these may need not be displayed on the display/operat-
ing unit.
[0129] Although the above embodiment is described
by way of example in which preparation history informa-
tion (i.e., date and time of reagent preparation, reagent
measured temperature, reagent measurement result
(conductance), and suitable/unsuitable determination re-
sult) is stored in a memory unit, the present invention is
not limited to this arrangement. In the present invention,
the preparation history information need not be stored in
a memory unit. Alternatively, only the suitable/unsuitable
determination result may be stored in the memory unit.
Moreover, only the "unsuitable’ determination and "very
unsuitable" determination results may be stored in the
memory unit.
[0130] Although the operation of the controller of the
above embodiment is described using a flow-driven flow
chart of sequential processes along a process flow, the
present invention is not limited to this arrangement. In
the present invention, the operation of the controller may
also be performed by an event-driven process for exe-
cuting processes as individual events. In this case, all
processes may be event-driven or a combination of
event-driven and flow-driven.

WHAT IS CLAIMED IS:

Claims

1. A reagent preparation apparatus, comprising:

a reagent preparation unit (4a) configured to pre-
pare a reagent for processing a sample;
a measuring unit (402) configured to measure a
property of the reagent prepared by the reagent
preparation unit (4a);
a waste section (306) configured to discard the
prepared reagent when a measurement result
by the measuring unit (402) does not meet a
predetermined condition;
a controller (49) configured to control a reagent
preparation operation of the reagent preparation
unit (4a); and
a display unit (48),

characterized in that the controller (49) controls the
display unit (48) to display a message of an error

and the reagent preparation unit (4a) to stop the re-
agent preparation operation when the reagent pre-
pared by the reagent preparation unit is consecu-
tively discarded for a predetermined number of
times,
and in that the controller (49) controls the reagent
preparation unit (4a) to execute an automatic wash-
ing operation of the reagent preparation unit (4a) as
a recovery operation of the error to restart the rea-
gent preparation operation when the controller (49)
receives a manually inputted instruction after stop-
ping the reagent preparation operation of the reagent
preparation unit (4a).

2. The reagent preparation apparatus of claim 1,
wherein
the controller (49) is configured to determine whether
the measurement result by the measuring unit (402)
meets the predetermined condition each time a re-
agent is prepared by the reagent preparation unit
(4a).

3. The reagent preparation apparatus of claim 1 or 2,
wherein
the controller (49) determines that the number of
times of discarding a reagent has reached the pre-
determined plurality of times when a number of times
that the measurement result by the measuring unit
does not meet the predetermined condition has
reached the predetermined plurality of times.

4. The reagent preparation apparatus of any one of
claims 1 to 3, wherein
the controller (49) is configured to stop the reagent
preparation operation of the reagent preparation unit
(4a) even if the number of times of discarding a re-
agent has not reached the predetermined plurality
of times when the measurement result by the meas-
uring unit (402) does not meet the predetermined
condition and the measurement result meets a sec-
ond condition.

5. The reagent preparation apparatus of claim 4,
wherein
the controller (49) is configured to;
determine that the measurement result by the meas-
uring unit (402) does not meet the predetermined
condition when the measurement result is outside a
first numerical range;
determine that the measurement result by the meas-
uring unit (402) meets the second condition when
the measurement result is outside the first numerical
range and a second numerical range that is outside
the first numerical range and when the measurement
result falls within a third numerical range that is dis-
tant from the first numerical range farther than the
second numerical range.
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6. The reagent preparation apparatus of any one of
claims 1 to 5, wherein
the controller (49) is configured to display, on the
display unit (48), information warning of a high pos-
sibility of failure of the reagent preparation unit (4a)
when the reagent preparation operation of the rea-
gent preparation unit (4a) has been consecutively
stopped for a predetermined plurality of times based
on the measurement result by the measuring unit
(402).

7. The reagent preparation apparatus of any one of
claims 1 to 6, wherein
the controller (49) is configured to display, on the
display unit (48), information warning of a high pos-
sibility of future failure of the reagent preparation unit
(4a) when the measurement result by the measuring
unit meets a third condition even if the measurement
result meets the predetermined condition.

8. The reagent preparation apparatus of any one of
claims 1 to 7, further comprising a memory unit (49F),
wherein
the controller (49) is configured to store, in the mem-
ory unit (49F), a determination of whether the meas-
urement result by the measuring unit (402) has met
the predetermined condition for each reagent pre-
pared by the reagent preparation unit (4a).

9. The reagent preparation apparatus of any one of
claims 1 to 8, further comprising
a reagent retaining unit (47) configured to retain the
reagent prepared by the reagent preparation unit
(4a) that is to be supplied for sample processing,
wherein
the waste section (306) is arranged at a position at
which the reagent can be discarded before the rea-
gent prepared by the reagent preparation unit (4a)
is supplied to the reagent retaining unit (47).

10. The reagent preparation apparatus of claim 9, further
comprising
a transfer path (305) through which transfer the re-
agent prepared by the reagent preparation unit (4a)
is transferred to the reagent retaining unit (47),
wherein
the measuring unit (402) is arranged on the transfer
path (305) and measures the property of the reagent
flowing through the transfer path (305).

11. The reagent preparation apparatus of any one of
claims 1 to 10, wherein
the measuring unit (402) is configured to measure
electric conductance as the property of the reagent.

12. The reagent preparation apparatus of any one of
claims 1 to 11, wherein
the reagent preparation unit (4a) is configured to pre-

pare the reagent by mixing a plurality of types of liq-
uids.

13. The reagent preparation apparatus of any one of
claims 1 to 12, wherein the sample is blood; and
the reagent is a diluting liquid for diluting the blood.

Patentansprüche

1. Reagenzienvorbereitungsvorrichtung, umfassend:

eine Reagenzienvorbereitungseinheit (4a), die
zum Vorbereiten eines Reagens zum Verarbei-
ten einer Probe konfiguriert ist;
eine Messeinheit (402), die so konfiguriert ist,
dass sie eine Eigenschaft des Reagens misst,
das durch die Reagenzienvorbereitungseinheit
(4a) vorbereitet wird;
einen Ausschussabschnitt (306), der so konfi-
guriert ist, dass er das vorbereitete Reagens
verwirft, wenn ein Messergebnis durch die
Messeinheit (402) eine vorbestimmte Bedin-
gung nicht erfüllt;
eine Steuerung (49), die zum Steuern eines Re-
agenzienvorbereitungsvorgangs der Reagenzi-
envorbereitungseinheit (4a) konfiguriert ist; und
eine Anzeigeeinheit (48),

dadurch gekennzeichnet, dass die Steuerung (49)
die Anzeigeeinheit (48) zum Anzeigen einer Mel-
dung eines Fehlers und die Reagenzienvorberei-
tungseinheit (4a) zum Stoppen des Reagenzienvor-
bereitungsvorgangs steuert, wenn das durch die Re-
agenzienvorbereitungseinheit vorbereitete Rea-
gens für eine vorbestimmte Anzahl von Malen hin-
tereinander verworfen wird,
und dadurch, dass die Steuerung (49) die Reagen-
zienvorbereitungseinheit (4a) so steuert, dass sie ei-
nen automatischen Waschvorgang der Reagenzien-
vorbereitungseinheit (4a) als Fehlerbehebungsvor-
gang ausführt, um den Reagenzienvorbereitungs-
vorgang neu zu starten, wenn die Steuerung (49)
nach dem Stoppen des Reagenzienvorbereitungs-
vorgangs der Reagenzienvorbereitungseinheit (4a)
eine manuell eingegebene Anweisung empfängt.

2. Reagenzienvorbereitungsvorrichtung nach An-
spruch 1, wobei
die Steuerung (49) so konfiguriert ist, dass sie jedes
Mal, wenn ein Reagens durch die Reagenzienvor-
bereitungseinheit (4a) vorbereitet wird, bestimmt, ob
das Messergebnis durch die Messeinheit (402) die
vorbestimmte Bedingung erfüllt.

3. Reagenzienvorbereitungsvorrichtung nach An-
spruch 1 oder 2, wobei
die Steuerung (49) bestimmt, dass die Anzahl von
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Malen des Verwerfens eines Reagens die vorbe-
stimmte Vielzahl von Malen erreicht hat, wenn eine
Anzahl von Malen, die das Messergebnis durch die
Messeinheit die vorbestimmte Bedingung nicht er-
füllt, die vorbestimmte Vielzahl von Malen erreicht
hat.

4. Reagenzienvorbereitungsvorrichtung nach einem
der Ansprüche 1 bis 3, wobei
die Steuerung (49), so konfiguriert ist, dass sie den
Reagenzienvorbereitungsvorgang der Reagenzien-
vorbereitungseinheit (4a) stoppt, wenn das Messer-
gebnis durch die Messeinheit (402) die vorbestimm-
te Bedingung nicht erfüllt und das Messergebnis eine
zweite Bedingung erfüllt, selbst wenn die Anzahl von
Malen des Verwerfens eines Reagens die vorbe-
stimmte Vielzahl von Malen nicht erreicht hat.

5. Reagenzienvorbereitungsvorrichtung nach An-
spruch 4, wobei die Steuerung (49) konfiguriert ist
zum:

Bestimmen, dass das Messergebnis durch die
Messeinheit (402) die vorbestimmte Bedingung
nicht erfüllt, wenn das Messergebnis außerhalb
eines ersten numerischen Bereichs liegt;
Bestimmen, dass das Messergebnis durch die
Messeinheit (402) die zweite Bedingung erfüllt,
wenn das Messergebnis außerhalb des ersten
numerischen Bereichs und eines zweiten nume-
rischen Bereichs liegt, der außerhalb des ersten
numerischen Bereichs liegt, und wenn das Mes-
sergebnis in einen dritten numerischen Bereich
fällt, der vom ersten numerischen Bereich weiter
entfernt ist als der zweite numerische Bereich.

6. Reagenzienvorbereitungsvorrichtung nach einem
der Ansprüche 1 bis 5, wobei
die Steuerung (49) so konfiguriert ist, dass sie auf
der Anzeigeeinheit (48) Informationen anzeigt, die
vor einer hohen Wahrscheinlichkeit einer Fehlfunk-
tion der Reagenzienvorbereitungseinheit (4a) war-
nen, wenn der Reagenzienvorbereitungsvorgang
der Reagenzienvorbereitungseinheit (4a) basierend
auf dem Messergebnis durch die Messeinheit (402)
für eine vorbestimmte Vielzahl von Malen hinterein-
ander gestoppt wurde.

7. Reagenzienvorbereitungsvorrichtung nach einem
der Ansprüche 1 bis 6, wobei
die Steuerung (49) so konfiguriert ist, dass sie auf
der Anzeigeeinheit (48) Informationen anzeigt, die
vor einer hohen Wahrscheinlichkeit einer zukünfti-
gen Fehlfunktion der Reagenzienvorbereitungsein-
heit (4a) warnen, wenn das Messergebnis durch die
Messeinheit eine dritte Bedingung erfüllt, selbst
wenn das Messergebnis die vorbestimmte Bedin-
gung erfüllt.

8. Reagenzienvorbereitungsvorrichtung nach einem
der Ansprüche 1 bis 7, weiter umfassend eine Spei-
chereinheit (49F), wobei
die Steuerung (49) so konfiguriert ist, dass sie eine
Bestimmung dessen, ob das Messergebnis durch
die Messeinheit (402) die vorbestimmte Bedingung
erfüllt hat, für jedes Reagens, das durch die Rea-
genzienvorbereitungseinheit (4a) vorbereitet wird, in
der Speichereinheit (49F) speichert.

9. Reagenzienvorbereitungsvorrichtung nach einem
der Ansprüche 1 bis 8, weiter umfassend
eine Reagenzienaufbewahrungseinheit (47), die so
konfiguriert ist, dass sie das durch die Reagenzien-
vorbereitungseinheit (4a) vorbereitete und der Pro-
benverarbeitung zuzuführende Reagens aufbe-
wahrt, wobei
der Ausschussabschnitt (306) in einer Position an-
geordnet ist, in welcher das Reagens verworfen wer-
den kann, bevor das durch die Reagenzienvorberei-
tungseinheit (4a) vorbereitete Reagens der Reagen-
zienaufbewahrungseinheit (47) zugeführt wird.

10. Reagenzienvorbereitungsvorrichtung nach An-
spruch 9, weiter umfassend
einen Übertragungspfad (305), durch welche Über-
tragung das durch die Reagenzienvorbereitungsein-
heit (4a) vorbereitete Reagens zur Reagenzienauf-
bewahrungseinheit (47) übertragen wird, wobei
die Messeinheit (402) auf dem Übertragungspfad
(305) angeordnet ist und die Eigenschaft des Rea-
gens misst, das durch den Übertragungspfad (305)
strömt.

11. Reagenzienvorbereitungsvorrichtung nach einem
der Ansprüche 1 bis 10, wobei
die Messeinheit (402) zum Messen des elektrischen
Leitwerts als die Eigenschaft des Reagens konfigu-
riert ist.

12. Reagenzienvorbereitungsvorrichtung nach einem
der Ansprüche 1 bis 11, wobei
die Reagenzienvorbereitungseinheit (4a) zum Vor-
bereiten des Reagens durch Mischen einer Vielzahl
von Typen von Flüssigkeiten konfiguriert ist.

13. Reagenzienvorbereitungsvorrichtung nach einem
der Ansprüche 1 bis 12, wobei die Probe Blut ist; und
das Reagens eine Verdünnungsflüssigkeit zum Ver-
dünnen des Blutes ist.

Revendications

1. Appareil de préparation de réactif, comprenant :

une unité de préparation de réactif (4a) configu-
rée pour préparer un réactif pour traitement d’un
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échantillon ;
une unité de mesure (402) configurée pour me-
surer une propriété du réactif préparé par l’unité
de préparation de réactif (4a) ;
une section de rejet (306) configurée pour écar-
ter le réactif préparé lorsqu’un résultat de me-
sure par l’unité de mesure (402) ne satisfait pas
à une condition prédéterminée ;
un dispositif de commande (49) configuré pour
commander une opération de préparation de
réactif de l’unité de préparation de réactif (4a) ;
et
une unité d’affichage (48),

caractérisé en ce que le dispositif de commande
(49) commande l’unité d’affichage (48) pour afficher
un message d’une erreur et l’unité de préparation de
réactif (4a) pour arrêter l’opération de préparation
de réactif lorsque le réactif préparé par l’unité de
préparation de réactif est écarté consécutivement
pour un nombre de fois prédéterminé,
et en ce que le dispositif de commande (49) com-
mande l’unité de préparation de réactif (4a) pour exé-
cuter une opération de lavage automatique de l’unité
de préparation de réactif (4a) comme une opération
de récupération de l’erreur pour redémarrer l’opéra-
tion de préparation de réactif lorsque le dispositif de
commande (49) reçoit une instruction saisie manuel-
lement après avoir arrêté l’opération de préparation
de réactif de l’unité de préparation de réactif (4a).

2. Appareil de préparation de réactif selon la revendi-
cation 1, dans lequel
le dispositif de commande (49) est configuré pour
déterminer si le résultat de mesure par l’unité de me-
sure (402) satisfait à la condition prédéterminée cha-
que fois qu’un réactif est préparé par l’unité de pré-
paration de réactif (4a).

3. Appareil de préparation de réactif selon la revendi-
cation 1 ou 2, dans lequel
le dispositif de commande (49) détermine que le
nombre de fois où un réactif est écarté a atteint la
pluralité de fois prédéterminée lorsqu’un nombre de
fois que le résultat de mesure par l’unité de mesure
ne satisfait pas à la condition prédéterminée a atteint
la pluralité de fois prédéterminée.

4. Appareil de préparation de réactif selon l’une quel-
conque des revendications 1 à 3, dans lequel
le dispositif de commande (49) est configuré pour
arrêter l’opération de préparation de réactif de l’unité
de préparation de réactif (4a) même si le nombre de
fois où un réactif est écarté n’a pas atteint la pluralité
de fois prédéterminée lorsque le résultat de mesure
par l’unité de mesure (402) ne satisfait pas à la con-
dition prédéterminée et que le résultat de mesure
satisfait à une deuxième condition.

5. Appareil de préparation de réactif selon la revendi-
cation 4, dans lequel le dispositif de commande (49)
est configuré pour ;
déterminer que le résultat de mesure par l’unité de
mesure (402) ne satisfait pas à la condition prédé-
terminée lorsque le résultat de mesure est en dehors
d’une première plage numérique ;
déterminer que le résultat de mesure par l’unité de
mesure (402) satisfait à la deuxième condition lors-
que le résultat de mesure est en dehors de la pre-
mière plage numérique et d’une deuxième plage nu-
mérique qui est en dehors de la première plage nu-
mérique et lorsque le résultat de mesure tombe à
l’intérieur d’une troisième plage numérique qui est
plus éloignée de la première plage numérique que
la deuxième plage numérique.

6. Appareil de préparation de réactif selon l’une quel-
conque des revendications 1 à 5, dans lequel
le dispositif de commande (49) est configuré pour
afficher, sur l’unité d’affichage (48), des informations
avertissant d’une possibilité élevée de défaillance
de l’unité de préparation de réactif (4a) lorsque l’opé-
ration de préparation de réactif de l’unité de prépa-
ration de réactif (4a) a été arrêtée consécutivement
pour une pluralité de fois prédéterminée sur la base
du résultat de mesure par l’unité de mesure (402).

7. Appareil de préparation de réactif selon l’une quel-
conque des revendications 1 à 6, dans lequel
le dispositif de commande (49) est configuré pour
afficher, sur l’unité d’affichage (48), des informations
avertissant d’une possibilité élevée de défaillance
future de l’unité de préparation de réactif (4a) lorsque
le résultat de mesure par l’unité de mesure satisfait
à une troisième condition même si le résultat de me-
sure satisfait à la condition prédéterminée.

8. Appareil de préparation de réactif selon l’une quel-
conque des revendications 1 à 7, comprenant en
outre une unité mémoire (49F), dans lequel
le dispositif de commande (49) est configuré pour
stocker, dans l’unité mémoire (49F), une détermina-
tion pour savoir si le résultat de mesure par l’unité
de mesure (402) a satisfait à la condition prédéter-
minée pour chaque réactif préparé par l’unité de pré-
paration de réactif (4a).

9. Appareil de préparation de réactif selon l’une quel-
conque des revendications 1 à 8, comprenant en
outre
une unité de rétention de réactif (47) configurée pour
retenir le réactif préparé par l’unité de préparation
de réactif (4a) à fournir pour un traitement d’échan-
tillons, dans lequel
la section de rejet (306) est agencée à une position
au niveau de laquelle le réactif peut être écarté avant
que le réactif préparé par l’unité de préparation de
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réactif (4a) soit fourni à l’unité de rétention de réactif
(47).

10. Appareil de préparation de réactif selon la revendi-
cation 9, comprenant en outre
une voie de transfert (305) à travers lequel transfert
le réactif préparé par l’unité de préparation de réactif
(4a) est transféré vers l’unité de rétention de réactif
(47), dans lequel
l’unité de mesure (402) est agencée sur la voie de
transfert (305) et mesure la propriété du réactif cir-
culant à travers la voie de transfert (305).

11. Appareil de préparation de réactif selon l’une quel-
conque des revendications 1 à 10, dans lequel
l’unité de mesure (402) est configurée pour mesurer
une conductance électrique comme la propriété du
réactif.

12. Appareil de préparation de réactif selon l’une quel-
conque des revendications 1 à 11, dans lequel
l’unité de préparation de réactif (4a) est configurée
pour préparer le réactif en mélangeant une pluralité
de types de liquides.

13. Appareil de préparation de réactif selon l’une quel-
conque des revendications 1 à 12, dans lequel
l’échantillon est du sang ; et
le réactif est un liquide de dilution pour diluer le sang.
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