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(54) MOTOR ASSEMBLY FOR CATHETER PUMP

(57) A catheter pump is disclosed herein. The cath-
eter pump can include a catheter assembly that compris-
es a drive shaft and an impeller coupled to a distal end
of the drive shaft. A driven assembly can be coupled to
a proximal end of the drive shaft within a driven assembly
housing. The catheter pump can also include a drive sys-
tem that comprises a motor and a drive magnet coupled

to an output shaft of the motor. The drive system can
include a drive assembly housing having at least one
magnet therein. Further, a securement device can be
configured to prevent disengagement of the driven as-
sembly housing from the drive assembly housing during
operation of the pump.
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Description

INCORPORATION BY REFERENCE TO ANY PRIORI-
TY APPLICATIONS

[0001] Any and all applications for which a foreign or
domestic priority claim is identified in the Application Data
Sheet as filed with the present application, including U.S.
Application No. 61/667,869, entitled "CATHETER
PUMP," are hereby incorporated by reference under 37
CFR 1.57.

BACKGROUND OF THE INVENTION

Field of the Invention

[0002] This application is directed to catheter pumps
for mechanical circulatory support of a heart.

Description of the Related Art

[0003] Heart disease is a major health problem that
has high mortality rate. Physicians increasingly use me-
chanical circulatory support systems for treating heart
failure. The treatment of acute heart failure requires a
device that can provide support to the patient quickly.
Physicians desire treatment options that can be deployed
quickly and minimally-invasively.
[0004] Intra-aortic balloon pumps (IABP) are currently
the most common type of circulatory support devices for
treating acute heart failure. IABPs are commonly used
to treat heart failure, such as to stabilize a patient after
cardiogenic shock, during treatment of acute myocardial
infarction (MI) or decompensated heart failure, or to sup-
port a patient during high risk percutaneous coronary in-
tervention (PCI). Circulatory support systems may be
used alone or with pharmacological treatment.
[0005] In a conventional approach, an IABP is posi-
tioned in the aorta and actuated in a counterpulsation
fashion to provide partial support to the circulatory sys-
tem. More recently minimally-invasive rotary blood pump
have been developed in an attempt to increase the level
of potential support (i.e., higher flow). A rotary blood
pump is typically inserted into the body and connected
to the cardiovascular system, for example, to the left ven-
tricle and the ascending aorta to assist the pumping func-
tion of the heart. Other know applications pumping ve-
nous blood from the right ventricle to the pulmonary artery
for support of the right side of the heart. An aim of acute
circulatory support devices is to reduce the load on the
heart muscle for a period of time, to stabilize the patient
prior to heart transplant or for continuing support.
[0006] There is a need for improved mechanical circu-
latory support devices for treating acute heart failure.
Fixed cross-section ventricular assist devices designed
to provide near full heart flow rate are either too large to
be advanced percutaneously (e.g., through the femoral
artery without a cutdown) or provide insufficient flow.

[0007] There is a need for a pump with improved per-
formance and clinical outcomes. There is a need for a
pump that can provide elevated flow rates with reduced
risk of hemolysis and thrombosis. There is a need for a
pump that can be inserted minimally-invasively and pro-
vide sufficient flow rates for various indications while re-
ducing the risk of major adverse events. In one aspect,
there is a need for a heart pump that can be placed min-
imally-invasively, for example, through a 15FR or 12FR
incision. In one aspect, there is a need for a heart pump
that can provide an average flow rate of 4 Lpm or more
during operation, for example, at 62 mmHg of head pres-
sure. While the flow rate of a rotary pump can be in-
creased by rotating the impeller faster, higher rotational
speeds are known to increase the risk of hemolysis,
which can lead to adverse outcomes and in some cases
death. Accordingly, in one aspect, there is a need for a
pump that can provide sufficient flow at significantly re-
duced rotational speeds. These and other problems are
overcome by the inventions described herein.
[0008] Further, there is a need for a motor configured
to drive an operative device, e.g., a impeller, at a distal
portion of the pump. It can be important for the motor to
be configured to allow for percutaneous insertion of the
pump’s operative device.

SUMMARY OF THE INVENTION

[0009] There is an urgent need for a pumping device
that can be inserted percutaneously and also provide full
cardiac rate flows of the left, right, or both the left and
right sides of the heart when called for.
[0010] In one embodiment, a catheter pump is dis-
closed. The catheter pump can include a catheter as-
sembly. The catheter assembly can include a drive shaft
having a proximal end and a distal end. An impeller may
be coupled with the distal end of the drive shaft. A driven
magnet assembly may be coupled with the proximal end
of the drive shaft. The driven magnet assembly can in-
clude a driven magnet housing having a driven magnet.
The catheter pump can further include a drive system.
The drive system can include a motor having an output
shaft. The drive system can also include a drive magnet
assembly coupled with the output shaft. The drive mag-
net assembly can include a drive magnet housing with a
drive magnet disposed therein. A securement device can
be configured to secure the driven magnet housing into
engagement with the drive magnet housing during oper-
ation of the pump.
[0011] In another embodiment, a catheter pump is dis-
closed. The catheter pump can include a catheter as-
sembly. The catheter assembly can comprise a drive
shaft having a proximal end and a distal end. An impeller
can be coupled with the distal end of the drive shaft. A
rotatable magnet can be coupled with the proximal end.
The rotatable magnet can be disposed in a driven magnet
housing. Furthermore, the catheter pump can include a
drive system comprising a plurality of motor windings
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configured to induce rotation of the rotatable magnet
when the driven magnet housing is engaged with the
drive system. A locking device can be configured to be
engaged by insertion of the driven magnet housing into
an opening of the drive system.
[0012] In yet another embodiment, a method is dis-
closed. The method can include inserting a proximal por-
tion of a catheter assembly containing a magnet into a
recess of a drive unit. The method can further include
engaging a locking device to secure the proximal portion
of the catheter assembly to the drive unit.
[0013] In another embodiment, a catheter assembly is
disclosed. The catheter assembly can include a catheter
body having a proximal portion and a distal portion. An
operative device can be coupled to the distal portion of
the catheter body. A tip member can be coupled to a
distal portion of the operative device. The tip member
can have a lumen comprising a first section and a second
section connected to the first section. An inner diameter
of the first section can be larger than an inner diameter
of the second section.
[0014] In one embodiment, a catheter pump is provid-
ed that includes a catheter assembly and a drive system,
and a securement device. The catheter assembly in-
cludes a drive shaft, an impeller, and a driven assembly.
The drive shaft has a proximal end and a distal end. The
impeller is coupled with the distal end of the drive shaft.
The driven assembly may be coupled with the proximal
end of the drive shaft, the driven assembly is disposed
in a driven housing. The drive system includes a motor
having an output shaft and a drive assembly coupled with
the output shaft. The drive assembly includes a drive
housing with at least one magnet disposed therein. The
securement device is configured to prevent disengage-
ment of the driven housing from the drive housing during
operation of the pump.
[0015] In one embodiment, a catheter pump is provid-
ed that includes a catheter assembly and a drive system,
and a damper. The catheter assembly includes a drive
shaft, an impeller, and a driven member. The drive shaft
has a proximal end and a distal end. The impeller is cou-
pled with the distal end of the drive shaft. The driven
member is coupled with the proximal end of the drive
shaft. The drive system includes a motor having an output
shaft and a drive member coupled with the output shaft.
[0016] In one variant, the catheter pump can have a
damper disposed between the drive and driven member.
The damper can be configured to isolate the drive mem-
ber or the motor from vibration in the catheter assembly.
The damper can be configured to suppress noise at or
around the connection between the drive and drive mem-
bers.
[0017] Preferably, the damper is disposed radially
around the output shaft, e.g., completely surrounding the
output shaft. The damper can be disposed between sep-
arable housings of the catheter assembly and drive sys-
tem, e.g., abutting a distal face of a drive system housing
and a proximal face of a driven member housing disposed

on the proximal end of the catheter assembly.
[0018] This embodiment can be augmented in some
embodiments with a disconnectable coupling between
the drive and driven members. For example, a secure-
ment device can be configured to permit selective disen-
gagement of these components from each other. The
securement device can be configured to prevent disen-
gagement of the driven housing from the drive housing
during operation of the pump.
[0019] Connection of the drive and driven members
can be by the mutual attraction of opposing poles of per-
manent magnets disposed therein. Alternatively, the driv-
en member can be positioned to be acted upon magnetic
fields generated in the winding e.g., using commutation
in the windings. In another embodiment, the drive and
driven members are coupled using direct mechanical
drive, such as with gears, splines or other abutting sur-
faces.
[0020] In another embodiment, a catheter pump is pro-
vided that has a catheter assembly, a drive system, and
a locking device. The catheter assembly has a drive shaft
that has a proximal end and a distal end. An impeller is
coupled with the distal end of the drive shaft. A rotatable
magnet is coupled with the proximal end of the drive shaft.
The rotatable magnet is disposed in a driven magnet
housing. The drive system has a plurality of motor wind-
ings configured to induce rotation of the rotatable magnet
after the driven magnet housing is engaged with the drive
system. The locking device is configured to be engaged
by insertion of the driven magnet housing into a portion
or recess of the drive system.
[0021] Rotation can be induced in the rotatable magnet
by the mutual attraction of opposing poles of permanent
magnets. The rotatable magnet can be an assembly hav-
ing one or a first plurality of permanent magnets and one
or a second plurality of permanent magnets can be
mounted on a shaft of the motor having the motor wind-
ings. Pairing of opposite poles of two magnets or of the
magnets of the first and second pluralities of permanent
magnets can induce rotation that can be transferred to
the drive shaft. Alternatively, the rotatable magnet can
be positioned to be acted upon magnetic fields generated
in the winding, e.g., using commutation in the windings.
[0022] In another embodiment, a method is provided.
A proximal portion of a catheter assembly containing a
magnet is inserted into a recess of a drive unit. A locking
device is engaged to secure the proximal portion of the
catheter assembly to a distal portion of the drive unit.

BRIEF DESCRIPTION OF THE DRAWINGS

[0023] A more complete appreciation of the subject
matter of this application and the various advantages
thereof can be realized by reference to the following de-
tailed description, in which reference is made to the ac-
companying drawings in which:

Figure 1 illustrates one embodiment of a catheter
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pump configured for percutaneous application and
operation;
Figure 2 is a plan view of one embodiment of a cath-
eter adapted to be used with the catheter pump of
Figure 1;
Figure 3 show a distal portion of the catheter system
similar to that of Figure 2 in position within the anat-
omy;
Figure 4 is a schematic view of a catheter assembly
and a drive assembly;
Figure 4A is an enlarged view of a priming apparatus
shown in Figure 4;
Figure 5 is a three dimensional (3D) perspective view
of a motor assembly as the drive assembly is being
coupled to a driven assembly;
Figure 6 is a 3D perspective view of the motor as-
sembly once the drive assembly has been coupled
and secured to the driven assembly;
Figure 7 is a 3D perspective view of the motor as-
sembly of Figure 6, wherein various components
have been removed for ease of illustration;
Figure 8 is a plan view of the motor assembly that
illustrates a motor, a drive magnet and a driven mag-
net;
Figure 9 is a 3D perspective view of a first secure-
ment device configured to secure the drive assembly
to the driven assembly;
Figures 10A-10C are 3D perspective views of a sec-
ond securement device configured to secure the
drive assembly to the driven assembly;
Figure 11 illustrates a side schematic view of a motor
assembly according to another embodiment;
Figures 12A-12B illustrates side schematic views of
a motor assembly according to yet another embod-
iment;
Figure 13 is a side view of a distal tip member dis-
posed at a distal end of the catheter assembly, ac-
cording to one embodiment;
Figure 14 is a side cross-sectional view of a distal
tip member disposed at a distal end of the catheter
assembly, according to another embodiment.

[0024] More detailed descriptions of various embodi-
ments of components for heart pumps useful to treat pa-
tients experiencing cardiac stress, including acute heart
failure, are set forth below.Detailed Description
[0025] This application is directed to apparatuses for
inducing motion of a fluid relative to the apparatus. For
example, an operative device, such as an impeller, can
be coupled at a distal portion of the apparatus. In partic-
ular, the disclosed embodiments generally relate to var-
ious configurations for a motor adapted to drive an im-
peller at a distal end of a catheter pump, e.g., a percuta-
neous heart pump. The disclosed motor assembly may
be disposed outside the patient in some embodiments.
In other embodiments, the disclosed motor assembly can
be miniaturized and sized to be inserted within the body.
Figures 1-3 show aspects of a catheter pump 10 that can

provide high performance flow rates. The pump 10 in-
cludes a motor driven by a controller 22. The controller
22 directs the operation of the motor 14 and an infusion
system 26 that supplies a flow of infusate in the pump
10. A catheter system 80 that can be coupled with the
motor 14 houses an impeller within a distal portion there-
of. In various embodiments, the impeller is rotated re-
motely by the motor 14 when the pump 10 is operating.
For example, the motor 14 can be disposed outside the
patient. In some embodiments, the motor 14 is separate
from the controller 22, e.g., to be placed closer to the
patient. In other embodiments, the motor 14 is part of the
controller 22. In still other embodiments, the motor is min-
iaturized to be insertable into the patient. Such embodi-
ments allow the drive shaft to be much shorter, e.g., short-
er than the distance from the aortic valve to the aortic
arch (about 5 cm or less). Some examples of miniaturized
motors catheter pumps and related components and
methods are discussed in US 5,964,694; US6,007,478;
US6,178,922; and US 6,176,848, all of which are hereby
incorporated by reference herein in their entirety for all
purposes. Various embodiments of a motor are disclosed
herein, including embodiments having separate drive
and driven assemblies to enable the use of a guidewire
guide passing through the catheter pump. As explained
herein, a guidewire guide can facilitate passing a
guidewire through the catheter pump for percutaneous
delivery of the pump’s operative device to a patient’s
heart.
[0026] Figure 3 illustrates one use of the catheter pump
10. A distal portion of the pump 10, which can include an
impeller assembly 92, is placed in the left ventricle LV of
the heart to pump blood from the LV into the aorta. The
pump 10 can be used in this way to treat patients with a
wide range of conditions, including cardiogenic shock,
myocardial infarction, and other cardiac conditions, and
also to support a patient during a procedure such as per-
cutaneous coronary intervention. One convenient man-
ner of placement of the distal portion of the pump 10 in
the heart is by percutaneous access and delivery using
the Seldinger technique or other methods familiar to car-
diologists. These approaches enable the pump 10 to be
used in emergency medicine, a catheter lab and in other
non-surgical settings. Modifications can also enable the
pump 10 to support the right side of the heart. Example
modifications that could be used for right side support
include providing delivery features and/or shaping a dis-
tal portion that is to be placed through at least one heart
valve from the venous side, such as is discussed in US
6,544,216; US 7,070,555; and US 2012-0203056A1, all
of which are hereby incorporated by reference herein in
their entirety for all purposes.
[0027] Figure 2 shows features that facilitate small
blood vessel percutaneous delivery and high perform-
ance, including up to and in some cases exceeding nor-
mal cardiac output in all phases of the cardiac cycle. In
particular, the catheter system 80 includes a catheter
body 84 and a sheath assembly 88. The impeller assem-

5 6 



EP 3 815 735 A1

5

5

10

15

20

25

30

35

40

45

50

55

bly 92 is coupled with the distal end of the catheter body
84. The impeller assembly 92 is expandable and collaps-
ible. In the collapsed state, the distal end of the catheter
system 80 can be advanced to the heart, for example,
through an artery. In the expanded state the impeller as-
sembly 92 is able to pump blood at high flow rates. Fig-
ures 2 and 3 illustrate the expanded state. The collapsed
state can be provided by advancing a distal end 94 of an
elongate body 96 distally over the impeller assembly 92
to cause the impeller assembly 92 to collapse. This pro-
vides an outer profile throughout the catheter assembly
80 that is of small diameter, for example, to a catheter
size of about 12.5 FR in various arrangements.
[0028] In some embodiments, the impeller assembly
92 includes a self-expanding material that facilitates ex-
pansion. The catheter body 84 on the other hand prefer-
ably is a polymeric body that has high flexibility. When
the impeller assembly 92 is collapsed, as discussed
above, high forces are applied to the impeller assembly
92. These forces are concentrated at a connection zone,
where the impeller assembly 92 and the catheter body
84 are coupled together. These high forces, if not care-
fully managed can result in damage to the catheter as-
sembly 80 and in some cases render the impeller within
the impeller assembly 92 inoperable. Robust mechanical
interface, are provided to assure high performance.
[0029] The mechanical components rotatably support-
ing the impeller within the impeller assembly 92 permit
high rotational speeds while controlling heat and particle
generation that can come with high speeds. The infusion
system 26 delivers a cooling and lubricating solution to
the distal portion of the catheter system 80 for these pur-
poses. However, the space for delivery of this fluid is
extremely limited. Some of the space is also used for
return of the infusate. Providing secure connection and
reliable routing of infusate into and out of the catheter
assembly 80 is critical and challenging in view of the small
profile of the catheter body 84.
[0030] When activated, the catheter pump system can
effectively increase the flow of blood out of the heart and
through the patient’s vascular system. In various embod-
iments disclosed herein, the pump can be configured to
produce a maximum flow rate (e.g. low mm Hg) of greater
than 4 Lpm, greater than 4.5 Lpm, greater than 5 Lpm,
greater than 5.5 Lpm, greater than 6 Lpm, greater than
6.5 Lpm, greater than 7 Lpm, greater than 7.5 Lpm, great-
er than 8 Lpm, greater than 9 Lpm, or greater than 10
Lpm. In various embodiments, the pump can be config-
ured to produce an average flow rate at 62 mmHg of
greater than 2 Lpm, greater than 2.5 Lpm, greater than
3 Lpm, greater than 3.5 Lpm, greater than 4 Lpm, greater
than 4.25 Lpm, greater than 4.5 Lpm, greater than 5 Lpm,
greater than 5.5 Lpm, or greater than 6 Lpm.
[0031] Various aspects of the pump and associated
components are similar to those disclosed in U.S. Patent
Nos. 7,393,181; 8,376,707; 7,841,976; 7,022,100; and
7,998,054, and in U.S. Pub. Nos. 2011/0004046;
2012/0178986; 2012/0172655; 2012/0178985; and

2012/0004495, the entire contents of each of which are
incorporated herein for all purposes by reference. In ad-
dition, this application incorporates by reference in its
entirety and for all purposes the subject matter disclosed
in each of the following concurrently filed applications:
Application No. 13/802,556, which corresponds to attor-
ney docket no. THOR.072A, entitled "DISTAL BEARING
SUPPORT," filed on March 13, 2013; Application No.
61/780,656, which corresponds to attorney docket no.
THOR.084PR2, entitled "FLUID HANDLING SYSTEM,"
filed on March 13, 2013; Application No. 13/801,833,
which corresponds to attorney docket no. THOR.089A,
entitled "SHEATH SYSTEM FOR CATHETER PUMP,"
filed on March 13, 2013; Application No. 13/802,570,
which corresponds to attorney docket no. THOR.090A,
entitled "IMPELLER FOR CATHETER PUMP," filed on
March 13, 2013; and Application No. 13/801,528, which
corresponds to attorney docket no. THOR.092A, entitled
"CATHETER PUMP," filed on March 13, 2013.
[0032] Another example of a catheter assembly 100A
is illustrated in Figure 4. Embodiments of the catheter
pump of this application can be configured with a motor
that is capable of coupling to (and in some arrangements
optionally decoupling from) the catheter assembly 100A.
This arrangement provides a number of advantages over
a non-disconnectable housing. For example, access can
be provided to a proximal end of the catheter assembly
100A prior to or during use. In one configuration, a cath-
eter pump is delivered over a guidewire. The guidewire
may be conveniently extended through the entire length
of the catheter assembly 100A and out of a proximal por-
tion thereof that is completely enclosed in a coupled con-
figuration. For this approach, connection of the proximal
portion of the catheter assembly 100A to a motor housing
can be completed after a guidewire has been used to
guide the operative device of the catheter pump to a de-
sired location within the patient, e.g., to a chamber of the
patient’s heart. In one embodiment, the connection be-
tween the motor housing and the catheter assembly is
configured to be permanent, such that the catheter as-
sembly, the motor housing and the motor are disposable
components. However, in other implementations, the
coupling between the motor housing and the catheter
assembly is disengageable, such that the motor and mo-
tor housing can be decoupled from the catheter assembly
after use. In such embodiments, the catheter assembly
distal of the motor can be disposable, and the motor and
motor housing can be re-usable.
[0033] Moving from the distal end of the catheter as-
sembly 100A of Figure 4 to the proximal end, a priming
apparatus 1400 can be disposed over an impeller as-
sembly 116A. As explained above, the impeller assembly
116A can include an expandable cannula or housing and
an impeller with one or more blades. As the impeller ro-
tates, blood can be pumped proximally (or distally in
some implementations) to function as a cardiac assist
device.
[0034] Figure 4 also shows one example of a priming
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apparatus 1400 disposed over the impeller assembly
116A near the distal end 170A of the elongate body 174A.
Figure 4A is an enlarged view of the priming apparatus
1400 shown in Figure 4. The priming apparatus 1400 can
be used in connection with a procedure to expel air from
the impeller assembly 116A, e.g., any air that is trapped
within the housing or that remains within the elongate
body 174A near the distal end 170A. For example, the
priming procedure may be performed before the pump
is inserted into the patient’s vascular system, so that air
bubbles are not allowed to enter and/or injure the patient.
The priming apparatus 1400 can include a primer hous-
ing 1401 configured to be disposed around both the elon-
gate body 174A and the impeller assembly 116A. A seal-
ing cap 1406 can be applied to the proximal end 1402 of
the primer housing 1401 to substantially seal the priming
apparatus 1400 for priming, i.e., so that air does not prox-
imally enter the elongate body 174A and also so that
priming fluid does not flow out of the proximal end of the
housing 1401. The sealing cap 1406 can couple to the
primer housing 1401 in any way known to a skilled arti-
san. However, in some embodiments, the sealing cap
1406 is threaded onto the primer housing by way of a
threaded connector 1405 located at the proximal end
1402 of the primer housing 1401. The sealing cap 1406
can include a sealing recess disposed at the distal end
of the sealing cap 1406. The sealing recess can be con-
figured to allow the elongate body 174A to pass through
the sealing cap 1406.
[0035] The priming operation can proceed by introduc-
ing fluid into the sealed priming apparatus 1400 to expel
air from the impeller assembly 116A and the elongate
body 174A. Fluid can be introduced into the priming ap-
paratus 1400 in a variety of ways. For example, fluid can
be introduced distally through the elongate body 174A
into the priming apparatus 1400. In other embodiments,
an inlet, such as a luer, can optionally be formed on a
side of the primer housing 1401 to allow for introduction
of fluid into the priming apparatus 1400.
[0036] A gas permeable membrane can be disposed
on a distal end 1404 of the primer housing 1401. The gas
permeable membrane can permit air to escape from the
primer housing 1401 during priming.
[0037] The priming apparatus 1400 also can advanta-
geously be configured to collapse an expandable portion
of the catheter assembly 100A. The primer housing 1401
can include a funnel 1415 where the inner diameter of
the housing decreases from distal to proximal. The funnel
may be gently curved such that relative proximal move-
ment of the impeller housing causes the impeller housing
to be collapsed by the funnel 1415. During or after the
impeller housing has been fully collapsed, the distal end
170A of the elongate body 174A can be moved distally
relative to the collapsed housing. After the impeller hous-
ing is fully collapsed and retracted into the elongate body
174A of the sheath assembly, the catheter assembly
100A can be removed from the priming housing 1400
before a percutaneous heart procedure is performed,

e.g., before the pump is activated to pump blood. The
embodiments disclosed herein may be implemented
such that the total time for infusing the system is mini-
mized or reduced. For example, in some implementa-
tions, the time to fully infuse the system can be about six
minutes or less. In other implementations, the time to
infuse can be about three minutes or less. In yet other
implementations, the total time to infuse the system can
be about 45 seconds or less. It should be appreciated
that lower times to infuse can be advantageous for use
with cardiovascular patients.
[0038] With continued reference to Figure 4, the elon-
gate body 174A extends proximally from the impeller as-
sembly 116A to an infusate device 195 configured to al-
low for infusate to enter the catheter assembly 100A and
for waste fluid to leave the catheter assembly 100A. A
catheter body 120A (which also passes through the elon-
gate body 174A) can extend proximally and couple to a
driven assembly 201. The driven assembly 201 can be
configured to receive torque applied by a drive assembly
203, which is shown as being decoupled from the driven
assembly 201 and the catheter assembly 100A in Figure
4. Although not shown in Figure 4, a drive shaft can ex-
tend from the driven assembly 201 through the catheter
body 120A to couple to an impeller shaft at or proximal
to the impeller assembly 116A. The catheter body 120A
can pass within the elongate catheter body 174Asuch
that the external catheter body 174A can axially translate
relative to the catheter body 120A.
[0039] In addition, Figure 4 illustrates a guidewire 235
extending from a proximal guidewire opening 237 in the
driven assembly 201. Before inserting the catheter as-
sembly 100A into a patient, a clinician may insert the
guidewire 235 through the patient’s vascular system to
the heart to prepare a path for the operative device (e.g.,
the impeller assembly 116A) to the heart. In some em-
bodiments, the catheter assembly can include a
guidewire guide tube (see Figure 12) passing through a
central internal lumen of the catheter assembly 100A
from the proximal guidewire opening 237. The guidewire
guide tube can be preinstalled in the catheter assembly
100A to provide the clinician with a preformed pathway
along which to insert the guidewire 235.
[0040] In one approach, a guidewire is first placed in
a conventional way, e.g., through a needle into a periph-
eral blood vessel, and along the path between that blood
vessel and the heart and into a heart chamber, e.g., into
the left ventricle. Thereafter, a distal end opening of the
catheter assembly or guidewire guide can be advanced
over the proximal end of the guidewire 235 to enable
delivery to the catheter assembly 100A. After the proxi-
mal end of the guidewire 235 is urged proximally within
the catheter assembly 100A and emerges from the
guidewire opening 237 and/or guidewire guide, the cath-
eter assembly 100A can be advanced into the patient. In
one method, the guidewire guide is withdrawn proximally
while holding the catheter assembly 100A. The guidewire
guide is taken off of the catheter assembly 100A so that

9 10 



EP 3 815 735 A1

7

5

10

15

20

25

30

35

40

45

50

55

guidewire lumens from the proximal end to the distal end
of the catheter assembly 100A are directly over the
guidewire.
[0041] Alternatively, the clinician can thus insert the
guidewire 235 through the proximal guidewire opening
237 and urge the guidewire 235 along the guidewire
guide tube until the guidewire 235 extends from a distal
guidewire opening (not shown) in the distal end of the
catheter assembly 100A. The clinician can continue urg-
ing the guidewire 235 through the patient’s vascular sys-
tem until the distal end of the guidewire 235 is positioned
in the desired chamber of the patient’s heart. As shown
in Figure 4, a proximal end portion of the guidewire 235
can extend from the proximal guidewire opening 237.
Once the distal end of the guidewire 235 is positioned in
the heart, the clinician can maneuver the impeller assem-
bly 116A over the guidewire 235 until the impeller as-
sembly 116A reaches the distal end of the guidewire 235
in the heart. The clinician can remove the guidewire 235
and the guidewire guide tube. The guidewire guide tube
can also be removed before or after the guidewire 235
is removed in some implementations.
[0042] After removing at least the guidewire 235, the
clinician can activate a motor to rotate the impeller and
begin operation of the pump.
[0043] One problem that arises when using the
guidewire 235 to guide the operative device to the heart
is that a central lumen or tube (e.g., a guidewire guide)
is typically formed to provide a path for the guidewire
235. In some implementations, it may be inconvenient or
inoperable to provide a motor or drive assembly having
a lumen through which the guidewire 235 can pass. More-
over, in some implementations, it may be desirable to
provide the motor or drive assembly separate from the
catheter assembly 100A, e.g., for manufacturing or eco-
nomic purposes. Thus, it can be advantageous to provide
a means to couple the drive assembly 203 to the driven
assembly 201, while enabling the use of a guidewire
guide through which a guidewire may be passed. Pref-
erably, the drive assembly 203 can be securely coupled
to the driven assembly 201 such that vibratory, axial, or
other external forces do not decouple the drive assembly
203 from the driven assembly 201 during operation.
Moreover, the coupling should preferably allow a motor
to operate effectively so that the drive shaft is rotated at
the desired speed and with the desired torque.
[0044] Figure 5 illustrates one embodiment of a motor
assembly 206 as the driven assembly 201 is being cou-
pled to the drive assembly 203. The driven assembly 201
can include a flow diverter 205 and a flow diverter housing
207 that houses the flow diverter 205. The flow diverter
205 can be configured with a plurality of internal cavities,
passages, and channels that are configured to route fluid
to and from the patient during a medical procedure. As
discussed below, an infusate can be directed into the
flow diverter from a source of infusate. The infusate is a
fluid that flows into the catheter body 120A to provide
useful benefits, such as cooling moving parts and keep-

ing blood from entering certain parts of the catheter as-
sembly 100A. The infusate is diverted distally by flow
channels in the flow diverter 205. Some of the infusate
that flows distally is re-routed back through the catheter
body 120A and may be diverted out of the catheter as-
sembly 100A by the flow diverter 205. Moreover, a driven
magnet 204 can be disposed within the flow diverter 205
in various embodiments. For example, the driven magnet
204 can be journaled for rotation in a proximal portion of
the flow diverter housing 207. The proximal portion can
project proximally of a proximal face of a distal portion of
the flow diverter housing 207. In other embodiments, the
driven magnet 204 can be disposed outside the flow di-
verter 205. The driven magnet 204 can be configured to
rotate freely relative to the flow diverter 205 and/or the
flow diverter housing 207. The catheter body 120A can
extend from a distal end of the flow diverter housing 207.
Further, a drive shaft 208 can pass through the catheter
body 120A from the proximal end of the flow diverter
housing 207 to the distal end 170A of the elongate body
174A. The drive shaft 208 can be configured to drive the
impeller located at the distal end of the catheter assembly
100A. In some embodiments, a distal end of the drive
shaft 208 can couple to an impeller shaft, which rotates
the impeller.
[0045] The drive assembly 203 can include a drive
housing or a motor housing 211 having an opening 202
in a cap 212 of the motor housing 211. The motor housing
211 can also have a sliding member 213, which can be
configured to couple to the patient’s body by way of, e.g.,
a connector 291 coupled to an adhesive or bandage on
the patient’s body. Because the motor and motor housing
211 can have a relatively high mass, it can be important
to ensure that the motor housing 211 is stably supported.
In one implementation, therefore, the motor housing 211
can be supported by the patient’s body by way of the
sliding member 213 and the connector 291 shown in Fig-
ure 4. The sliding member 213 can slide along a track
214 located on a portion of the motor housing 211, such
that relative motion between the motor assembly 206 and
the patient does not decouple the sliding member 213
from the patient’s body. The sliding member 213 and
connector 291 can therefore be configured to provide a
structural interface between the motor housing 206 and
a platform for supporting the motor housing 211. As ex-
plained above, in some arrangements, the platform sup-
porting the motor housing 211 can be the patient, since
the motor housing 211 may be positioned quite close to
the insertion point. In other arrangements, however, the
platform supporting the motor housing 211 may be an
external structure.
[0046] To couple the drive assembly 203 to the driven
assembly 201, the clinician or user can insert the proximal
portion of the flow diverter 205 into the opening 202 in
the cap 212 of the motor housing 212. After passing
through the opening 202, the proximal portion of the flow
diverter can reside within a recess formed within the mo-
tor housing 211. In some implementations, a securement

11 12 



EP 3 815 735 A1

8

5

10

15

20

25

30

35

40

45

50

55

device is configured to lock or secure the drive assembly
203 to the driven assembly 201 once the driven assembly
201 is fully inserted into the drive assembly 203. In other
implementations, the securement device can be config-
ured to secure the drive assembly 203 to the driven as-
sembly 201 by inserting the driven assembly 201 into the
drive assembly 203 and then rotating the drive assembly
203 with respect to the driven assembly. In some imple-
mentations, coupling the drive assembly 203 to the driven
assembly 201 may be irreversible, such that there may
be no release mechanism to decouple the drive assembly
203 from the driven assembly 201. In implementations
without a release mechanism, the catheter assembly
100A (including the driven assembly 201) and the motor
housing 211 may be disposable components. In other
implementations, however, a release mechanism may
be provided to remove the drive assembly 203 from the
driven assembly 201. The drive assembly 203 can there-
by be used multiple times in some embodiments.
[0047] Figure 6 illustrates the motor assembly 206 in
the assembled state, e.g., after the drive assembly 203
has been secured to the driven assembly 201. When the
drive assembly 203 is activated (e.g., a motor is activated
to rotate an output shaft), the driven assembly 201, which
is operably coupled to the drive assembly, is also acti-
vated. The activated driven assembly can cause the drive
shaft 208 to rotate, which in turn causes the impeller to
rotate to thereby pump blood through the patient.
[0048] Figures 7-8 illustrate the motor assembly 206
with one wall of the motor housing 211 removed so that
various internal components in the housing 211 can be
better illustrated. A motor 220 can be positioned within
the housing 211 and mounted by way of a motor mount
226. The motor 220 can operably couple to a drive mag-
net 221. For example, the motor 220 can include an out-
put shaft 222 that rotates the drive magnet 221.
In some implementations, the drive magnet 221 can ro-
tate relative to the motor mount 226 and the motor hous-
ing 211. Further, in some arrangements, the drive mag-
net 221 can be free to translate axially between the motor
mount and a barrier 224. One advantage of the translat-
ing capability is to enable the drive magnet 221 and the
driven magnet 204 to self-align by way of axial translation.
The barrier 224 can be mounted to the motor housing
211 and at least partially within the cap 212 to support
at least the drive magnet 221. In other implementations,
the drive assembly 203 can comprise a plurality of motor
windings configured to induce rotation of the drive mag-
net 221. In still other embodiments, motor windings can
operate directly on a driven magnet within the driven as-
sembly 201. For example, the windings can be activated
in phases to create an electric field and thereby commu-
tate the driven magnet.
[0049] In Figure 8, the drive magnet 221 is illustrated
in phantom, such that the driven magnet 204 can be seen
disposed within the drive magnet 221. Although not illus-
trated, the poles of the drive magnet 221 can be formed
on an interior surface of the drive magnet 221, and the

poles of the driven magnet 204 can be formed on an
exterior surface of the driven magnet 204. As the drive
magnet 221 rotates, the poles of the drive magnet 221
can magnetically engage with corresponding, opposite
poles of the driven magnet 204 to cause the driven mag-
net 204 to rotate with, or follow, the drive magnet 221.
Because the driven magnet 204 can be mechanically
coupled to the drive shaft 208, rotation of the drive mag-
net 221 can cause the driven magnet 204 and the drive
shaft 208 to rotate at a speed determined in part by the
speed of the motor 220. Furthermore, when the driven
magnet 204 is inserted into the drive magnet 221, the
poles of each magnet can cause the drive magnet 221
and the driven magnet 204 to self-align. The magnetic
forces between the drive magnet 221 and the driven mag-
net 204 can assist in coupling the drive assembly 203 to
the driven assembly 201.
[0050] Turning to Figure 9, a 3D perspective view of
various components at the interface between the drive
assembly 203 and the driven assembly 201 is shown.
Various components have been hidden to facilitate illus-
tration of one means to secure the drive assembly 203
to the driven assembly 201. A first securement device
240 is illustrated in Figure 9. The first securement device
can comprise a first projection 240a and a second pro-
jection 240b. Furthermore, a locking recess 244 can be
formed in the cap 212 around at least a portion of a pe-
rimeter of the opening 202. A lip 242 can also extend
from the perimeter at least partially into the opening 202.
As shown, the lip 242 can also extend proximally from
the locking recess 244 such that a step is formed between
the locking recess 244 and the lip 242. Further, a flange
246 can be coupled to or formed integrally with the flow
diverter housing 207. The flange 246 can include a plu-
rality of apertures 247a, 247b, 247c, 247d that are con-
figured to permit tubes and cables to pass therethrough
to fluidly communicate with lumens within the flow divert-
er 205. In some implementations, three tubes and one
electrical cable can pass through the apertures 247a-d.
For example, the electrical cable can be configured to
electrically couple to a sensor within the catheter assem-
bly 100A, e.g., a pressure sensor. The three tubes can
be configured to carry fluid to and from the catheter as-
sembly 100A. For example, a first tube can be configured
to carry infusate into the catheter assembly 100A, a sec-
ond tube can be configured to transport fluids to the pres-
sure sensor region, and the third tube can be configured
to transport waste fluid out of the catheter assembly
100A. Although not illustrated, the tubes and cable(s)
can pass through the apertures 247a-d of the flange 246
and can rest against the motor housing 211. By organ-
izing the routing of the tubes and cable(s), the apertures
247a-d can advantageously prevent the tubes and ca-
ble(s) from becoming entangled with one another or with
other components of the catheter pump system.
[0051] When the driven assembly 201 is inserted into
the opening 202, the first and second projections 240a,
240b can pass through the opening and engage the lock-
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ing recess 244. In some implementations, the projections
240a, 240b and the locking recess 244 can be sized and
shaped such that axial translation of the projections 240a,
240b through the opening 202 causes a flange or tab 248
at a distal end of each projection 240a, 240b to extend
over the locking recess 244. Thus, in some embodi-
ments, once the projections 240a, 240b are inserted
through the opening 202, the tabs 248 at the distal end
of the projections 240a, 240b are biased to deform radi-
ally outward to engage the locking recess 244 to secure
the driven assembly 201 to the drive assembly 203.
[0052] Once the driven assembly 201 is secured to the
drive assembly 203, the flow diverter housing 207 can
be rotated relative to the motor cap 212. By permitting
relative rotation between the driven assembly 201 and
the drive assembly 203, the clinician is able to position
the impeller assembly 116A within the patient at a desired
angle or configuration to achieve the best pumping per-
formance. As shown in Figure 9, however, the lip 242
can act to restrict the relative rotation between the driven
assembly 201 (e.g., the flow diverter housing 207) and
the drive assembly 203 (e.g. the cap 212 and the motor
housing 211). As illustrated, the flange 246 and apertures
247a-d can be circumferentially aligned with the projec-
tions 240a, 240b. Further, the lip 242 can be circumfer-
entially aligned with the sliding member 213, the track
214, and the connector 291 of the motor housing 211. If
the flange 246 and projections 240a, 240b are rotated
such that they circumferentially align with the lip 242,
then the tubes and cable(s) that extend from the aper-
tures 247a-d may become entangled with or otherwise
obstructed by the sliding member 213 and the connector
291. Thus, it can be advantageous to ensure that the
sliding member 213 and the connector 291 (or any other
components on the outer surface of the housing 211) do
not interfere or obstruct the tubes and cable(s) extending
out of the apertures 247a-d of the flange 246. The lip 242
formed in the cap 212 can act to solve this problem by
ensuring that the flange 246 is circumferentially offset
from the sliding member 213 and the connector 291. For
example, the flow diverter housing 207 can be rotated
until one of the projections 240a, 240b bears against a
side of the lip 242. By preventing further rotation beyond
the side of the lip 242, the lip 242 can ensure that the
flange 246 and apertures 247a-d are circumferentially
offset from the sliding member 213, the track 214, and
the connector 291.
[0053] In one embodiment, once the catheter assem-
bly 100A is secured to the motor housing 211, the con-
nection between the driven assembly 201 and the drive
assembly 203 may be configured such that the drive as-
sembly 203 may not be removed from the driven assem-
bly 201. The secure connection between the two assem-
blies can advantageously ensure that the motor housing
211 is not accidentally disengaged from the catheter as-
sembly 100A during a medical procedure. In such em-
bodiments, both the catheter assembly 100A and the
drive assembly 203 may preferably be disposable.

[0054] In other embodiments, however, it may be de-
sirable to utilize a re-usable drive assembly 203. In such
embodiments, therefore, the drive assembly 203 may be
removably engaged with the catheter assembly 100A
(e.g., engaged with the driven assembly 201). For exam-
ple, the lip 242 may be sized and shaped such that when
the drive assembly 203 is rotated relative to the driven
assembly 201, the tabs 248 are deflected radially inward
over the lip 242 such that the driven assembly 201 can
be withdrawn from the opening 202. For example, the lip
242 may include a ramped portion along the sides of the
lip 242 to urge the projections 240a, 240b radially inward.
It should be appreciated that other release mechanisms
are possible.
[0055] Turning to Figures 10A-10C, an additional
means to secure the drive assembly 203 to the driven
assembly 201 is disclosed. As shown in the 3D perspec-
tive view of Figure 10A, a locking O-ring 253 can be
mounted to the barrier 224 that is disposed within the
motor housing 211 and at least partially within the cap
212. In particular, the locking O-ring 253 can be mounted
on an inner surface of the drive or motor housing 203
surrounding the recess or opening 202 into which the
driven assembly 212 can be received As explained be-
low, the locking O-ring can act as a detent mechanism
and can be configured to be secured within an arcuate
channel formed in an outer surface of the driven assem-
bly 201, e.g., in an outer surface of the flow diverter 205
in some embodiments. In other embodiments, various
other mechanisms can act as a detent to secure the driv-
en assembly 201 to the drive assembly 203. For example,
in one embodiment, a spring plunger or other type of
spring-loaded feature may be cut or molded into the bar-
rier 224, in a manner similar to the locking O-ring 253 of
Figures 10A-10C. The spring plunger or spring-loaded
feature can be configured to engage the arcuate channel,
as explained below with respect to Figure 10C. Skilled
artisans will understand that other types of detent mech-
anisms can be employed.
[0056] Figure 10B illustrates the same 3D perspective
of the drive assembly 203 as shown in Figure 10A, except
the cap 212 has been hidden to better illustrate the lock-
ing O-ring 253 and a second, stabilizing O-ring 255. The
O-ring 255 is an example of a damper that can be pro-
vided between the motor 220 and the catheter assembly
100A. The damper can provide a vibration absorbing
benefit in some embodiments. In other embodiment, the
damper may reduce noise when the pump is operating.
The damper can also both absorb vibration and reduce
noise in some embodiments. The stabilizing O-ring 255
can be disposed within the cap 212 and can be sized and
shaped to fit along the inner recess forming the inner
perimeter of the cap 212. The stabilizing O-ring 255 can
be configured to stabilize the cap 212 and the motor hous-
ing 211 against vibrations induced by operation of the
motor 220. For example, as the motor housing 211 and/or
cap 212 vibrate, the stabilizing O-ring 255 can absorb
the vibrations transmitted through the cap 212. The sta-
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bilizing O-ring 255 can support the cap 212 to prevent
the cap from deforming or deflecting in response to vi-
brations. In some implementations, the O-ring 255 can
act to dampen the vibrations, which can be significant
given the high rotational speeds involved in the exem-
plary device.
[0057] In further embodiments, a damping material can
also be applied around the motor 220 to further dampen
vibrations. The damping material can be any suitable
damping material, e.g., a visco-elastic or elastic polymer.
For example, the damping material may be applied be-
tween the motor mount 226 and the motor 220 in some
embodiments. In addition, the damping material may also
be applied around the body of the motor 220 between
the motor 220 and the motor housing 211. In some im-
plementations, the damping material may be captured
by a rib formed in the motor housing 211. The rib may
be formed around the motor 220 in some embodiments.
[0058] Turning to Figure 10C, a proximal end of the
driven assembly 201 is shown. As explained above, the
flow diverter 205 (or the flow diverter housing in some
embodiments) can include an arcuate channel 263
formed in an outer surface of the flow diverter 205. The
arcuate channel 263 can be sized and shaped to receive
the locking O-ring 253 when the flow diverter 205 is in-
serted into the opening 202 of the drive assembly 203.
As the flow diverter 205 is axially translated through the
recess or opening 202, the locking O-ring 253 can be
urged or slid over an edge of the channel 263 and can
be retained in the arcuate channel 263. Thus, the locking
O-ring 253 and the arcuate channel 263 can operate to
act as a second securement device. Axial forces applied
to the motor assembly 206 can thereby be mechanically
resisted, as the walls of the arcuate channel 263 bear
against the locking O-ring 253 to prevent the locking o-
ring 253 from translating relative to the arcuate channel
263. In various arrangements, other internal locking
mechanisms (e.g., within the driven assembly 201 and/or
the drive assembly 203) can be provided to secure the
driven and drive assemblies 201, 203 together. For ex-
ample, the driven magnet 204 and the drive magnet 221
may be configured to assist in securing the two assem-
blies together, in addition to aligning the poles of the mag-
nets. Other internal locking mechanisms may be suitable.
[0059] Figure 10C also illustrates a resealable member
266 disposed within the proximal end portion of the driven
assembly 201, e.g., the proximal end of the catheter as-
sembly 100A as shown in Figure 4. As in Figure 4, the
proximal guidewire opening 237 can be formed in the
resealable member 266. As explained above with respect
to Figure 4, the guidewire 235 can be inserted through
the proximal guidewire opening 237 and can be maneu-
vered through the patient’s vasculature. After guiding the
operative device of the pump to the heart, the guidewire
235 can be removed from the catheter assembly 100A
by pulling the guidewire 235 out through the proximal
guidewire opening 237. Because fluid may be introduced
into the flow diverter 205, it can be advantageous to seal

the proximal end of the flow diverter 205 to prevent fluid
from leaking out of the catheter assembly 100A. The re-
sealable member 266 can therefore be formed of an elas-
tic, self-sealing material that is capable of closing and
sealing the proximal guidewire opening 237 when the
guidewire 235 is removed. The resealable member can
be formed of any suitable material, such as an elasto-
meric material. In some implementations, the resealable
member 266 can be formed of any suitable polymer, e.g.,
a silicone or polyisoprene polymer. Skilled artisans will
understand that other suitable materials may be used.
[0060] Figure 11 illustrates yet another embodiment of
a motor assembly 206A coupled to a catheter assembly.
In Figure 11, a flow diverter is disposed over and coupled
to a catheter body 271 that can include a multi-lumen
sheath configured to transport fluids into and away from
the catheter assembly. The flow diverter 205A can pro-
vide support to the catheter body 271 and a drive shaft
configured to drive the impeller assembly. Further, the
motor assembly 206A can include a motor 220A that has
a hollow lumen therethrough. Unlike the embodiments
disclosed in Figures 4-10C, the guidewire 235 may ex-
tend through the proximal guidewire opening 237A
formed proximal to the motor 220A, rather than between
the motor 220A and the flow diverter 205A. A resealable
member 266A may be formed in the proximal guidewire
opening 237A such that the resealable member 266A
can close the opening 237A when the guidewire 235 is
removed from the catheter assembly. A rotary seal 273
may be disposed inside a lip of the flow diverter 205A.
The rotary seal 273 may be disposed over and may con-
tact a motor shaft extending from the motor 220A. The
rotary seal 273 can act to seal fluid within the flow diverter
205A. In some embodiments, a hydrodynamic seal can
be created to prevent fluid from breaching the rotary seal
273.
[0061] In the implementation of Figure 11, the motor
220A can be permanently secured to the flow diverter
205A and catheter assembly. Because the proximal
guidewire opening 237 is positioned proximal the motor,
the motor 220A need not be coupled with the catheter
assembly in a separate coupling step. The motor 220A
and the catheter assembly can thus be disposable in this
embodiment. The motor 220A can include an output shaft
and rotor magnetically coupled with a rotatable magnet
in the flow diverter 205A. The motor 220A can also in-
clude a plurality of windings that are energized to directly
drive the rotatable magnet in the flow diverter 205A.
[0062] Figures 12A-12B illustrate another embodiment
of a motor coupling having a driven assembly 401 and a
drive assembly 403. Unlike the implementations dis-
closed in Figures 4-10C, however, the embodiment of
Figures 12A-12B can include a mechanical coupling dis-
posed between an output shaft of a motor and a proximal
end of a flexible drive shaft or cable. Unlike the imple-
mentations disclosed in Figure 11, however, the embod-
iment of Figures 12A-12B can include a guidewire guide
tube that terminates at a location distal to a motor shaft
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476 that extends from a motor 420. As best shown in
Figure 12B, an adapter shaft 472 can operably couple to
the motor shaft 476 extending from the motor 420. A distal
end portion 477 of the adapter shaft 472 can mechani-
cally couple to a proximal portion of an extension shaft
471 having a central lumen 478 therethrough. As shown
in Figure 12B, one or more trajectories 473 can be formed
in channels within a motor housing 475 at an angle to
the central lumen 478 of the extension shaft 471. The
motor housing 475 can enclose at least the adapter shaft
472 and can include one or more slots 474 formed
through a wall of the housing 475.
[0063] In some implementations, a guidewire (not
shown in Figure 12B) may pass through the guidewire
guide tube from the distal end portion of the catheter as-
sembly and may exit the assembly through the central
lumen 478 near the distal end portion 477 of the adapter
shaft 472 (or, alternatively, near the proximal end portion
of the extension shaft 471). In some embodiments, one
of the extension shaft 471 and the adapter shaft 472 may
include a resealable member disposed therein to reseal
the lumen through which the guidewire passes, as ex-
plained above. In some embodiments, the extension
shaft 471 and the adapter shaft 472 can be combined
into a single structure. When the guidewire exits the cen-
tral lumen 478, the guidewire can pass along the angled
trajectories 473 which can be formed in channels and
can further pass through the slots 474 to the outside en-
virons. The trajectories 473 can follow from angled ports
in the adapter shaft 472. A clinician can thereby pull the
guidewire through the slots 474 such that the end of the
guidewire can easily be pulled from the patient after guid-
ing the catheter assembly to the heart chamber or other
desired location. Because the guidewire may extend out
the side of the housing 475 through the slots, the motor
shaft 476 and motor 420 need not include a central lumen
for housing the guidewire. Rather, the motor shaft 476
may be solid and the guidewire can simply pass through
the slots 474 formed in the side of the housing 475.
[0064] Furthermore, the drive assembly 403 can me-
chanically couple to the driven assembly 401. For exam-
ple, a distal end portion 479 of the extension shaft 471
may be inserted into an opening in a flow diverter housing
455. The distal end portion 479 of the extension shaft
471 may be positioned within a recess 451 and may cou-
ple to a proximal end of a drive cable 450 that is mechan-
ically coupled to the impeller assembly. A rotary seal 461
may be positioned around the opening and can be con-
figured to seal the motor 420 and/or motor housing 475
from fluid within the flow diverter 405. Advantageously,
the embodiments of Figures 12A-B allow the motor 420
to be positioned proximal of the rotary seal in order to
minimize or prevent exposing the motor 420 to fluid that
may inadvertently leak from the flow diverter. It should
be appreciated that the extension shaft 471 may be
lengthened in order to further isolate or separate the mo-
tor 420 from the fluid diverter 405 in order to minimize
the risk of leaking fluids.

[0065] Turning to Figure 13, further features that may
be included in various embodiments are disclosed. Fig-
ure 13 illustrates a distal end portion 300 of a catheter
assembly, such as the catheter assembly 100A de-
scribed above. As shown a cannula housing 302 can
couple to a distal tip member 304. The distal tip member
304 can be configured to assist in guiding the operative
device of the catheter assembly, e.g., an impeller assem-
bly (which can be similar to or the same as impeller as-
sembly 116A), along the guidewire 235. The exemplary
distal tip member 304 is formed of a flexible material and
has a rounded end to prevent injury to the surrounding
tissue. If the distal tip member 304 contacts a portion of
the patient’s anatomy (such as a heart wall or an arterial
wall), the distal tip member 304 will safely deform or bend
without harming the patient. The tip can also serve to
space the operative device away from the tissue wall. In
addition, a guidewire guide tube 312, discussed above
with reference to Figure 4, can extend through a central
lumen of the catheter assembly. Thus, the guidewire
guide tube 312 can pass through the impeller shaft (not
shown, as the impeller is located proximal to the distal
end portion 300 shown in Figure 13) and a lumen formed
within the distal tip member 304. In the embodiment of
Figure 13, the guidewire guide tube 312 may extend dis-
tally past the distal end of the distal tip member 304. As
explained above, in various embodiments, the clinician
can introduce a proximal end of the guidewire into the
distal end of the guidewire guide tube 312, which in Figure
13 extends distally beyond the tip member 304. Once
the guidewire 235 has been inserted into the patient, the
guidewire guide tube 312 can be removed from the cath-
eter assembly in some implementations.
[0066] The distal tip member 304 can comprise a flex-
ible, central body 306, a proximal coupling member 308,
and a rounded tip 310 at the distal end of the tip member
304. The central body 306 can provide structural support
for the distal tip member 304. The proximal coupling
member 308 can be coupled to or integrally formed with
the central body 306. The proximal coupling member 308
can be configured to couple the distal end of the cannula
housing 302 to the distal tip member 304. The rounded
tip 310, also referred to as a ball tip, can be integrally
formed with the central body 306 at a distal end of the
tip member 304. Because the rounded tip 310 is flexible
and has a round shape, if the tip member 304 contacts
or interacts with the patient’s anatomy, the rounded tip
310 can have sufficient compliance so as to deflect away
from the anatomy instead of puncturing or otherwise in-
juring the anatomy. As compared with other potential im-
plementations, the distal tip member 304 can advanta-
geously include sufficient structure by way of the central
body 306 such that the tip member 304 can accurately
track the guidewire 235 to position the impeller assembly
within the heart. Yet, because the tip member 304 is
made of a flexible material and includes the rounded tip
310, any mechanical interactions with the anatomy can
be clinically safe for the patient.
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[0067] One potential problem with the embodiment of
Figure 13 is that it can be difficult for the clinician to insert
the guidewire into the narrow lumen of the guidewire
guide tube 312. Since the guidewire guide tube 312 has
a small inner diameter relative to the size of the clinician’s
hands, the clinician may have trouble inserting the
guidewire into the distal end of the guidewire guide tube
312, which extends past the distal end of the tip member
304 in Figure 13. In addition, when the clinician inserts
the guidewire into the guidewire guide tube 312, the distal
edges of the guidewire guide tube 312 may scratch or
partially remove a protective coating applied on the ex-
terior surface of the guidewire. Damage to the coating
on the guidewire may harm the patient as the partially
uncoated guidewire is passed through the patient’s vas-
culature. Accordingly, it can be desirable in various ar-
rangements to make it easier for the clinician to insert
the guidewire into the distal end of the catheter assembly,
and/or to permit insertion of the guidewire into the cath-
eter assembly while maintaining the protective coating
on the guidewire.
[0068] Additionally, as explained herein, the cannula
housing 302 (which may form part of an operative device)
may be collapsed into a stored configuration in some
embodiments such that the cannula housing is disposed
within an outer sheath. When the cannula housing 302
is disposed within the outer sheath, a distal end or edge
of the outer sheath may abut the tip member 304. In some
cases, the distal edge of the outer sheath may extend
over the tip member 304A, or the sheath may have an
outer diameter such that the distal edge of the outer
sheath is exposed. When the sheath is advanced through
the patient’s vasculature, the distal edge of the outer
sheath may scratch, scrape, or otherwise harm the anat-
omy. There is a therefore a need to prevent harm to the
patient’s anatomy due to scraping of the distal edge of
the sheath against the vasculature.
[0069] Figure 14 is a side cross-sectional view of a
distal tip member 304A disposed at a distal end 300A of
the catheter assembly, according to another embodi-
ment. Unless otherwise noted, the reference numerals
in Figure 14 may refer to components similar to or the
same as those in Figure 13. For example, as with Figure
13, the distal tip member 304A can couple to a cannula
housing 302A. The distal tip member 304A can include
a flexible, central body 306A, a proximal coupling mem-
ber 308A, and a rounded tip 310A at the distal end of the
tip member 304A. Furthermore, as with Figure 13, a
guidewire guide tube 312A can pass through the cannula
housing 302A and a lumen passing through the distal tip
member 304A.
[0070] However, unlike the embodiment of Figure 13,
the central body 306A can include a bump 314 disposed
near a proximal portion of the tip member 304A. The
bump 314 illustrated in Figure 14 may advantageously
prevent the outer sheath from scraping or scratching the
anatomy when the sheath is advanced through the pa-
tient’s vascular system. For example, when the cannula

housing 302A is disposed within the outer sheath, the
sheath will advance over the cannula housing 302A such
that the distal edge or end of the sheath will abut or be
adjacent the bump 314 of the tip member 304A. The
bump 314 can act to shield the patient’s anatomy from
sharp edges of the outer sheath as the distal end 300A
is advanced through the patient. Further, the patient may
not be harmed when the bump 314 interact with the anat-
omy, because the bump 314 includes a rounded, smooth
profile. Accordingly, the bump 314 in Figure 14 may ad-
vantageously improve patient outcomes by further pro-
tecting the patient’s anatomy.
[0071] Furthermore, the guidewire guide tube 312A of
Figure 14 does not extend distally past the end of the tip
member 306A. Rather, in Figure 14, the central lumen
passing through the tip member 304A may include a prox-
imal lumen 315 and a distal lumen 313. As shown in
Figure 14, the proximal lumen 315 may have an inner
diameter larger than an inner diameter of the distal lumen
313. A stepped portion or shoulder 311 may define the
transition between the proximal lumen 315 and the distal
lumen 313. As illustrated in Figure 14, the inner diameter
of the proximal lumen 315 is sized to accommodate the
guidewire guide tube 312A as it passes through a portion
of the tip member 304A. However, the inner diameter of
the distal lumen 313 in Figure 14 is sized to be smaller
than the outer diameter of the guidewire guide tube 312A
such that the guidewire guide tube 312A is too large to
pass through the distal lumen 313 of the tip member
304A. In addition, in some embodiments, the thickness
of the guidewire guide tube 312A may be made smaller
than the height of the stepped portion or shoulder 311,
e.g., smaller than the difference between the inner diam-
eter of the proximal lumen 315 and the inner diameter of
the distal lumen 313. By housing the guidewire guide
tube 312A against the shoulder 311, the shoulder 311
can protect the outer coating of the guidewire when the
guidewire is inserted proximally from the distal lumen 313
to the proximal lumen 315.
[0072] The embodiment illustrated in Figure 14 may
assist the clinician in inserting the guidewire (e.g., the
guidewire 235 described above) into the distal end 300A
of the catheter assembly. For example, in Figure 14, the
guidewire guide tube 312A may be inserted through the
central lumen of the catheter assembly. For example, the
guidewire guide tube 312A may pass distally through a
portion of the motor, the catheter body, the impeller as-
sembly and cannula housing 302A, and through the prox-
imal lumen 315 of the tip member 304A. The guidewire
guide tube 312A may be urged further distally until the
distal end of the guidewire guide tube 312A reaches the
shoulder 311. When the distal end of the guidewire guide
tube 312A reaches the shoulder 311, the shoulder 311
may prevent further insertion of the guidewire guide tube
312 in the distal direction. Because the inner diameter of
the distal lumen 313 is smaller than the outer diameter
of the guidewire guide tube 312A, the distal end of the
guidewire guide tube 312A may be disposed just proxi-
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mal of the shoulder 311, as shown in Figure 14.
[0073] The clinician may insert the proximal end of the
guidewire (such as the guidewire 235 described above)
proximally through the distal lumen 313 passing through
the rounded tip 310A at the distal end of the tip member
304A. Because the tip member 304A is flexible, the cli-
nician can easily bend or otherwise manipulate the distal
end of the tip member 304A to accommodate the small
guidewire. Unlike the guidewire guide tube 312A, which
may be generally stiffer than the tip member 304A, the
clinician may easily deform the tip member 304A to urge
the guidewire into the distal lumen 313. Once the
guidewire is inserted in the distal lumen 313, the clinician
can urge the guidewire proximally past the stepped por-
tion 311 and into the larger guidewire guide tube 312A,
which may be positioned within the proximal lumen 315.
Furthermore, since most commercial guidewires include
a coating (e.g. a hydrophilic or antomicrobial coating, or
PTFE coating), the exemplary guide tube and shoulder
advantageously avoid damaging or removing the coat-
ing. When the wall thickness of the guidewire guide tube
312A is less than the height of the step or shoulder 311,
the shoulder 311 may substantially prevent the guidewire
guide tube 312A from scraping the exterior coating off of
the guidewire. Instead, the guidewire easily passes from
the distal lumen 313 to the proximal lumen 315. The
guidewire may then be urged proximally through the im-
peller and catheter assembly until the guidewire pro-
trudes from the proximal end of the system, such as
through the proximal guidewire opening 237 described
above with reference to Figure 4.
[0074] Although the inventions herein have been de-
scribed with reference to particular embodiments, it is to
be understood that these embodiments are merely illus-
trative of the principles and applications of the present
inventions. It is therefore to be understood that numerous
modifications can be made to the illustrative embodi-
ments and that other arrangements can be devised with-
out departing from the spirit and scope of the present
inventions as defined by the appended claims. Thus, it
is intended that the present application cover the modi-
fications and variations of these embodiments and their
equivalents. Further aspects of the present invention are
set out in the following numbered clauses:

Clause A1. A catheter pump, comprising: a catheter
assembly comprising: a drive shaft having a proximal
end and a distal end; an impeller coupled with the
distal end of the drive shaft; and a driven magnet
assembly coupled with the proximal end of the drive
shaft, the driven magnet assembly including a driven
magnet housing having a driven magnet; a drive sys-
tem comprising: a motor having an output shaft; and
a drive magnet assembly coupled with the output
shaft, the drive magnet assembly including a drive
magnet housing with a drive magnet disposed there-
in; and a securement device configured to secure
the driven magnet housing into engagement with the

drive magnet housing during operation of the pump.
Clause A2. The catheter pump of Clause A1, wherein
the drive magnet is configured to magnetically cou-
ple to the driven magnet such that, during operation
of the pump, rotation of the drive magnet induces
rotation of the driven magnet and the drive shaft.
Clause A3. The catheter pump of Clause A2, wherein
the drive magnet housing comprises an opening, and
wherein, when a proximal portion of the driven mag-
net housing is inserted into the opening, the drive
magnet is magnetically coupled with the driven mag-
net.
Clause A4. The catheter pump of Clause A1, further
comprising a detent disposed between the drive
magnet housing and the driven magnet housing
when the drive magnet housing is engaged with the
driven magnet housing.
Clause A5. The catheter pump of Clause A1, com-
prising a projection on one of the drive magnet hous-
ing and the driven magnet housing, and a locking
recess formed on the other of the drive magnet hous-
ing and the driven magnet housing, the locking re-
cess configured to receive the projection to secure
the drive magnet housing and the driven magnet
housing together.
Clause A6. The catheter pump of Clause A5, wherein
the projection is configured to deform from a first
radial position to a second radial position to secure
the driven magnet housing to the drive magnet hous-
ing
Clause A7. The catheter pump of Clause A1, wherein
one of the driven magnet housing and the drive mag-
net housing comprises a lateral tab and the other of
the drive magnet housing and driven magnet hous-
ing comprises an opening configured to receive the
lateral tab, the catheter pump having a locked con-
figuration in which the lateral tab prevents axial rel-
ative movement and consequent disengagement of
the drive magnet housing and the driven magnet
housing.
Clause A8. The catheter pump of Clause A7, wherein
the locked configuration is provided by inserting at
least a portion of the driven magnet housing into an
opening of the drive magnet housing.
Clause A9. The catheter pump of Clause A7, further
comprising a lip formed near the opening, wherein
the lateral tab is configured to rotate about the open-
ing, the rotation of the lateral tab restricted by the lip.
Clause A10. The catheter pump of Clause A4,
wherein the detent comprises an O-ring mounted on
an inner surface of the drive magnet housing sur-
rounding an opening into which the drive magnet
housing can be received, the driven magnet housing
having an arcuate channel formed in an outer sur-
face thereof to receive the O-ring in a locked config-
uration.
Clause A11. The catheter pump of Clause A1,
wherein the drive magnet assembly comprises a plu-
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rality of magnets disposed about an opening of the
drive magnet housing and the driven magnet assem-
bly comprises a plurality of magnets mounted for ro-
tation within the driven magnet housing.
Clause A12. A catheter pump, comprising: a catheter
assembly comprising: a drive shaft having a proximal
end and a distal end; an impeller coupled with the
distal end of the drive shaft; and a rotatable magnet
coupled with the proximal end, the rotatable magnet
being disposed in a driven magnet housing; a drive
system comprising a plurality of motor windings con-
figured to induce rotation of the rotatable magnet
when the driven magnet housing is engaged with the
drive system; and a locking device configured to be
engaged by insertion of the driven magnet housing
into an opening of the drive system.
Clause A13. The catheter pump of Clause A12,
wherein the driven magnet housing comprises a gen-
erally circular periphery with a lateral projection and
the drive system comprises a generally circular ap-
erture with a lateral protrusion, the lateral projection
of the driven magnet housing being insertable prox-
imal of the aperture and rotatable relative to the ap-
erture when so inserted such that the lateral projec-
tion of the driven magnet housing is circumferentially
offset from the lateral protrusion of the aperture.
Clause A14. The catheter pump of Clause A12,
wherein the driven magnet housing comprises a
proximal face having a resealable aperture config-
ured to receive a guidewire.
Clause A15. The catheter pump of Clause A12,
wherein a space is provided between the rotatable
magnet and the driven magnet housing catheter as-
sembly, the space being in fluid communication with
a lumen that can be fluidly coupled with a source of
infusate.
Clause A16. A method, comprising: inserting a prox-
imal portion of a catheter assembly containing a
magnet into a recess of a drive unit; and engaging
a locking device to secure the proximal portion of the
catheter assembly to the drive unit.
Clause A17. The method of Clause A16, wherein
engaging the locking device comprises further in-
serting the proximal portion of the catheter assembly
into the recess of the drive unit such that a projection
near the proximal portion of the catheter assembly
engages a locking recess near a distal portion of the
drive unit.
Clause A18. The method of Clause A16, further com-
prising rotating the catheter assembly relative to the
drive unit to position an impeller assembly near a
distal portion of the catheter assembly at a desired
location.
Clause A19. The method of ClauseA16, further com-
prising advancing a distal opening of the catheter
assembly over a guidewire until the guidewire is dis-
posed proximal of a proximal guidewire opening, the
proximal guidewire opening disposed on a proximal

face of the magnet.
Clause A20. The method of Clause A19, further com-
prising removing an elongate tubular body extending
between the distal opening and the proximal opening
after the advancing step.
Clause A21. The method of Clause A16, wherein
inserting comprises advancing a projection through
an opening to the recess to a location proximal of a
structure defining the opening.
Clause A22. The method of Clause A16, further com-
prising engaging a secondary locking feature be-
tween the proximal portion of the catheter assembly
and the drive unit.
Clause A23. The method of Clause A22, wherein
engaging the secondary locking feature comprises
bringing components of a detent mechanism into en-
gagement during the inserting step.
Clause A24. A catheter assembly, comprising: a
catheter body having a proximal portion and a distal
portion; an operative device coupled to the distal por-
tion of the catheter body; and a tip member coupled
to a distal portion of the operative device, the tip
member having a lumen comprising a first section
and a second section connected to the first section,
wherein an inner diameter of the first section is larger
than an inner diameter of the second section.
Clause A25. The catheter assembly of Clause A24,
wherein the first section is connected to the second
section by a third section of the lumen.
Clause A26. The catheter assembly of Clause A25,
wherein the third section has an inner diameter that
varies along a length of the third section.
Clause A27. The catheter assembly of Clause A25,
wherein the lumen extends proximally from a distal
end of the tip member, the second section extending
from the distal end to the third section, the first sec-
tion extending proximally from the third section.
Clause A28. The catheter assembly of Clause A24,
wherein the tip member comprises a central body
and a ball tip at the distal end of the tip member.
Clause A29. The catheter assembly of Clause A24,
wherein the tip member comprises a bump near a
proximal portion of the tip member.
Clause A30. The catheter assembly of Clause A29,
further comprising an outer sheath disposed over
the catheter body, wherein the operative device is
configured to be disposed in the outer sheath when
the operative device is in a stored configuration, and
wherein, when the operative device is disposed in
the outer sheath, the bump engages a distal end of
the sheath.
Clause A31. The catheter assembly of Clause A25,
further comprising a guidewire guide tube disposed
within a guidewire lumen of the catheter assembly
and extending proximally from the third section, the
guidewire guide tube configured to receive a
guidewire.
Clause A32. The catheter assembly of Clause A31,
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wherein the operative device comprises: an expand-
able cannula; and an impeller disposed within the
expandable cannula.
Clause A33. The catheter assembly of Clause A32,
further comprising:
a drive shaft disposed within the catheter body and
coupled to the impeller; and a driven assembly cou-
pled to a proximal end of the drive shaft, the driven
assembly configured to rotate the drive shaft when
driven by a drive system.
Clause A34. The catheter assembly of Clause A33,
wherein the driven assembly comprises an opening
at a proximal portion of the driven assembly, and
wherein the guidewire guide tube extends from third
section to the opening at the proximal portion of the
driven assembly.
Clause A35. The catheter assembly of Clause A34,
further comprising a drive system configured to cou-
ple to the driven assembly, the drive system config-
ured to apply torque to the driven assembly after the
driven assembly is engaged with the drive system.

Claims

1. A motor assembly, comprising:

a flow diverter having at least one fluid channel
extending distally through an elongate catheter
body;
a motor housing adjacent the flow diverter, the
motor housing comprising a flange defining a
first aperture through which a first tube is con-
figured to pass, wherein the first tube is in fluid
communication with the at least one fluid chan-
nel; and
an electric motor having a rotor disposed within
the motor housing and configured to turn in re-
sponse to a stator current conducted through a
stator, wherein the rotor is configured to turn a
drive shaft extending distally through the elon-
gate catheter body.

2. The motor assembly of claim 1, wherein the flange
further defines a second aperture through which a
conductor is configured to pass, wherein the con-
ductor is communicatively coupled to a sensor posi-
tioned at a distal end of the elongate catheter body.

3. The motor assembly of claim 2, wherein the conduc-
tor comprises an optical fiber configured to conduct
a signal generated by the sensor.

4. The motor assembly of claim 2, wherein the conduc-
tor comprise an electrical conductor configured to
conduct a signal generated by the sensor.

5. The motor assembly of claim 1, wherein the flange

further defines a plurality of apertures through which
a plurality of tubes respectively pass, including the
first aperture through which the first tube passes.

6. The motor assembly of claim 5, wherein the first tube
is in fluid communication with a fluid source and is
configured to deliver a fluid flow distally through the
elongate catheter body; and wherein a second tube
of the plurality of tubes is in fluid communication with
a reservoir and is configured to deliver a fluid flow
proximally through the elongate catheter body.

7. The motor assembly of claim 1, wherein the flow di-
verter further comprises a lumen through which a
guidewire may pass.

8. The motor assembly of claim 7, wherein the flow di-
verter further comprises a resealing member dis-
posed at a proximal portion of the lumen.

9. The motor assembly of claim 7, wherein the lumen
extends proximally through the electric motor.

10. A catheter assembly including the motor assembly
of any of claims 1-9, comprising:

an elongate catheter body coupled to the flow
diverter;
a drive shaft extending distally through the elon-
gate catheter body; and
an impeller coupled to the drive shaft.
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