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Description

BACKGROUND

1. Technical Field

[0001] This application relates to a surgical stapling
device for applying staples to tissue. More particularly,
this application relates to a surgical stapling device hav-
ing an articulatable tool member for applying linear rows
of staples to tissue and concurrently incising the tissue
between the linear rows of staples.

2. Background of Related Art

[0002] Surgical devices for grasping or clamping tissue
between opposed jaw structure of a tool assembly and
thereafter fastening the clamped tissue are well known
in the art. These devices may include a knife for incising
the fastened tissue. The fasteners are typically in the
form of surgical staples but two part fasteners formed of
a material suitable for surgical use are also well known.
[0003] Typically, the tool member includes a staple car-
tridge which houses a plurality of staples arranged in at
least two laterally spaced rows and an anvil which in-
cludes a plurality of staple forming pockets for receiving
and forming staple legs of the staples as the staples are
driven from the cartridge. Generally, the stapling opera-
tion is effected by cam bars that travel longitudinally
through the staple cartridge, with the cam bars acting
upon staple pushers to sequentially eject the staples from
the staple cartridge. A knife can travel between the staple
rows to longitudinally cut and/or open the stapled tissue
between the rows of staples.
[0004] In laparoscopic and/or endoscopic surgical pro-
cedures, the surgical procedure is performed through a
small incision or through a narrow cannula inserted
through a small entrance wound in a patient. In conven-
tional or open procedures, surgeons directly access an
operative site. Because of reduced patient trauma, short-
ened patient recovery periods and substantial reduction
in overall cost, laparoscopic procedures are preferred
over open procedures. In order to address the specific
needs of endoscopic and/or laparoscopic surgical pro-
cedures, endoscopic surgical stapling devices have been
developed which provide a surgeon with easier access
to the operative site. Typically, these stapling devices
include an articulatable tool member which is supported
adjacent to the distal end of the stapling device. The tool
member can be selectively manipulated to allow a sur-
geon to manipulate a tool assembly in a confined space.
Tyco Healthcare Group, LP has manufactured and mar-
keted articulatable endoscopic stapling instruments with
the registered trade names MULTIFIRE ENDO GIA *30,
MULTIFIRE ENDO GIA 60 and ENDO GIA *Universal
for several years. These instruments have provided sig-
nificant clinical benefits to the field of endoscopic surgery.
Nonetheless, improvements in the area of reducing cost

and complexity of manufacture are desirable.
[0005] In making improvements or modifications to the
current instruments, it would be highly desirable not to
sacrifice any of the important benefits of the MULTIFIRE
ENDO GIA 30 and 60 instruments as compared to other
commercially available products. For example, any im-
provement should advantageously provide a fresh knife
blade for each firing of the instrument and permit opera-
tion of the instrument with multiple size disposable load-
ing units (DLU’s).
[0006] US 5,662,662 discloses various mechanisms,
and a method of operating them for use in a surgical
instrument. A shaft and an engaged lost motion operating
knob are provided for rotation relative to a handle portion.
A latch system prevents rotation of the shaft unless the
shaft is rotated by means of the knob. A cartridge is pro-
vided for rotation at the distal end of the shaft. Engaging
structures are provided for preventing rotation of the car-
tridge relative to the shaft when axial forces are applied
to the cartridge. A loading tool is provided for engaging
the cartridge to install the cartridge on the instrument.
The cartridge includes a washer for engaging a carrier
on which the cartridge is mounted so as to prevent rota-
tion of the washer. The washer is adapted to engage a
fastener advancing member in a first angular orientation
and is disengaged when the cartridge is rotated to es-
tablish a second relative angular orientation. In the first
angular orientation, the fastener advancing member is
restrained against longitudinal movement to assist in in-
stallation of the cartridge onto the instrument. The distal
end of the instrument can be articulated, and a helical
gear operator is provided for effecting the articulation.
The helical gear pitch decreases in a direction such that
the mechanical advantage is increased as the articulation
angle increases. A trigger actuating system includes a
trigger lever with a cam channel, a pin in the cam channel,
and a link connected at one end to the pin and at the
other end to a reciprocatable driver. A frame is provided
with a guide channel for guiding an end of the pin. The
trigger lever is pivotally mounted to the frame and biased
to a normally unactuated position.
[0007] EP 0 593 920 discloses a surgical apparatus
(10) for placing lateral lines of surgical fasteners into body
tissue. The apparatus (10) includes an endoscopic body
having an elongated proximal portion (12) and an artic-
ulating distal portion (14) which moves relative to the
proximal portion (12). A cartridge assembly (16) and an
anvil member (18) are detachably mounted adjacent the
articulating distal portion (14) which move relative to one
another between an open position and a closed position.
A camming mechanism (20) is associated with the artic-
ulating portion (14) of the apparatus (10) for moving the
anvil member (18) relative to the cartridge assembly (16),
and a linkage system (58,60) is provided for effectuating
the articulation of the distal portion (14) of the endoscopic
body to increase the range of operability of the apparatus
(10).; In addition, a driving mechanism (24) is provided
for ejecting the surgical fasteners from the cartridge as-
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sembly (16). US 5,901,895 discloses an apparatus for
applying surgical fasteners to body tissue which includes
a body having a proximal portion defining a central lon-
gitudinal axis and an articulating distal portion; a fastener
cartridge containing at least one surgical fastener therein
and positionable in the articulating distal portion; an anvil
mounted adjacent the fastener cartridge and defining a
fastener forming surface against which surgical fasteners
are formed when ejected from the fastener cartridge; a
fastener driving mechanism operatively associated with
the fastener cartridge and actuatable from the handle to
eject the at least one fastener from the fastener cartridge;
a link member having a distal portion offset from the body
central longitudinal axis and pivotably connected to the
articulating distal portion at a point spaced from the body
central longitudinal axis, the link member being movable
between a proximal-most position to move the distal por-
tion to an articulated condition away from the central lon-
gitudinal axis on a first side of the body and a distal-most
position to move the distal portion to an articulated con-
dition away from the central longitudinal axis on a second
side of the body; and a control lever connected to the link
member and pivotable about a point located along the
body central longitudinal axis between a first position cor-
responding to the proximal-most position of the link mem-
ber and a second position corresponding to the distal-
most position of the link member.
[0008] US 5 865 361 discloses a surgical stapling de-
vice according to the preamble of claim 1.

SUMMARY

[0009] The present invention is related to a surgical
stapling device according to claim 1.
[0010] Preferred embodiments are covered by the de-
pendent claims

BRIEF DESCRIPTION OF THE DRAWINGS

[0011] Various preferred embodiments of the presently
disclosed surgical stapling device are described herein
with reference to the drawings:

FIG. 1 is a perspective view of one preferred embod-
iment of the presently disclosed surgical stapling de-
vice;
FIG. 2 is a perspective view of another preferred em-
bodiment of the presently disclosed surgical stapling
device;
FIG. 3 is a side view of the surgical stapling device
shown in FIG. 2;
FIG. 4 is a top view of the surgical stapling device
shown in FIG. 2;
FIG. 5 is a perspective view with parts separated of
the handle assembly of the surgical stapling device
shown in FIG. 2;
FIG. 6 is a front side perspective view of the surgical
stapling device shown in FIG. 2 with a housing half

section, the rotatable knob, and the outer tube of the
elongated body removed;
FIG. 7 is an enlarged side perspective view with por-
tions broken away of the handle assembly of the sur-
gical stapling device shown in FIG. 2 with the housing
half section removed;
FIG. 8 is an enlarged side view of the handle assem-
bly with portions broken away of the surgical stapling
device shown in FIG. 2 with the housing half section
removed;
FIG. 9 is a rear side perspective view of the surgical
stapling device shown in FIG. 2 with the housing half
section, the rotatable knob, and the outer tube of the
elongated body of the instrument removed;
FIG. 10 is a side vertical cross sectional view of the
surgical stapling device shown in FIG. 2;
FIG. 11 is an exploded side perspective view of the
rotatable knob and articulation assembly of the sur-
gical stapling device shown in FIG. 2;
FIG. 12 is a side cross sectional view of the rotatable
knob, articulation assembly and elongated body of
the surgical stapling device shown in FIG. 1;
FIG. 12A is an exploded side perspective view of the
elongated body, firing rod, sensor plate and shim of
the surgical stapling device shown in FIG. 1;
FIG. 13 is a side perspective view of the rack lock of
the surgical stapling device shown in FIG. 1;
FIG. 14 is a bottom perspective view of the rack lock
shown in FIG. 13;
FIG. 15 is an exploded top perspective view of the
articulation lever, cam cover and cam member as-
sembly, and drive member of the surgical stapling
device shown in FIG. 1;
FIG. 16 is an exploded top perspective view of the
elongated body of the surgical stapling device shown
in FIG. 2 illustrating the lock button and the plate and
spring assembly;
FIG. 17 is a side perspective view of the elongated
body of the surgical stapling device shown in FIG. 2
with the outer tube of the elongated body removed;
FIG. 18 is an enlarged side view, with portions broken
away, of the handle assembly of the surgical stapling
device shown in FIG. 2 with a housing half section
removed and the pawl engaging the lock rack;
FIG. 19 is a top perspective view of the pawl and
plunger mechanism of the surgical stapling device
shown in FIG. 2;
FIG. 20 is a top front perspective view of the surgical
stapling device shown in FIG. 2 with the disposable
loading unit detached from the elongated body;
FIG. 21 is a side cross sectional view of the dispos-
able loading unit of the surgical stapling device
shown in FIG. 2 which does not form part of the in-
vention;
FIG. 22 is an exploded top perspective view of the
tool assembly of the disposable loading unit shown
in FIG. 21;
FIG. 23 is an enlarged perspective view, with por-
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tions broken away, of the distal end of the anvil as-
sembly of the surgical stapling device shown in FIG.
2 showing a plurality of staple forming cavities;
FIG. 24 is an enlarged top perspective view of the
distal end of the staple cartridge of the surgical sta-
pling device shown in FIG. 2;
FIG. 25 is a side cross sectional view taken along a
portion of section lines 25-25 of FIG. 24;
FIG. 26 is an enlarged perspective view of the actu-
ation sled, the pushers and the fasteners of the sur-
gical stapling device shown in FIG. 2;
FIG. 27 is a bottom perspective view of the staple
cartridge shown in FIG. 22;
FIG. 28 is an enlarged exploded top perspective view
of the proximal body portion and mounting assembly
of the disposable loading unit shown in FIG. 21 which
does not form part of the invention:
FIG. 28a is an enlarged side perspective view of the
blow out plate assembly of the surgical stapling de-
vice shown in FIG. 2;
FIG. 28b is a top view, with portions broken away,
of the proximal end of the tool assembly and the distal
end of the proximal body portion of the disposable
loading unit with the top housing half of the dispos-
able loading unit removed;
FIG. 28c is a side vertical cross sectional view of the
proximal end of the tool assembly and the distal end
of the proximal body portion of the disposable load-
ing unit of the surgical stapling device shown in FIG.
2;
FIG. 28d is a top perspective view of the locking
member of the blow out plate assembly of the sur-
gical stapling device shown in FIG. 2;
FIG. 28e is a front elevational view of the locking
member shown in FIG. 28d;
FIG. 28f is a top view, with portions broken away, of
the locking member shown in FIG. 28d;
FIG 28g is a vertical cross sectional view, with por-
tions broken away, of the proximal end of the tool
assembly and the distal end of the proximal body
portion of the disposable loading unit of the surgical
stapling device shown in FIG. 2;
FIG. 28h is a transverse cross sectional view, with
portions broken away, of the proximal end of the tool
assembly and the distal end of the proximal body
portion of the disposable loading unit of the surgical
stapling device shown in FIG. 2;
FIG. 29 is an enlarged perspective view, with por-
tions broken away, of the mounting assembly of the
disposable loading unit shown in FIG. 21 mounted
to a distal end portion of the proximal body portion
and which does not form part of the invention,
FIG. 30 is a perspective view of the distal end of the
proximal body portion and the mounting assembly
of the disposable loading unit shown in FIG. 21 with
the upper housing half section removed and which
does not form part of the invention;
FIG. 31 is a perspective view of the proximal body

portion and the mounting assembly of the disposable
loading unit shown in FIG. 21 with the upper housing
half section and outer tube removed and which does
not form part of the invention;
FIG. 32 is a perspective view with parts separated
of the axial drive assembly of the surgical stapling
device shown in FIG. 2;
FIG. 33 is an enlarged perspective view of the axial
drive assembly shown in FIG. 32;
FIG. 34 is an enlarged perspective view of the distal
end of the axial drive assembly shown in FIG. 33;
FIG. 35 is an enlarged perspective view of the distal
end of the axial drive assembly shown in FIG. 32;
FIG. 36 is an enlarged perspective view of the locking
device shown in FIG. 32;
FIG. 37 is an enlarged perspective view of a lower
housing half of the proximal body portion of the dis-
posable loading unit shown in FIG. 21;
FIG. 38 is a top horizontal cross sectional view of
the proximal end of the disposable loading unit
shown in FIG. 21;
FIG. 39 is a side cross sectional view of the distal
end of the proximal body portion, the mounting as-
sembly and the proximal end of the tool assembly of
the disposable loading unit shown in FIG. 21;
FIG. 40 is a perspective view of the distal end of the
elongated body portion of the surgical stapling de-
vice shown in FIG. 2;
FIG. 41 is a perspective view of the proximal end of
the disposable loading unit shown in FIG. 21;
FIG. 42 is a side view of the proximal end of the
disposable loading unit shown in FIG. 21 and the
distal end of the elongated body portion of the sur-
gical stapling device shown in FIG. 2 prior to attach-
ment of the disposable loading unit to the elongated
body portion;
FIG. 42a is an enlarged perspective view of the prox-
imal end of the disposable loading unit shown in FIG.
21;
FIG. 43 is a side view of the proximal end of the
disposable loading unit and the distal end of the elon-
gated body portion during attachment of the dispos-
able loading unit to the elongated body portion of the
surgical stapling device shown in FIG. 2;
FIG. 44 is a side cross sectional view of the distal
end of the elongated body portion of the surgical sta-
pling device shown in FIG. 2 and the proximal end
of the disposable loading unit shown in FIG. 21 dur-
ing attachment of the disposable loading unit to the
elongated body portion;
FIG. 45 is a side view of the proximal end of the
disposable loading unit and the distal end of the elon-
gated body portion during attachment of the dispos-
able loading unit to the elongated body portion;
FIG. 46 is a perspective partial cut away view, with
portions broken away, of the proximal end of the dis-
posable loading unit and the distal end of the elon-
gated body portion during attachment of the dispos-
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able loading unit to the elongated body portion;
FIG. 47 is a side cross-sectional view of the surgical
stapling device shown in FIG. 2 in the unapproximat-
ed position;
FIG. 48 is an enlarged view of the indicated area of
detail shown in FIG. 47;
FIG. 49 is an enlarged view of the indicated area of
detail shown in FIG. 47;
FIG. 50 is a cross-sectional view taken along section
lines 50-50 shown in FIG. 49;
FIG. 51 is a side view of the handle assembly of the
surgical stapling device shown in FIG. 2 with the han-
dle housing and the rotatable knob shown in phan-
tom and illustrating the sequence of operation during
attachment of a disposable loading unit to the surgi-
cal stapling device;
FIG. 52 is a top view, with portions broken away, of
the cam cover and cam member assembly and sen-
sor cap illustrating the sequence of operation during
attachment of a disposable loading unit to the elon-
gated body of the surgical stapling device;
FIG. 52A is a top view of the cam cover and cam
member assembly and sensor cap prior to attach-
ment of a disposable loading unit to the elongated
body portion of the surgical stapling device;
FIG. 53 is a side cross-sectional view of the tool as-
sembly of the surgical stapling device shown in FIG.
2 in the unapproximated position;
FIG. 54 is a side cross-sectional view, with portions
broken away, of the handle assembly of the surgical
stapling device shown in FIG. 2 during approximation
of the surgical stapling device.
FIG. 55 is an enlarged view of the indicated area of
detail shown in FIG. 54;
FIG. 56 is a side cross-sectional view of the proximal
end of the proximal body portion of the disposable
loading unit of the surgical stapling device shown in
FIG. 2 after the device has been approximated;
FIG. 57 is a side cross sectional view of the tool as-
sembly of the disposable loading unit of the surgical
stapling device shown in FIG. 2 in the approximated
position;
FIG. 58 is a side cross sectional view of the handle
assembly of the surgical stapling device shown in
FIG. 2 in the approximated position with the handle
in the non-compressed position;
FIG. 59 is a cross-sectional view taken along a por-
tion of section lines 59-59 of FIG. 58;
FIG. 60 is a side cross sectional view of the handle
assembly of the surgical stapling device shown in
FIG. 2 with the plunger disengaged from the vertical
pawl;
FIG. 61 is a cross-sectional view taken along a por-
tion of section lines 61-61 of FIG. 60;
FIG. 62 is an enlarged view of the indicated area of
detail shown in FIG. 60;
FIG. 63 is a side cross-sectional view of the handle
assembly of the surgical stapling device shown in

FIG. 2 during the firing stroke of the surgical stapling
device;
FIG. 64 is a cross sectional view taken along a por-
tion of section lines 64-64 of FIG. 63;
FIG. 65 is an enlarged view of the indicated area of
detail shown in FIG. 63;
FIG. 66 is a cross-sectional view of the distal end of
the tool assembly during the firing stroke of the sur-
gical stapling device;
FIG. 67 is a side cross-sectional view of the tool as-
sembly of the surgical stapling device shown in FIG.
2 after completion of the firing stroke;
FIG. 68 is a side view of the handle assembly of the
surgical stapling device shown in FIG. 2 during re-
traction of the actuation shaft;
FIG. 69 is a top view of the rotatable knob and artic-
ulation mechanism of the surgical stapling device
shown in FIG. 2 with the tool assembly articulated in
a first direction with the rotatable knob and the artic-
ulation lever shown in phantom;
FIG. 70 is a top view of the rotatable knob and artic-
ulation mechanism of the surgical stapling device
shown in FIG. 2 with the tool assembly articulated in
a second direction;
FIG. 71 is a side perspective view of the articulation
mechanism of the surgical stapling device shown in
FIG. 2;
FIG. 72 is a top view of the rotatable knob and artic-
ulation mechanism of the surgical stapling device
shown in FIG. 2 with the rotatable knob and articu-
lation lever shown in phantom;
FIG. 73 is a top view of the distal end of the dispos-
able loading unit prior to articulation of the tool as-
sembly;
FIG. 74 is a top view of the distal end of the dispos-
able loading unit during articulation of the tool as-
sembly in a first direction;
FIG. 75 is a top view of the distal end of the dispos-
able loading unit shown in FIG. 21 during articulation
of the tool assembly in a second direction;
FIG. 76 is a side perspective view of the surgical
stapling device shown in FIG. 2 with the tool assem-
bly articulated in a first direction;
FIG. 77 is a side perspective view of the surgical
stapling device shown in FIG. 2 with the tool assem-
bly articulated in a second direction;
FIG. 78 is a side partial cross-sectional view of a
portion of the disposable loading unit shown in FIG.
21 during retraction of the locking device;
FIG. 79 is a side partial cross-sectional view of a
portion of the disposable loading unit shown in FIG.
21 with the locking device in the locked position;
FIG. 80 is an enlarged exploded perspective view of
the proximal body portion and mounting assembly
of another preferred embodiment of the disposable
loading unit;
FIG. 81 is an enlarged side perspective view of the
blow out plate assembly of the disposable loading
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unit shown in FIG. 80;
FIG. 82 is a top view, with portions broken away, of
the proximal end of the tool assembly and the distal
end of the proximal body portion of the disposable
loading unit shown in FIG. 80 with the top housing
half of the disposable loading unit removed;
FIG. 83 is a side cross-sectional view of the proximal
end of the tool assembly and the distal end of the
proximal body portion of the disposable loading unit
shown in FIG. 80;
FIG. 84A is a top perspective view of the locking
member of the blow out plate assembly of the dis-
posable loading unit shown in FIG. 80;
FIG. 84B is a front elevational view of the locking
member shown in FIG. 84A;
FIG. 84C is a top view of the locking member shown
in FIG. 84A;
FIG. 85 is a side cross-sectional view of the proximal
end of the tool assembly and the distal end of the
proximal body portion of the disposable loading unit
shown in FIG. 80;
FIG. 86 is a transverse cross-sectional view of the
proximal end of the tool assembly and the distal end
of the proximal body portion of the disposable load-
ing unit shown in FIG. 80;
FIG. 87 is a perspective view of the distal end of the
proximal body portion and the mounting assembly
of the disposable loading unit shown in FIG. 80;
FIG. 88 is a perspective view of the distal end of the
proximal body portion and mounting assembly of the
disposable loading unit shown in FIG. 80 with the
upper housing half removed;
FIG. 89 is a perspective view of the distal end of the
proximal body portion with the upper housing half
section removed;
FIG. 90 is a perspective view of the upper housing
half of the proximal body portion of the disposable
loading unit shown in FIG. 80;
FIG. 90A is an enlarged view of the indicated area
of detail shown in FIG. 90; FIG. 91 is a perspective
view of the articulation link of the disposable loading
unit shown in FIG. 80;
FIG. 91A is an enlarged view of the indicated area
of detail shown in FIG. 91;
FIG. 92 is a side view of the upper housing half and
the articulation link of the disposable loading unit
shown in FIG. 80;
FIG. 93 is a side view of the upper housing half and
articulation link of the disposable loading unit shown
in FIG. 80 as the articulation link is advanced to ar-
ticulate the tool assembly;
FIG. 94 is a perspective view of the locking member
of the disposable loading unit shown in FIG. 80;
FIG. 95 is a perspective view of the proximal end of
the proximal body portion of the disposable loading
unit shown in FIG. 80; and
FIG. 96 is a top view of the proximal end of the prox-
imal body portion of the disposable loading unit

shown in FIG. 80.

DETAILED DESCRIPTION OF PREFERRED EMBOD-
IMENTS

[0012] Preferred embodiments of the presently dis-
closed surgical stapling device will now be described in
detail with reference to the drawings in which like refer-
ence numerals designate identical or corresponding el-
ements in each of the several views.
[0013] In the description that follows, the term "proxi-
mal", as is traditional, will refer to the end of the stapling
device which is closest to the operator, while the term
distal will refer to the end of the device which is furthest
from the operator.
[0014] FIGS. 1-4 illustrate one preferred embodiment
of the presently disclosed surgical stapling device shown
generally as 10. Briefly, surgical stapling device 10 in-
cludes a handle assembly 12 and an elongated body 14.
As illustrated in FIGS. 1 and 2, the length of elongated
body 14 may vary to suit a particular surgical procedure.
A disposable loading unit or DLU 16 is releasably secured
to a distal end of elongated body 14. DLU 16 includes a
proximal body portion 18, which forms an extension of
elongated body 14, and a distal tool assembly 20 includ-
ing a cartridge assembly 22 and an anvil assembly 24.
Tool assembly 20 is pivotably connected to body 18 about
an axis substantially perpendicular to the longitudinal ax-
is of elongated body 14. Cartridge assembly 22 houses
a plurality of staples. Anvil assembly 24 is movable in
relation to cartridge assembly 22 between an open po-
sition spaced from cartridge assembly 22 and an approx-
imated or clamped position in juxtaposed alignment with
cartridge assembly 24. Preferably, the staples are
housed in cartridge assembly 22 to apply linear rows of
staples having a length measuring from about 30mm to
about 60mm, although other staple configurations and
lengths are envisioned.
[0015] Handle assembly 12 includes a stationary han-
dle member 26, a movable handle or trigger 28 and a
barrel portion 30. A rotatable member 32 is preferably
rotatably mounted to the forward end of barrel portion 30
and secured to elongated body 14 to facilitate rotation of
elongated body 14 in relation to handle assembly 12. An
articulation lever 122 is supported on a distal portion of
barrel portion 30 and is operable, in a manner to be de-
scribed hereafter, to effect articulation of tool assembly
20 with respect to body portion 18 of DLU 16. A pair of
return knobs 36 are movably supported along barrel por-
tion 30 to effect movement of surgical stapling device 10
from an advanced position to a retracted position, as will
be described in detail below.
[0016] Referring to FIGS. 5-8, handle assembly 12 in-
cludes a housing 38, which is preferably formed from
plastic molded housing half-sections 38a and 38b. Alter-
nately, other materials may be used to form the housing
including metals, e.g., stainless steel. Housing 38 forms
stationary handle 26 and barrel portion 30 of handle as-
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sembly 12 (see FIG. 1). Movable handle 28 is rotatably
supported between housing half-sections 38a and 38b
about a cylindrical member 40 which is received within
an opening 41 in movable handle 28. A biasing member
42, which is preferably a torsion spring, urges movable
handle 28 away from stationary handle 26 to a non-com-
pressed position. Movable handle 28 includes a pair of
throughbores 46 dimensioned to receive a pivot member
47. A pawl 48 is rotatably supported on pivot member 47
and is biased by a spring 50 towards actuation shaft 52.
[0017] Actuation shaft 52 is slidably supported be-
tween retracted and advanced positions within barrel por-
tion 30 of housing 38 and includes a distal end defining
a recess 54 configured to rotatably receive the proximal
end 56 of firing rod 58. A spring biased retract arm 57 is
rotatably mounted between housing half-sections 38a
and 38b and includes an extension 57a. Extension 57a
is positioned within a slot 59 (FIG. 5) formed in actuation
shaft 52 to urge actuation shaft 52 to a fully retracted
position. Actuation shaft 52 includes a toothed rack 60.
Pawl 48 has an engagement finger 62 which is biased
by spring 50 towards toothed rack 60 of actuation shaft
52. When movable handle 28 is actuated, i.e., is com-
pressed towards stationary handle 26 against the bias
of spring 42, engagement finger 62 of pawl 48 engages
toothed rack 60 of actuation shaft 52 to advance actuation
shaft 52 and firing rod 58 distally. Firing rod 58 preferably
includes a distal end which is formed from stainless steel
and the remaining portion (approximately 90%) formed
from aluminum. The two parts may be press fit together.
Alternately, firing rod 58 may be formed from a single
material or any material or materials having the requisite
strength requirements.
[0018] Referring to FIGS. 5, 13 and 14, rack lock 64
including pivot members 66 is pivotably supported about
pivot members 66 between housing half-sections 38a
and 38b. A biasing member 67a, which is preferably a
torsion spring, is positioned to urge rack lock 64 in a clock-
wise direction as viewed in FIG. 5. Rack lock 64 includes
blocking portion 64a which is positioned within housing
38 to prevent engagement between engagement finger
62 of pawl 48 and toothed rack 60 of actuation shaft 52
when a DLU 16 is not attached to stapling device 10 and
movable handle 28 is compressed (See FIG. 18). When
a DLU is attached to device 10, rack lock 64 is pivoted,
in a manner to be described below, to move blocking
portion 64a of rack lock 64 to a non-blocking position in
which finger 62 of pawl 48 is free to engage toothed rack
60 of actuation shaft 52. Rack lock 64 also includes a
locking portion 64b which is positioned within a recess
52a of actuation shaft 52 to prevent axial movement of
actuation shaft 52 until after a DLU 16 (FIG. 1) has been
attached to the device.
[0019] Referring to FIGS. 5 and 19, a vertical pawl 69
is slidably positioned in a slot 68 defined between housing
half-sections 38a and 38b. Vertical pawl 69 is movable
from an extended or upward position in which the tip 69a
of pawl 69 engages a notch 67 formed in the distal end

of actuation shaft 52, to a retracted or downward position
in which tip 69a of pawl 69 is spaced from actuation shaft
52. A spring 70 supported between housing half-sections
38a and 38b is positioned to urge pawl 69 to the extended
position. In the extended position, pawl 69 prevents ad-
vancement of actuation shaft 52 to prevent firing of sta-
pling device 10.
[0020] A plunger 72 is reciprocably supported between
spaced cylindrical channels 74 formed in housing half-
sections 38a and 38b. Plunger 72 includes a cam mem-
ber 76. A spring 78 is positioned on each end of plunger
72 within cylindrical channels 74. Springs 78 urge plunger
72 to a position wherein cam member 76 is centrally po-
sitioned between a pair of cam surfaces 80 formed on
vertical pawl 69. Each cam surface 80 has a recess 82a
(FIG. 19) formed therein for releasably receiving cam
member 76 of plunger 72.
[0021] Each end 72a (FIG. 1) of plunger 72 extends
through stationary handle 26 and can be pressed against
the bias of one of springs 78 to force cam member 76
into engagement with a respective one of cam surfaces
80 on vertical pawl 66. When cam member 76 is moved
into engagement with one of cam surfaces 80, vertical
pawl 69 is urged from the extended position to the re-
tracted position to move tip 69a of vertical pawl 69 out of
notch 67 of actuator shaft 52. See FIGS. 61 and 62. Sta-
pling device 10 is now in a fire-ready position. The posi-
tioning of tip 76a of cam member 76 in recess 80a of a
respective cam surface 80 retains vertical pawl in the
retracted position to maintain device 10 in the fire-ready
position.

RETRACTION MECHANISM

[0022] A retraction mechanism which includes return
knobs 36 (FIG. 1) is connected to the proximal end of
actuation shaft 52 by a coupling rod 82. Coupling rod 82
has right and left engagement portions 82a and 82b
which extend through elongated slots 83 (FIG. 1) formed
in housing half-sections 38a and 38b and are configured
to receive return knobs 36. A central portion 82c of cou-
pling rod 82 is dimensioned to be slidably received within
slots 84 formed in the proximal end of actuation shaft 52.
A release plate 86 is supported on one side of actuation
shaft 52 by a pair of pins 88. Pins 88 are positioned within
angled cam slots 90 formed through release plate 86.
Coupling rod 82 extends through an opening 92 formed
in the proximal end of release plate 86.
[0023] In use, when knobs 36 are pulled rearwardly by
a surgeon, coupling rod 82 initially moves release plate
86 rearwardly in relation to actuation shaft 52 as rod 82
slides in slots 84 of actuation shaft 52. As this occurs,
pins 88 cam release plate 86 downwardly to a position
covering toothed rack 60 of actuation shaft 52 to disen-
gage finger 62 of pawl 48 from toothed rack 60. When
coupling rod 82 is pulled rearwardly to a position at which
it engages the back end 84a of slots 84, additional rear-
ward movement knobs 36 effect proximal movement of
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actuation shaft 52 and firing rod 58.
[0024] A hook 96 is supported in a slot 98 formed in a
top surface of actuation shaft 52. Hook 96 includes a
throughbore 96a dimensioned to receive coupling rod
82. A forward end of hook 96 includes an upturned portion
98 configured to receive one looped end 100a of spring
100. The opposite end of spring 100 includes a loop 100b
dimensioned to receive a post 102 formed on actuation
shaft 52. Spring 100 is maintained in tension to urge cou-
pling rod 82 towards the forward end of slots 84 in actu-
ation shaft 52. When coupling rod 82 is positioned at the
forward end of slots 84 of actuation shaft 52, release
plate 86 is held or cammed in a raised position above
toothed rack 60 of actuation shaft 52 (FIG. 8).

ROTATION ASSEMBLY

[0025] Referring to FIGS. 5 and 10-12, rotatable knob
32 is preferably formed from molded plastic half-sections
32a and 32b, although other materials, e.g., metals, and
manufacturing methods are envisioned. The inner sur-
face of the proximal end of rotatable knob 32 includes an
annular ring 106 dimensioned to be received within an
annular slot 108 formed in the forward end of barrel por-
tion 30 of handle assembly 12 to rotatably attach knob
32 to handle assembly 12. An O-ring 107 is positioned
between annular ring 106 and handle assembly 12 to
create a friction drag between knob 32 and handle as-
sembly 12. The friction drag prevents free rotation of knob
32 in relation to handle assembly 12. The outer surface
of the proximal end of rotatable knob 32 includes a scal-
loped configuration 110 to facilitate gripping of rotatable
knob 32. The inner surface of the distal end of rotatable
knob 32 defines an opening 112 and includes a protrusion
114 configured and dimensioned to be received within
openings 116 formed in the proximal end of elongated
body 14. The central portion of rotatable knob 32 includes
a post 118 and defines a transverse channel 120 config-
ured to operably receive the articulation mechanism of
the stapling device 10 as will be described in detail below.

ARTICULATION MECHANISM

[0026] Referring also to FIG. 15, the articulation mech-
anism of the presently disclosed stapling device 10 in-
cludes an articulation lever 122, a cam member 124, a
cam cover 126, a drive member 128 and an articulation
member or link 130 (FIG. 11). Articulation lever 122 is
rotatably secured to post 118 of rotatable knob 32 by a
lever pin 132. Although lever pin 132 is shown as a sep-
arate element from lever 122, it is envisioned that pin 132
may be integrally formed with lever 122. A projection 134
(FIG. 12) extends downwardly from a bottom surface of
lever 122 and is received within an elongated slot 136
formed in cam cover 126. Cam member 124 is fixedly
secured to the base of cam cover 126 by a pair of press-
fit projections 126a (FIG. 15) which are received within
openings 124a formed in cam member 124. Alternately,

other known fastening techniques including screws,
snap-fit connectors, welding, interlocking members, etc.,
may be used to secure cam cover 126 to cam member
124. Cam cover 126 and cam member 124 define an
assembly having front and rear ledges 140. The assem-
bly is dimensioned to be slidably positioned in transverse
channel 120. Ledges 140 are received within recesses
142 formed in channel 120 to prevent separation of the
cam cover and cam member assembly from channel 120
and to limit the cam cover and cam member to linear
movement. Preferably, cam cover 126 is formed of plastic
and cam member 124 is formed of a metal, e.g., stainless
steel. Alternately, other materials of construction are en-
visioned.
[0027] Transverse channel 120 of rotatable knob 32
includes a longitudinal slot 144 extending therethrough.
Cam member 124 has a stepped cam slot 146 formed
therethrough. A cam pin 148 includes a first projection
150 which extends upwardly as viewed in FIG. 12 through
longitudinal slot 144 and is received within stepped cam
slot 146 of cam member 124. Cam pin 148 also includes
a second projection 152 which extends downwardly as
viewed in FIG. 12 into an opening 154 formed in drive
member 128.
[0028] Drive member 128 includes a body portion 128a
including opening 154 and a longitudinal extension 128b.
An engagement member 156 is formed at the distal end
of longitudinal extension 128b. Engagement member
156 is configured to be received within an opening 158
formed in the proximal end of articulation link 130. The
distal end of articulation link 130 also includes engage-
ment structure 160 for engaging an articulation link po-
sitioned within a DLU 16 (FIG. 1) as will be described in
detail below.
[0029] In operation, when articulation lever 122 is ro-
tated about lever pin 132, projection 134 causes the cam
cover 126 and cam member 124 assembly to move
across transverse channel 120. Movement of cam mem-
ber 124 across transverse channel 124 causes stepped
cam slot 146 to move in relation to first projection 150 of
cam pin 148, thus causing cam pin 148 to move through
longitudinal slot 144. Longitudinal movement of cam pin
148 effects corresponding longitudinal movement of
drive member 128 and articulation link 130. The inter-
connection of articulation link 130 and the articulation
structure within DLU 16 will be described in detail below.

DLU SENSOR MECHANISM

[0030] Referring to FIGS. 5-12, surgical stapling de-
vice 10 includes a sensor mechanism for determining if
a DLU 16 has been attached to elongated body 14. The
sensor mechanism includes a sensor plate 170 (FIG. 5),
a rack lock release member 172 and a sensor cap 174
(FIG. 11). When elongated body 14 is of an extended
length, a sensor tube (not shown) may be positioned be-
tween sensor plate 170 and sensor cap 174 to translate
movement of sensor plate 170 to sensor cap 174. Sensor
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plate 170 is slidably positioned along a flat 58a formed
on firing rod 58 and includes a distal end 170a and a
proximal end 170b. In an alternate embodiment, a shim
or spacer 170c (FIG. 12A) may be positioned on sensor
plate 170 between an inner wall of elongated body 14.
Shim 170c functions to maintain sensor plate 170 in sli-
dable contact with firing rod 58 and in alignment with
sensor cap 174, thus preventing sensor plate 170 from
overriding and losing axial contact with sensor cap 174.
Although shown as being a separate element from sen-
sor plate 170, shim 170c may be integrally or monolithi-
cally formed with sensor plate 170. Sensor cap 174 is
slidably positioned within rotatable knob 32 between ad-
vanced and retracted positions and includes an articula-
tion locking tab 174a, a proximal flange 174b, and an
upper flat surface 174c. (See FIG. 11.) Upper flat surface
174c is positioned within rotatable knob 32 beneath
transverse channel 120 such that tab 174a extends up-
wardly through an opening in knob 32 into a cutout 176
formed in cam cover 126 and cam member 124. When
sensor cap 174 is in the advanced position, tab 174a is
positioned within cutout 176 to prevent movement of cam
member 124 along transverse channel 120 to prevent
articulation of surgical stapling device 10. When sensor
cap 174 is moved to the retracted position, in a manner
to be described below, tab 174a is moved proximally from
cutout 176 to permit movement of cam member 124 along
transverse channel 120 and thus, permit articulation of
surgical stapling device 10.
[0031] Rack lock release member 172 includes a distal
end 172a configured to engage flange 174b of sensor
cap 174 and a proximal end 172b positioned adjacent
rack lock 64. A biasing member 180, preferably a coil
spring, is positioned within a slot 172c formed in rack lock
release member 172 between one end of slot 172c and
a finger (not shown) extending into slot 172c from housing
assembly 12 to urge lock rack release member 172 dis-
tally and thus urge sensor cap 174 and sensor plate 170
distally to the advanced position.
[0032] In operation, when a DLU is not attached to sur-
gical stapling device 10, biasing member 180 maintains
lock rack release member 172, sensor cap 174 and sen-
sor plate 170 in their advanced positions. As discussed
above, in the advanced position, sensor cap locking tab
174a is positioned within cam member cutout 176 to pre-
vent articulation of surgical stapling device 10. In the ad-
vanced position, lock rack release member 172 is also
spaced from rack lock 64 such that locking portion 64b
of rack lock 64 is positioned within a recess 52a formed
in actuation shaft 52 to lock actuation shaft 52 in a fixed
retracted position and blocking portion 64a of rack lock
64 is positioned to prevent engagement of pawl 48 and
toothed rack 60 of actuation shaft 52. When a DLU 16 is
secured to the distal end of elongated body 14, the prox-
imal end of the DLU engages distal end 170a of sensor
plate 170 to move sensor plate 170 proximally. Proximal
movement of sensor plate 170 effects corresponding
proximal movement of sensor cap 174 and lock rack re-

lease member 172. Proximal movement of sensor cap
174 to the retracted position removes locking tab 174a
from cam member cutout 176 to permit selective articu-
lation of stapling device 10. When lock rack release mem-
ber 172 is moved proximally, the proximal end 172b of
member 172 abuts against a bottom surface of rack lock
64 to pivot locking portion 64b of rack lock 64 upwardly
out of recess 52a of actuation shaft 52 to facilitate ad-
vancement of actuation shaft 52 and to pivot blocking
portion 64a of rack lock 64 to a position not obstructing
engagement between engagement finger 62 of pawl 48
and toothed rack 60 of actuation shaft 52.
[0033] Referring to FIGS. 11, 12, 16 and 17, elongated
body 14 includes a body portion 14a, a body cover 14b
and an end cap 14c. Body cover 14b is positioned about
body portion 14a and end cap 14c is secured to the prox-
imal end of body portion 14a. Elongated body 14, as dis-
cussed above, is secured between rotatable knob half-
sections 32a and 32b via protrusions 114 formed on half-
sections 32a and 32b positioned within openings 116
formed in the proximal end of body portion 14a (openings
116a are also formed through end cap 14c). Elongated
body 14 defines a longitudinal throughbore through which
firing rod 58, sensor plate 170, and articulation link 130
extend. As discussed above, when elongated body 14 is
of an extended length, a sensor tube may also be pro-
vided within elongated body 14.
[0034] A lock button 190 and a plate and spring as-
sembly 192 are supported in recesses formed in elon-
gated body 14. Lock button 190 is slidably positioned
distally of spring assembly 192 (See FIG. 12) adjacent
the distal end of elongated body 14 and includes a distal
engagement finger 190a and a proximal tapered abut-
ment surface 190b. Finger 190a is positioned to engage
the proximal end of a DLU 16 (FIG. 1) during attachment
of the DLU 16 to elongated body 14. A biasing member
194 is provided to urge lock button 190 in a distal direc-
tion. Plate and spring assembly 192 includes a plate 192a
having a blocking portion 192b and a spring member
192c. Spring member 192c is preferably a leaf spring
which is secured directly to plate 192a. Alternately, other
configurations are envisioned, e.g., the plate and the
spring member are separate elements. Blocking portion
192b is positioned adjacent to a notch 196 formed in firing
rod 58 (FIG. 12).
[0035] When a DLU is attached to the distal end of
elongated body 14, as will be described in further detail
below, the DLU is inserted into elongated body 14 and
rotated in relation to elongated body 14 to lock DLU 16
thereon. During insertion of DLU 16 into elongated body
14, the proximal end of DLU 16 engages finger 190a of
lock button 190 and forces lock button 190 proximally
against the bias of spring 194 such that abutment surface
190b of lock button 190 engages plate 192a of assembly
192. Engagement between abutment surface 190b and
plate 192a moves blocking portion 192b, against the bias
of spring member 192c, into notch 196 of firing rod 58 to
lock firing rod 58 in an axially fixed position to prevent
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firing of the device until the DLU has been rotated to the
locked position. When the DLU is rotated to the locked
position, spring 194 returns lock button 190 to its distal
position spaced from plate 192a and spring member 192c
urges blocking portion 192b from notch 196 of firing rod
58 to permit axial movement of firing rod 58. Preferably,
movement of lock button 190 to its distal position provides
an audible indication that the DLU is locked on elongated
body 14.
[0036] FIG. 20 illustrates surgical stapling device 10
and a DLU 16 prior to attachment of the DLU to elongated
body 14 of device 10. As discussed above, prior to at-
tachment of DLU 16 to device 10, movable handle 16 is
rendered inoperable by rack lock 64 which prevents pawl
48 from engaging toothed rack 60 of actuation shaft 52
and locks actuation shaft 52 in a fixed axial position.
[0037] Referring also to FIG. 21, disposable loading
unit 16 includes proximal body portion 18 which is con-
figured to releasably engage the distal end of elongated
body 14, and distal tool assembly 20 which is pivotally
secured to the distal end of body portion 18 by a mounting
assembly 202 (FIG. 28).
[0038] Referring also to FIGS. 22-28, tool assembly 20
includes anvil assembly 24 and cartridge assembly 22
(FIG. 22). Anvil assembly 24 has anvil portion 204 having
a plurality of staple deforming concavities 206 (FIG. 23)
and a cover plate 208 secured to a top surface of anvil
portion 204 to define a cavity 210 (FIG. 25) therebetween.
Cover plate 208 is provided to prevent pinching of tissue
during approximation and firing of stapling device 10.
Cavity 210 is dimensioned to slidably receive a distal end
of an axial drive assembly 212 (See FIG. 28). A longitu-
dinal slot 214 extends through anvil portion 204 to facil-
itate passage of retention flange 284 (FIG. 28) of axial
drive assembly 212 through anvil cavity 210. A camming
surface 209 formed on anvil portion 204 is positioned to
be engaged by axial drive assembly 212 to facilitate ap-
proximation of the anvil and cartridge assemblies and
clamping of tissue 198 (FIG. 25). A pair of pivot members
211 formed on anvil portion 204 are positioned within
slots 213 formed in carrier 216 to guide the anvil portion
between the spaced and approximated positions. A pair
of stabilizing members 215 engage a respective shoulder
217 formed on carrier 216 to prevent anvil portion 204
from sliding axially relative to staple cartridge 220 as cam-
ming surface 209 is pivoted about pivot members 211.
[0039] Cartridge assembly 22 includes carrier 216
which defines an elongated support channel 218. Elon-
gated support channel 218 is dimensioned and config-
ured to receive a staple cartridge 220. Corresponding
tabs 222 and slots 224 formed along staple cartridge 220
and elongated support channel 218, respectively, func-
tion to retain staple cartridge 220 at a fixed location within
support channel 218. A pair of support struts 223 formed
on staple cartridge 220 are positioned to rest on side
walls of carrier 216 to further stabilize staple cartridge
220 within support channel 218.
[0040] Staple cartridge 220 includes retention slots

225 for receiving a plurality of fasteners 226 and pushers
228. A plurality of spaced apart longitudinal slots 230
extend through staple cartridge 220 to accommodate up-
standing cam wedges 232 of actuation sled 234. A central
longitudinal slot 282 extends along the length of staple
cartridge 220 to facilitate passage of a knife blade 280
(FIG. 28). During operation of surgical stapler 10, actu-
ation sled 234 translates through longitudinal slots 230
of staple cartridge 220 to advance cam wedges 232 into
sequential contact with pushers 228, to cause pushers
228 to translate vertically within slots 224 and urge fas-
teners 226 from slots 224 into the staple deforming cav-
ities 206 of anvil assembly 20.
[0041] Referring to FIGS. 28 and 29, mounting assem-
bly 202 includes upper and lower mounting portions 236
and 238. Each mounting portion includes a threaded bore
240 on each side thereof dimensioned to receive thread-
ed bolts 242 (See FIG. 22) for securing the proximal end
of carrier 216 thereto. A pair of centrally located pivot
members 244 extends between upper and lower mount-
ing portions 236 and 238 through a pair of coupling mem-
bers 246 which engage the distal end of body portion 18.
Coupling members 246 each include an interlocking
proximal portion 248 configured to be received in grooves
249 formed in the proximal end of body portion 18 to
retain mounting assembly 202 and body portion 18 in a
longitudinally fixed position in relation thereto.
[0042] Body portion 18 of disposable loading unit 16
includes an upper housing half 250 and a lower housing
half 252 contained within an outer casing 251. The prox-
imal end of housing half 250 includes engagement lugs
254 for releasably engaging elongated body 14 in a bay-
onet coupling type fashion. The proximal end of housing
half 250 also includes an insertion tip 193 which will be
discussed in further detail below. Housing halves 250
and 252 define a channel 253 for slidably receiving axial
drive assembly 212. A second articulation link 256 is di-
mensioned to be slidably positioned within a slot 258
formed between housing halves 250 and 252. A pair of
blow out plates 255 are positioned adjacent the distal
end of body portion 18 adjacent the distal end of axial
drive assembly 212 to prevent outward bulging of drive
assembly 212 during articulation and firing of tool assem-
bly 20.
[0043] FIGS. 28a-h illustrate an alternate embodiment
of blow out plates 255 shown generally as blow out plate
assembly 254a. Blow out plate assembly 254a includes
a flexible body 255a and an H-block 256a. Flexible body
255a has a proximal end 258a and a distal end 260a.
The distal and proximal ends each include a retaining
portion 258b and 260b, respectively. Retaining portion
258b is configured to be and is fixedly received and en-
gaged within recesses 250a and/or 252a formed in re-
spective upper and/or lower housing halves 250 and 252
of DLU 16 (FIG. 28b). Retaining section 260b includes a
pair of J-shaped attachment members configured to be
and which are fixedly received and engaged within re-
cesses 236a and 238a formed in respective upper and/or
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lower mounting portions 236 and 238 of mounting as-
sembly 202. The tips 260c of J-shaped attachment mem-
bers are angled to engage and lock into recesses 236a
and 238b (FIG. 28g), and are preferably press-fit into the
walls that form recesses. A locking member 268a (FIGS.
28d-f) includes an H-shaped body having a pair of legs
266a and a central web 267a. Each leg 266a includes
an elongated retaining protrusion 270a having tapered
ends. Locking member 268a is dimensioned to be and
is press fit within recesses 250a and 252a formed in re-
spective upper and lower housing halves 250 and 252
of DLU 16 adjacent retaining section 258b to fixedly se-
cure the retaining section 258b within the recesses. A
central portion of blow out plate assembly 254a includes
a pair of substantially U-shaped spring portions 262a. U-
shaped spring portion 262a allows the central portion of
body 255a to flex slightly outwardly to accommodate slid-
ing and articulating movement of drive assembly 212
(FIG. 28) when tool assembly 20 is actuated, i.e., approx-
imated or fired. As shown in FIG. 28h, H-block 256A is
positioned with a small gap about spring portions 262a
to limit the extent to which U-shaped spring portions 262a
are able to flex to prevent buckling of the blow out plate
assembly 254a and drive assembly 212 during actuation
of device 10. A blow-out plate assembly 254a is posi-
tioned on each side of drive assembly 212 to prevent
outward buckling of drive assembly 212 during actuation
of device 10, including when device 10 is articulated.
[0044] Referring to FIGS. 30 and 31, second articula-
tion link 256 includes at least one elongated metallic
plate. Preferably, two or more metallic plates are stacked
to form link 256. The proximal end of articulation link 256
includes a hook portion 258 configured to engage artic-
ulation link 130 (See FIG. 6) and the distal end includes
a loop 260 dimensioned to engage a projection 262
formed on mounting portion 238 of mounting assembly
202. Projection 262 is laterally offset from pivot pin 244
such that linear movement of second articulation link 256
causes mounting assembly 202 to pivot about pivot pins
244 to articulate tool assembly 20 in relation to body por-
tion 18.
[0045] Referring also to FIGS. 32-35 and 39, axial drive
assembly 212 includes an elongated drive beam 266 in-
cluding a distal working head 268 and a proximal en-
gagement section 270. Drive beam 266 may be con-
structed from a single sheet of material or, preferably,
multiple stacked sheets. Engagement section 270 in-
cludes a pair of engagement fingers 270a and 270b which
are dimensioned and configured to mountingly engage
a pair of corresponding retention slots 272a and 272b
formed in drive member 272. Drive member 272 includes
a proximal porthole 274 configured to receive the distal
end 276 of firing rod 58 (See FIG. 12) when the proximal
end of disposable loading unit 16 is engaged with elon-
gated body 14 of surgical stapling apparatus 10.
[0046] The distal end of working head 268 of drive
beam 266 is defined by a vertical support strut 278 (FIG.
32) which supports a knife blade 280, and an abutment

surface 283 which engages the central portion of actua-
tion sled 234 during a stapling procedure. Surface 285
is located at the base of surface 283 and is configured
to receive a support member 287 (FIG. 39) which is sli-
dably positioned along the bottom of the staple cartridge
220. Knife blade 280 is positioned to translate slightly
behind actuation sled 234 through a central longitudinal
slot 282 in staple cartridge 220 (FIG. 22) to form an inci-
sion between rows of stapled body tissue. A retention
flange 284 projects distally from vertical strut 278 and
supports a cylindrical cam roller 286 at its distal end. Cam
roller 286 is dimensioned and configured to engage cam
surface 209 on anvil body 204 to clamp anvil portion 204
against body tissue.
[0047] Referring also to FIGS. 21 and 36-38, a locking
device 288 is pivotally secured to drive member 270
about a pivot pin 290. Locking device 288 includes a pair
of elongate glides 292 and 294 which define a channel
296. A web 298 joins a portion of the upper surfaces of
glides 292 and 294, and is configured and dimensioned
to fit within elongated slot 298 formed in drive beam 266
at a position distal of drive member 272. Horizontal cams
300 and 302 extend from glides 292 and 294 respectively,
and are accommodated along an inner surface of lower
housing half 252. As best shown in FIG. 38, a torsion
spring 304 is positioned adjacent drive member 270 and
engages horizontal cams 300 and 302 (FIG. 36) of lock-
ing device 288 to normally bias locking device 288 down-
ward toward lower housing half 252 onto ledge 310. Lock-
ing device 288 translates through housing portion 200
with axial drive assembly 212. Operation of locking de-
vice 288 will be described below.
[0048] FIGS. 80-96 illustrate an alternate embodiment
of the presently disclosed disposable loading unit. As dis-
cussed above with respect to DLU 16, DLU 516 includes
a mounting assembly 522. Mounting assembly 522 in-
cludes upper and lower mounting portions 580 and 582.
A centrally located pivot member 584 extends from each
of upper and lower mounting portions 580 and 582
through an opening 586a formed in a coupling member
586 which engages the distal end of proximal body por-
tion 518. Coupling members 586 each include an inter-
locking proximal portion 588 configured to be received
in grooves 590 formed in the proximal end of body portion
518 to retain mounting assembly 522 and body portion
518 in a longitudinally fixed position in relation to each
other.
[0049] Body portion 518 of disposable loading unit 516
(FIG. 21) includes an upper housing half 592 and a lower
housing half 594 contained within an outer casing 596.
The proximal end of housing half 592 includes engage-
ment lugs 596 for releasably engaging the distal end of
instrument 10 (FIG. 20) and an insertion tip 598. Lugs
596 form a bayonet type coupling with the distal end of
instrument 10. Housing halves 592 and 594 define a
channel 600 for slidably receiving axial drive assembly
536. An articulation link 602 is dimensioned to be slidably
positioned within a slot 604 formed housing upper and
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lower housing halves 592 and 594. A pair of blow out
plate assemblies 606 are positioned adjacent the distal
end of body portion 518 adjacent the distal end of axial
drive assembly 536 to prevent outward buckling and/or
bulging of drive assembly 536 during articulation and fir-
ing of tool assembly 520.
[0050] FIGS. 81-89 illustrate details of blowout plate
assemblies 606. Each blow out plate assembly 606 in-
cludes a laterally flexible body 610 and an H-block 612.
Flexible body 610 has a proximal end 614 and a distal
end 616. The distal and proximal ends each include a
retaining portion 618 and 620, respectively. Retaining
portion 618 is configured to be and is fixedly received
and engaged within recesses 621 and/or 622 formed in
upper and/or lower housing halves 592 and 594 of DLU
16 (FIGS. 21, 82, 85). Retaining section 620 includes a
pair of J-shaped attachment members configured to be
and which are fixedly received and engaged within re-
cesses 623 and 624 formed in upper and/or lower mount-
ing portions 580 and 582 of mounting assembly 522. The
tips 630 of J-shaped attachment members are angled to
engage and lock into recesses 623 and 624 (FIG. 82),
and are preferably press-fit into the walls that form the
recesses.
[0051] A locking member 634 (FIGS. 84a-84c) in-
cludes an H-shaped body having a pair of legs 636 and
a central web 638. Each leg 636 includes an elongated
retaining protrusion 640 having tapered ends. Locking
member 634 is dimensioned to be and is press fit within
recesses 621 and 622 formed in upper and lower housing
halves 592 and 594 (FIG. 83) of DLU 16 (FIG. 21) adja-
cent retaining section 618 to fixedly secure retaining sec-
tion 618 within the recesses. A central portion of blow
out plate assembly 606 includes spring portion or section
which preferably includes a pair of substantially U-
shaped spring portions 644. U-shaped spring portion 644
allows the central portion of body 610 to lengthen axially
and flex slightly outwardly relative to or of the longitudinal
axis to accommodate sliding and articulating movement
of drive assembly 536 (FIG. 80) including when tool as-
sembly 20 (FIG. 21) is actuated, i.e., approximated or
fired. By providing a support member which is capable
of axially lengthening, binding of the drive assembly due
to the difference in radius of curvature along the inner
and outer surfaces of the drive assembly adjacent the
pivot axis is substantially reduced.
[0052] As shown in FIG. 81, a limit member, which is
preferably formed as an H-block 612, is positioned with
a small gap about spring portions 644 to limit the extent
to which U-shaped spring portions 644 are able to flex
to prevent binding and/or buckling of the blow out plate
assembly 606 and drive assembly 536 during actuation
of device 510. A blow-out plate assembly 606 is posi-
tioned on each side of drive assembly 536 adjacent the
pivot axis of tool assembly 512 to prevent outward buck-
ling and/or binding of drive assembly 536 during actua-
tion of device 510, including when device 510 is articu-
lated.

[0053] Referring to FIGS. 80 and 87-93, an articulation
link 602 includes at least one elongated metallic plate.
Preferably, two or more metallic plates are stacked to
form link 602. The proximal end of articulation link 602
includes a hook portion 660 configured to engage the
articulation mechanism positioned within instrument 510
and the distal end includes a loop 662 dimensioned to
engage a projection 664 formed on mounting portion 580
of mounting assembly 522. Projection 664 is laterally off-
set from pivot member 584 such that linear movement
of articulation link 602 causes mounting assembly 522
to pivot about pivot members 584 to articulate tool as-
sembly 20 (FIG. 21) in relation to proximal body portion
518.
[0054] Elongated body portion 14 (FIG. 1) or proximal
body portion 518 may include a retaining member for
preventing articulation of tool assembly 520 until a pre-
determined force has been applied to articulation link
602. Preferably, lower housing half 594 of proximal body
portion 518 includes a recess 666 dimensioned to receive
a biasing member 668, e.g., a compression spring, and
a ball 670. Articulation member or link 602 includes a
concavity 672 dimensioned to partially receive ball 670.
Engagement between ball 670 and concavity 672 retains
articulation link 602 in the unarticulated position until it is
desired to articulate the tool assembly. Referring to FIGS.
90-93, in an alternate embodiment, a spherical protrusion
674 is formed monolithically or integrally with lower hous-
ing half 594 and is dimensioned to be received within a
recess, here shown as concavity 672, in articulation link
602. A cutout 676 is formed in lower housing half 594
such that protrusion 674 is supported on a flexible wall
678. When the tool assembly 520 is in the non-articulated
position, protrusion 674 rests within concavity 672 to pre-
vent movement of articulation link 602 (FIG. 91) unless
a predetermined axial force is applied to link 602. When
a sufficient or predetermined axial force is applied to link
602 and link 602 is moved linearly to articulate the tool
assembly, flexible wall 678 flexes downwardly as illus-
trated in FIG. 21 to permit articulation link 602 to move
distally. It is envisioned that multiple protrusions may be
provided on the housing to permit the tool assembly to
be selectively retained at multiple articulated and non-
articulated positions. Alternately, recesses may be
formed in the housing and a protrusion may be provided
on the articulation link. It is also envisioned that the
above-disclosed retaining member(s) can be formed in
elongated body portion 14 of the device.
[0055] Referring to FIGS. 80 and 94-96, axial drive as-
sembly 536 includes an elongated drive beam 680 in-
cluding a distal working head 682 (FIG. 80) and a prox-
imal engagement section 684. Drive beam 680 may be
constructed from a single sheet of material or, preferably,
multiple stacked sheets. Engagement section 684 in-
cludes a pair of engagement fingers 686 which are di-
mensioned and configured to mountingly engage a pair
of corresponding retention slots 688 formed in drive
member 690. Drive member 690 includes a proximal
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porthole 692 configured to receive the distal end of a
firing rod of an instrument 10 (FIG. 21) when the proximal
end of disposable loading unit 512 is engaged with the
elongated body of surgical stapling instrument 10.
[0056] The distal end of drive beam 680 is defined by
a vertical support strut 694 which supports knife blade
578, and an abutment surface 696 which engages the
central portion of actuation sled 234 (FIG. 22) during a
stapling procedure. Surface 698 is located at the base
of surface 696 and is configured to receive a support
member (not shown) which is slidably positioned along
the bottom of the staple cartridge assembly 22 (FIG. 22).
Knife blade 578 is positioned to translate at a position
slightly behind actuation sled 234 through a central lon-
gitudinal slot in staple cartridge assembly 22 to form an
incision between rows of stapled body tissue. Retention
flange 540 projects distally from vertical strut 694 and
supports cylindrical cam rollers 700 at its distal end. Cam
rollers 700 are dimensioned and configured to engage
cam surface 209 on anvil body 204 to clamp anvil body
204 against body tissue.
[0057] Referring to FIGS. 80 and 93-96, a locking
member 702 is supported on the proximal end of drive
beam 680. Locking member 702 has a generally H-
shaped configuration including first and second legs 704
and 706, a cross-over portion 708, and a pair of arms
710. Each leg 704 and 706 includes a lateral protrusion
712. Cross-over portion 708 is positioned within a slot
714 formed in drive beam 680 of drive assembly 536.
Protrusions 712 are received within recesses 716 formed
in lower housing half 594. When drive assembly is actu-
ated by applying a predetermined force to movable han-
dle 28 to advance drive beam 680 distally, protrusions
712 are forced from recesses 716 to provide an audible
and tactile indication that instrument 510 has been actu-
ated. Locking member 702 also prevents inadvertent par-
tial actuation of DLU 512, such as during shipping, by
locking drive beam 680 at a fixed position within DLU 512
until a predetermined axial force has been applied to the
drive beam 680.

SEQUENCE OF OPERATION

A. Attachment of DLU

[0058] Referring to FIGS. 20 and 40-48, to use stapling
device 10, a DLU 16 is first secured to the distal end of
elongated body 14. To secure DLU 16 (FIG. 41) to elon-
gated body 14 (FIG. 40), insertion tip 193 of DLU 16 is
positioned about the distal end 276 of firing rod 58 and
moved axially in the direction indicated by arrow "A" in
FIGS. 42 and 43. A channel (not shown) formed in the
distal end of elongated body 14 is provided for slidably
receiving hook portion 258 of second articulation link 256.
Lugs 254 will also be positioned within channels (not
shown) in the distal end of elongated body 14. As inser-
tion tip 193 advances into elongated body 14, one of lugs
254 engages engagement finger 190a of lock button 190

to move lock button 190 proximally against the bias of
spring 194 in the direction indicated by arrow "B" in FIGS.
43 and 44 within elongated body 14. As lock button 190
moves proximally, abutment surface 190b engages plate
192a of plate and spring assembly 192 to urge blocking
portion 192b of plate 192 in the direction indicated by
arrow "C" in FIG. 44 into notch 196 formed in firing rod
58 (FIG. 44). Positioning of blocking portion 192b in notch
196 of firing rod 58 prevents stapling device 10 from being
actuated, i.e., approximated or fired, until DLU 16 has
been rotated to a locked position.
[0059] Referring to FIG. 45, to lock DLU 16 in position
on elongated body 14, DLU 16 and/or body 14 is rotated
in relation to the other in the direction indicated by arrow
"D" in FIG. 45, to move nub 254 out of alignment with
finger 190a of lock button 190. When this occurs, lock
button 190 is moved distally by spring 194 in the direction
indicated by arrow "E" in FIG. 48 to allow blocking portion
192b of plate 192a to be moved by spring 192c in the
direction indicated by arrow "F" in FIG. 48 out of notch
196 of firing rod 58. Finger 190a is moved to a position
to the side of nub 254 to lock DLU 16 on elongated body
14. To remove DLU 16 from elongated body after it has
been locked in position, lock button 190 must be manually
moved proximally and this can only be done with firing
rod 58 in the retracted position. As illustrated in FIG. 46,
when DLU 16 is locked onto elongated body 14, engage-
ment structure 160 of articulation link 130 is operably
engaged with hook portion 258 of second articulation link
256.

B. Operation Of The Sensor Mechanism

[0060] Referring now to FIGS. 44 and 49-52, when
DLU 16 is inserted into elongated body 14 in the direction
indicated by arrow "A" in FIG. 44, tip 193 of DLU 16 en-
gages the distal end 170a of sensor plate 170 to move
sensor plate 170 proximally in the direction indicated by
arrow "G" in FIG. 44. Proximal end 170b of sensor plate
170, in turn, forces sensor cap 174 to move proximally
in the direction indicated by arrows "H" in FIGS. 49 and
50. Flange 174b of sensor cap 174 is engaged with rack
lock release member 172 such that rack lock release
member 172 is moved proximally in the direction indicat-
ed by arrow "I" in FIG. 51 into engagement with rack lock
64. Engagement between rack lock release member 172
and rack lock 64 causes rack lock 64 to rotate in the
direction indicated by arrow "J" in FIG. 51 to move block-
ing portion 64a of rack lock 64 to a position no longer
obstructing engagement between pawl 48 and toothed
rack 60 of actuation shaft 52, and to move locking portion
64b of rack lock 64 out of recess 52a of actuation shaft
52. Movement of sensor cap 174 proximally also moves
sensor cap tab 174a in the direction indicated by arrow
"K" in FIG. 52 from cam member cutout 176 to enable
operation of the articulation mechanism of surgical sta-
pling device 10.
[0061] Referring to FIGS. 42A and 52A, as discussed
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above, stapling device 10 is usable with both articulating
and non-articulating DLU’s. A non-articulating DLU 16a
(FIG. 42A) does not include insertion tip 193 (See FIG.
42). As such, the sensor mechanism including sensor
plate 170, sensor cap 174 and lock release member 172
are moved proximally a lesser distance when DLU 16a
is attached to elongated body 14. The distance the sensor
mechanism is moved proximally is sufficient to disengage
rack lock release member 172 from actuation shaft 52
but is insufficient to move tab 174a from cutout 176 (FIG.
52A).
[0062] Referring to FIGS. 47 -49, when a DLU is se-
cured to surgical stapling device 10, vertical pawl 66 is
positioned beneath an abutment surface 52a formed on
actuation shaft 52 and is urged to the retracted position.
As illustrated in FIG. 50, in this position, cam surfaces
80 of vertical pawl 66 are positioned below cam member
76 of plunger 72. Surgical stapling device 10 is now ready
to be approximated about tissue 320 (FIG. 45).

C. Approximation

[0063] Referring to FIGS. 54 and 55, to approximate
the cartridge and anvil assemblies 22 and 24, movable
handle 28 is moved in the direction indicated by arrow
"L" in FIG. 54 through an actuation stroke, i.e., movable
handle 28 is compressed towards stationary handle 26
against the bias of torsion spring 42 to move engagement
finger 62 of pawl 48 into engagement with a shoulder 52b
formed on actuation shaft 52. Subsequent movement of
movable handle 28 through the actuation stroke effects
advancement of actuation shaft 52 and firing rod 58. As
actuation shaft 52 is advanced, notch 67 formed in actu-
ation shaft 52 moves into alignment with vertical pawl 69
and vertical pawl 69 is urged by spring member 70 in the
direction indicated by arrow M in FIG. 55 into notch 67
to prevent further advancement of actuation shaft 52
(FIG. 55).
[0064] Referring to FIGS. 56 and 57, firing rod 58 is
connected at its distal end to axial drive assembly 212
including drive beam 266, such that advancement of fir-
ing rod 58 effects advancement of drive beam 266 in the
direction indicated by arrow "N" in FIGS. 56 and 57. As
drive beam 266 is advanced, cam roller 286 moves into
engagement with cam surface 209 of anvil portion 204
(FIG. 22) to urge anvil portion 204 in the direction indi-
cated by arrow "O" in FIG. 57 to approximate cartridge
and anvil assemblies 22 and 24 and clamp tissue 320
therebetween.
[0065] Referring to FIGS. 58 and 59, after movable
handle 28 is actuated to approximate cartridge and anvil
assemblies 22 and 24, biasing member 42 returns handle
28 in the direction indicated by arrow "P" in FIG. 58 to its
non-compressed position spaced from stationary handle
26. As illustrated, in this position, vertical pawl 69 is in
the extended position with tip 69a located within notch
67 of actuation shaft 52, thus preventing further advance-
ment of actuation shaft 52. In the extended position, cam

surfaces 80 on vertical pawl 69 are aligned with cam
member 76 of plunger 72 (See FIG. 59).

D. Operation Of The Plunger

[0066] Referring to FIGS. 60-62, when stapling device
10 is approximated, vertical pawl 69 is engaged within
notch 67 of actuation shaft 52 to lock actuation shaft 52
in the approximated position. To release or unlock the
actuation shaft 52 and put stapling device 10 in a fire-
ready position, plunger 72 is provided. When plunger 72
is pressed in the direction indicated by arrow "Q" in FIG.
61, cam member 76 of plunger 72 engages cam surfaces
80 of vertical pawl 69 to urge vertical pawl 69 in the di-
rection indicated by arrow "R" in FIG. 61 to its retracted
position. In the retracted position, tip 69a of vertical pawl
69 is outside of notch 67 of actuation shaft 52 and device
10 is in a fire-ready position. Vertical pawl 69 is main-
tained in the retracted position by engagement between
cam member 76 of plunger 72 and recesses 82 on cam
surfaces 80 of vertical pawl 69.

E. Firing The Surgical Stapling Device

[0067] Referring to FIGS. 63-65, to fire stapling device
10, movable handle 28 is moved in the direction indicated
by arrow "L" in FIG. 63 through a second actuation stroke
during which, engagement finger 62 of pawl 48 engages
toothed rack 60 of actuation shaft 52 to advance actuation
shaft 52 and firing rod 58 distally. Referring again to FIG.
60, as actuation shaft 52 moves distally, a second abut-
ment surface 52b formed on actuation shaft engages ver-
tical pawl 69 to move vertical pawl 69 downwardly in the
direction indicated by arrow "R" in FIG. 64 to disengage
cam member 76 of plunger 72 from cam surface 80 of
vertical pawl 69 and allow spring 78 to return plunger 72,
in the direction indicated by arrow "S" in FIG. 64, to the
neutral position.
[0068] Referring to FIGS. 66 and 67, as firing rod 58
is advanced in the manner discussed above, drive beam
266 is advanced in the direction indicated by arrow "T"
in FIGS. 66 and 67 to advance actuation sled 234 through
staple cartridge 22 to simultaneously sever tissue with
knife 280 (FIG. 31) and drive pushers 228 to sequentially
eject staples 226 from the cartridge.
[0069] Surgical stapling device 10 is adapted to receive
DLU’s having staple cartridges with staples in linear rows
having a length of from about 30mm to about 60mm.
Each actuation stroke of movable handle 28 during firing
of surgical stapling device 10 advances actuation shaft
52 approximately 15mm, although other lengths are en-
visioned. Accordingly, to fire a cartridge having a 45mm
row of staples, movable handle 28 must be moved
through three actuation strokes after the approximating
or clamping stroke of movable handle 28.
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F. The Retraction Mechanism

[0070] FIG. 68 illustrates operation of the retraction
mechanism of surgical stapling device 10. In use, when
return knobs 36 are pulled rearwardly by a surgeon in
the direction indicated by arrow "U" in FIG. 68, coupling
rod 82 initially moves release plate 86 rearwardly in re-
lation to actuation shaft 52 as rod 82 slides in slots 84 of
actuation shaft 52 such that pins 88 cam release plate
86 downwardly in the direction indicated by arrow "V" to
a position covering toothed rack 60 of actuation shaft 52
and disengaging finger 62 of pawl 48 from toothed rack
60. When coupling rod 82 is pulled rearwardly to a posi-
tion at which it engages the back end 84a (FIG. 5A) of
slots 84, additional rearward movement knobs 36 will ef-
fect proximal movement of actuation shaft 52 and firing
rod 58.

G. Operation Of The Articulation Mechanism

[0071] Referring to FIGS. 69-72, articulation lever 122
is pivotable to effect articulation of tool assembly 20. More
specifically, when articulation lever 122 is rotated or piv-
oted about lever pin 132 (FIG. 12), projection 134 (FIG.
11) of lever 122 causes cam cover 126 and cam member
124 to move across transverse channel 120 of rotatable
knob 32. Movement of cam member 124 across trans-
verse channel 124 causes stepped cam slot 146 to move
in relation to first projection 150 of cam pin 148, thus
causing cam pin 148 to move through longitudinal slot
144 in rotatable knob 32 (FIG. 11). Longitudinal move-
ment of cam pin 148 effects corresponding longitudinal
movement of drive member 128 and articulation link 130.
As illustrated in FIG. 69 when lever 122 is rotated in a
counter-clockwise direction, articulation link 130 is
moved proximally or retracted. As illustrated in FIG. 70,
when lever 122 is rotated in a clockwise direction, artic-
ulation link 130 is moved distally or advanced.
[0072] As illustrated in FIGS. 71-73, the distal end of
articulation link 130 is operably connected to the proximal
end of second articulation link 256. The distal end of ar-
ticulation link 256 is connected to projection 262 on
mounting assembly 200 (FIG. 73). Projection 262 is lat-
erally offset from pivot members 244 such that movement
of articulation link 256 causes articulation of tool assem-
bly 20. More specifically, when articulation link 130 is
retracted (FIG. 69), articulation link 256 is retracted and
tool assembly 20 is articulated in a direction indicated by
arrow "X" in FIG. 75. When articulation link 130 is ad-
vanced (FIG. 70), articulation link 256 is also advanced
and tool assembly 20 is articulated in a direction indicated
by the arrow "Y" in FIG. 74.
[0073] Referring to FIGS. 76 and 77, rotation knob 32
is rotatable in relation to handle assembly 12 to rotate
elongated body 14 and DLU 16, including tool assembly
20, about a central longitudinal axis of elongated body
14. As illustrated in FIGS. 76 and 77, surgical stapling
device 10 can be rotated while tool assembly 20 is artic-

ulated. Device 10 can also be rotated and then articulat-
ed.

H. Operation Of Lockout Mechanism

[0074] Referring now to FIGS. 36-38, 78 and 79, the
sequence of lockout operation will be described in detail.
In FIG. 38, lockout device 288 is shown in its prefired
position with horizontal cams 300 and 302 resting on top
of projections 330 (FIG. 36) formed in the sidewalls of
lower housing half 252 (FIG. 37). In this position, locking
device 288 is held up out of alignment with projection 332
(FIG. 37) formed in the bottom surface of lower housing
half 252, and web 298 is in longitudinal juxtaposition with
shelf 334 (FIG. 38) defined in drive beam 266. This con-
figuration permits the anvil 24 (FIG. 39) to be opened and
repositioned onto the tissue to be stapled until the sur-
geon is satisfied with the position without activating lock-
ing device 288 to disable the disposable loading unit 16.
[0075] As shown in FIG. 72, upon distal movement of
drive beam 266, locking device 288 rides off of projec-
tions 330 (not shown) and is biased into engagement
with base lower housing half 252 by spring 304, distal to
projection 332. Locking device 288 remains in this con-
figuration throughout firing of the apparatus.
[0076] Upon retraction of the drive beam 266 in the
direction indicated by arrow "U" in FIG. 78, locking device
288 passes over projections 330 and rides over projec-
tion 332 until the distalmost portion of locking device 288
is proximal to projection 332. Spring 304 biases locking
device 288 into juxtaposed alignment with projection 332,
effectively disabling the disposable loading unit. If an at-
tempt is made to reactuate the apparatus, the firing rod
58 will abut a proximal end surface of locking device 288
which surface is diagonally sloped to impart a moment
about pivot pin 342 such that the distal end of locking
device 288 is rotationally urged into contact with projec-
tion 332. Continued distal force in the direction indicated
by arrow "AA" in FIG. 79, will only serve to increase the
moment applied to the locking device thus the locking
device will abut projection 332 and inhibit distal move-
ment of the firing rod 58.
[0077] It will be understood that various modifications
may be made to the embodiments disclosed herein.
Therefore, the above description should not be construed
as limiting, but merely as exemplifications of preferred
embodiments. Those skilled in the art will envision other
modifications within the scope of the claims appended
hereto.

Claims

1. A surgical stapling device (10) comprising:

an elongated body portion (518) defining a lon-
gitudinal axis;
a tool assembly (20) pivotally supported at the
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distal end of the elongated body portion about
a pivot axis which is substantially perpendicular
to the longitudinal axis of the elongated body
portion, the tool assembly including an anvil as-
sembly (24) and a cartridge assembly (22) hous-
ing a plurality of staples, the anvil assembly be-
ing movably mounted in relation to the cartridge
assembly between open and closed positions;
a flexible drive assembly (536) having a distal
end (682) configured to translate through the
cartridge assembly to eject the staples there-
from;
two support members (606) positioned adjacent
the pivot axis, wherein one support member is
positioned on one side of the drive assembly
and the other support member is positioned on
the other side of the drive assembly, wherein
each support member has a first end (616) fix-
edly attached to the.tool assembly and a second
end (614) fixedly attached to the elongated body
portion, wherein the support members are each
positioned adjacent the drive assembly to pre-
vent outward buckling of the drive assembly;
characterized in that the support members
each include a flexible body (610) which in-
cludes a central portion (644) which lengthens
axially,
wherein the flexible body (610) of each support
member has an intermediate spring portion
(644) which allows the flexible body to flex out-
wardly of the longitudinal axis to prevent binding
of the flexible drive assembly; and
limit members (612) positioned about a respec-
tive intermediate spring portion to limit the extent
to which the intermediate spring portion can flex
outwardly.

2. A surgical stapling device according to Claim 1,
wherein the tool assembly includes a mounting
member (522) supported at a proximal end thereof,
the mounting member being pivotally secured to the
elongated body portion.

3. A surgical stapling device according to Claim 1,
wherein the intermediate spring portion includes a
U-shaped central portion of the flexible body.

4. A surgical stapling device according to Claim 1,
wherein the limit member includes an H-block and
the intermediate spring portion includes a U-shaped
central portion of the flexible body.

5. A surgical stapling device according to Claim 2,
wherein the first end of the tool assembly is fixedly
attached to the mounting member of the tool assem-
bly.

6. A stapling device according to 1, wherein the support

member is bendable about the pivot axis.

7. A surgical stapling device according to claim 1, com-
prising:

a locking member (634) operatively connected
to the drive assembly and being releaseably se-
cured within the elongated body, the locking
member preventing axial movement of the drive
assembly until a predetermined force has been
applied to the drive assembly.

8. A stapling device according to Claim 7, wherein the
locking member includes at least one protrusion
(640) extending therefrom, the protrusion being po-
sitioned within a recess (621) formed in the elongat-
ed body portion, the protrusion preventing axial
movement of the locking member until a predeter-
mined force has been applied to the drive assembly.

9. A surgical stapling device according to claim 1, the
tool assembly defining a longitudinal axis, the tool
assembly being supported for articulation about the
pivot axis and being movable from a first position in
which the longitudinal axis of the tool assembly is
aligned with the longitudinal axis of the elongated
body portion to a second position in which the lon-
gitudinal axis of the tool assembly is at an angle to
the longitudinal axis of the elongated body portion;
and comprising
an articulation member (602) operatively engaging
the tool assembly and being movable to move the
tool assembly between the first and second posi-
tions; and
a retaining member (668, 670, 672, 674) positioned
to releasably engage the articulation member, the
retaining member preventing movement of the artic-
ulation member until a predetermined force is ap-
plied to the articulation member.

10. A surgical stapling device according to Claim 9,
wherein the retaining member includes a ball (670)
which is urged into contact with the articulation mem-
ber by a biasing member (668).

11. A surgical stapling device according to Claim 9,
wherein the retaining member includes a protrusion
extending from the elongated body and being posi-
tioned to contact the articulation member.

12. A surgical stapling device according to Claim 9,
wherein the retaining member includes a spherical
protrusion (674) monolithically formed with the elon-
gated body portion.

13. A surgical stapling device according to Claim 11,
wherein the articulation member includes at least
one recess (672) positioned to receive the protru-
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sion.

14. A surgical stapling device according to Claim 13,
wherein the articulation member includes a plurality
of recesses (672), each of the recesses being mov-
able into engagement with the protrusion to selec-
tively retain the tool assembly at a plurality of artic-
ulated positions.

15. A surgical stapling device according to Claim 13,
wherein the at least one recess is positioned to retain
the tool assembly in the first position.

16. A surgical stapling device according to Claim 9,
wherein the tool assembly forms the distal end of a
disposable loading unit (16), the disposable loading
unit including a proximal body portion and the tool
assembly, the proximal body portion forming the dis-
tal end of the elongated body portion.

17. A surgical stapling device according to Claim 9,
wherein the tool assembly is pivotally fastened to the
distal end of the proximal body portion.

18. A surgical stapling device according to Claim 9, fur-
ther including a handle assembly (26, 28), the elon-
gated body portion extending distally from the handle
assembly.

Patentansprüche

1. Chirurgische Klammervorrichtung (10) mit:

einem länglichen Körperabschnitt (518), der ei-
ne Längsachse definiert;
einem Werkzeugaufbau (20), der schwenkbar
bei dem distalen Ende des länglichen Körper-
abschnitts um eine Drehachse schwenkbar ist,
die im Wesentlichen senkrecht zu der Längs-
achse des länglichen Körperabschnitts ist, wo-
bei der Werkzeugaufbau einen Ambossaufbau
(24) und einen Kassettenaufbau (22) aufweist,
der eine Vielzahl von Klammern aufnimmt, wo-
bei der Ambossaufbau in Bezug auf den Kas-
settenaufbau zwischen einer offenen und einer
geschlossenen Position bewegbar montiert ist;
einem flexiblen Antriebsaufbau (536), der ein
distales Ende (682) aufweist, das eingerichtet
ist, durch den Kassettenaufbau verschiebbar zu
sein, um von diesem die Klammern auszuwer-
fen;
wobei zwei Stützelemente (606) angrenzend an
die Drehachse positioniert sind, wobei ein Stüt-
zelement auf einer Seite des Antriebsaufbaus
positioniert ist und das andere Stützelement auf
der anderen Seite des Antriebsaufbaus positio-
niert ist, wobei

jedes Stützelement ein erstes Ende (616) fest
an dem Werkzeugaufbau angebracht und ein
zweites Ende (614) fest an dem länglichen Kör-
perabschnitt angebracht aufweist, wobei die
Stützelemente jeweils angrenzend an dem An-
triebsaufbau positioniert sind, um einem nach
außen Knicken des Antriebsaufbaus vorzubeu-
gen; dadurch gekennzeichnet, dass die Stüt-
zelemente jeweils einen flexiblen Körper (610)
aufweisen, der einen mittigen Abschnitt (644)
aufweist, der in axialer Richtung verlängerbar
ist,
wobei der flexible Körper (610) von jedem Stüt-
zelement einen Zwischenfederabschnitt (644)
aufweist, der es dem flexiblen Körper ermög-
licht, sich zu der Längsachse nach außen zu
biegen, um einem Biegen des flexiblen Antriebs-
aufbaus vorzubeugen; und
Begrenzungselemente (612), die um einen je-
weiligen Zwischenfederabschnitt positioniert
sind, um das Ausmaß zu begrenzen, zu dem
sich der Zwischenfederabschnitt nach außen
biegen kann.

2. Chirurgische Klammervorrichtung nach Anspruch 1,
bei welcher der Werkzeugaufbau ein Halteelement
(522) aufweist, das bei dessen proximalem Ende un-
terstützt wird, wobei das Halteelement schwenkbar
an dem länglichen Körperabschnitt gesichert ist.

3. Chirurgische Klammervorrichtung nach Anspruch 1,
bei welcher der Zwischenfederabschnitt einen U-för-
migen mittigen Abschnitt des flexiblen Körpers auf-
weist.

4. Chirurgische Klammervorrichtung nach Anspruch 1,
bei der das Begrenzungselement einen H-Block auf-
weist und der Zwischenfederabschnitt einen U-för-
migen mittigen Abschnitt des flexiblen Körpers auf-
weist.

5. Chirurgische Klammervorrichtung nach Anspruch 2,
bei der das erste Ende des Werkzeugaufbaus fest
an dem Halteelement des Werkzeugaufbaus ange-
bracht ist.

6. Klammervorrichtung nach Anspruch 1, bei der das
Stützelement um die Drehachse biegbar ist.

7. Chirurgische Klammervorrichtung nach Anspruch 1,
mit:

einem Verriegelungselement (634), das be-
triebsfähig mit dem Antriebsaufbau verbunden
ist und lösbar in dem länglichen Körper gesichert
ist, wobei das Verriegelungselement einer axi-
alen Bewegung des Antriebsaufbaus vorbeugt
bis eine vorbestimmte Kraft auf den Antriebs-
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aufbau aufgebracht wird.

8. Chirurgische Klammervorrichtung nach Anspruch 7,
bei der das Verriegelungselement mindestens einen
Vorsprung (640) aufweist, der sich von diesem er-
streckt, wobei der Vorsprung in einer Aussparung
(621) positioniert ist, die in dem länglichen Körper-
abschnitt ausgebildet ist, und der Vorsprung einer
axialen Bewegung des Verriegelungselements vor-
beugt, bis eine vorbestimmte Kraft auf den Antriebs-
aufbau aufgebracht wird.

9. Chirurgische Klammervorrichtung nach Anspruch 1,
bei welcher der Werkzeugaufbau eine Längsachse
definiert, der Werkzeugaufbau für eine Drehung um
die Drehachse unterstützt wird und von einer ersten
Position, in der die Längsachse des Werkzeugauf-
baus mit der Längsachse des länglichen Körperab-
schnitts ausgerichtet ist, zu einer zweiten Position
bewegbar ist, bei der die Längsachse des Werk-
zeugaufbaus in einem Winkel zu der Längsachse
des länglichen Körperabschnitts ist; und aufwei-
send:

ein Gelenkelement (602), das den Werkzeug-
aufbau betriebsfähig in Eingriff bringt und be-
wegbar ist, um den Werkzeugaufbau zwischen
der ersten und zweiten Position zu bewegen;
und
ein Rückhalteelement (668, 670, 672, 674), das
positioniert ist, sodass es das Gelenkelement
lösbar in Eingriff bringt, wobei das Rückhaltee-
lement einer Bewegung des Gelenkelements
vorbeugt, bis eine vorbestimmte Kraft auf das
Gelenkelement aufgebracht wird.

10. Chirurgische Klammervorrichtung nach Anspruch 9,
bei der das Rückhalteelement eine Kugel (670) auf-
weist, die durch ein Voreinstellelement (668) in Kon-
takt mit dem Gelenkelement gedrängt wird.

11. Chirurgische Klammervorrichtung nach Anspruch 9,
bei der das Rückhalteelement einen Vorsprung auf-
weist, der sich von dem länglichen Körper erstreckt
und so positioniert ist, dass er mit dem Gelenkele-
ment in Kontakt ist.

12. Chirurgische Klammervorrichtung nach Anspruch 9,
bei der das Rückhalteelement einen kugelförmigen
Vorsprung (674) aufweist, der einstückig mit dem
länglichen Körperabschnitt ausgebildet ist.

13. Chirurgische Klammervorrichtung nach Anspruch
11, bei der das Gelenkelement mindestens eine Aus-
sparung (672) aufweist, die so positioniert ist, dass
sie den Vorsprung aufnimmt.

14. Chirurgische Klammervorrichtung nach Anspruch

13, bei der das Gelenkelement eine Vielzahl von
Aussparungen (672) aufweist, wobei jede der Aus-
sparungen mit dem Vorsprung in Eingriff bringbar
ist, um den Werkzeugaufbau gezielt bei einer Viel-
zahl von Gelenkpositionen zu halten.

15. Chirurgische Klammervorrichtung nach Anspruch
13, bei der die mindestens eine Aussparung positi-
oniert ist, sodass sie den Werkzeugaufbau in der
ersten Position hält.

16. Chirurgische Klammervorrichtung nach Anspruch 9,
bei welcher der Werkzeugaufbau das distale Ende
einer Einwegladeeinheit (16) ausbildet, wobei die
Einwegladeeinheit einen proximalen Körperab-
schnitt und den Werkzeugaufbau aufweist und der
proximale Körperabschnitt das distale Ende des
länglichen Körperabschnitts ausbildet.

17. Chirurgische Klammervorrichtung nach Anspruch 9,
bei welcher der Werkzeugaufbau schwenkbar an
dem distalen Ende des proximalen Körperabschnitts
befestigt ist.

18. Chirurgische Klammervorrichtung nach Anspruch 9,
ferner mit einem Griffaufbau (26, 28), wobei sich der
längliche Körperabschnitt distal von dem Griffaufbau
erstreckt.

Revendications

1. Dispositif d’agrafage chirurgical (10) comprenant :

une partie de corps allongé (518) définissant un
axe longitudinal ;
un ensemble d’outil (20) supporté de manière
pivotante au niveau de l’extrémité distale de la
partie de corps allongé autour d’un axe de pivot
qui est sensiblement perpendiculaire à l’axe lon-
gitudinal de la partie de corps allongé, l’ensem-
ble d’outil comprenant un ensemble formant en-
clume (24) et un ensemble formant cartouche
(22) logeant une pluralité d’agrafes, l’ensemble
formant enclume étant monté de manière mo-
bile par rapport à l’ensemble formant cartouche
entre des positions ouverte et fermée ;
un ensemble d’entraînement flexible (536)
ayant une extrémité distale (682) configurée
pour effectuer un mouvement de translation par
le biais de l’ensemble formant cartouche afin
d’en éjecter les agrafes ;
deux éléments de support (606) positionnés de
manière adjacente à l’axe de pivot, dans lequel
un élément de support est positionné sur un côté
de l’ensemble d’entraînement et l’autre élément
de support est positionné de l’autre côté de l’en-
semble d’entraînement, dans lequel :
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chaque élément de support a une première
extrémité (616) fixée de manière fixe sur
l’ensemble d’outil et une seconde extrémité
(614) fixée de manière fixe sur la partie de
corps allongé, dans lequel les éléments de
support sont chacun positionnés de maniè-
re adjacente à l’ensemble d’entraînement
pour empêcher le flambage vers l’extérieur
de l’ensemble d’entraînement ; caractéri-
sé en ce que les éléments de support com-
prennent chacun un corps flexible (610) qui
comprend une partie centrale (644) qui s’al-
longe axialement,
dans lequel le corps flexible (610) de cha-
que élément de support a une partie de res-
sort intermédiaire (644) qui permet au corps
flexible de se fléchir vers l’extérieur de l’axe
longitudinal pour empêcher la liaison de
l’ensemble d’entraînement flexible ; et
des éléments de limite (612) positionnés
autour d’une partie de ressort intermédiaire
respective pour limiter l’étendue sur laquel-
le la partie de ressort intermédiaire peut flé-
chir vers l’extérieur.

2. Dispositif d’agrafage chirurgical selon la revendica-
tion 1, dans lequel l’ensemble d’outil comprend un
élément de montage (522) supporté au niveau de
son extrémité proximale, l’élément de montage étant
fixé de manière pivotante sur la partie de corps al-
longé.

3. Dispositif d’agrafage chirurgical selon la revendica-
tion 1, dans lequel la partie de ressort intermédiaire
comprend une partie centrale en forme de U du corps
flexible.

4. Dispositif d’agrafage chirurgical selon la revendica-
tion 1, dans lequel l’élément de limite comprend un
bloc en H et la partie de ressort intermédiaire com-
prend une partie centrale en forme de U du corps
flexible.

5. Dispositif d’agrafage chirurgical selon la revendica-
tion 2, dans lequel la première extrémité de l’ensem-
ble d’outil est fixée de manière fixe à l’élément de
montage de l’ensemble d’outil.

6. Dispositif d’agrafage selon la revendication 1, dans
lequel l’élément de support est pliable autour de l’axe
de pivot.

7. Dispositif d’agrafage chirurgical selon la revendica-
tion 1, comprenant :

un élément de verrouillage (634) raccordé de
manière opérationnelle à l’ensemble d’entraîne-
ment et étant fixé de manière amovible à l’inté-

rieur du corps allongé, l’élément de verrouillage
empêchant le mouvement axial de l’ensemble
d’entraînement jusqu’à ce qu’une force prédé-
terminée soit appliquée sur l’ensemble d’entraî-
nement.

8. Dispositif chirurgical selon la revendication 7, dans
lequel l’élément de verrouillage comprend au moins
une saillie (640) s’étendant à partir de ce dernier, la
saillie étant positionnée à l’intérieur d’un évidement
(621) formé dans la partie de corps allongé, la saillie
empêchant le mouvement axial de l’élément de ver-
rouillage jusqu’à ce qu’une force prédéterminée soit
appliquée sur l’ensemble d’entraînement.

9. Dispositif d’agrafage chirurgical selon la revendica-
tion 1, l’ensemble d’outil définissant un axe longitu-
dinal, l’ensemble d’outil étant supporté pour l’articu-
lation autour de l’axe de pivot et étant mobile à partir
d’une première position dans laquelle l’axe longitu-
dinal de l’ensemble d’outil est aligné avec l’axe lon-
gitudinal de la partie de corps allongé jusqu’à une
seconde position dans laquelle l’axe longitudinal de
l’ensemble d’outil est à un angle par rapport à l’axe
longitudinal de la partie de corps allongé ; et
comprenant :

un élément d’articulation (602) mettant en prise
de manière opérationnelle l’ensemble d’outil et
étant mobile pour déplacer l’ensemble d’outil
entre les première et seconde positions ; et
un élément de retenue (668, 670, 672, 674) po-
sitionné pour mettre en prise de manière amo-
vible l’élément d’articulation, l’élément de rete-
nue empêchant le mouvement de l’élément d’ar-
ticulation jusqu’à ce qu’une force prédéterminée
soit appliquée sur l’élément d’articulation.

10. Dispositif d’agrafage chirurgical selon la revendica-
tion 9, dans lequel l’élément de retenue comprend
une bille (670) qui est poussée en contact avec l’élé-
ment d’articulation par un élément de sollicitation
(668).

11. Dispositif d’agrafage chirurgical selon la revendica-
tion 9, dans lequel l’élément de retenue comprend
une saillie s’étendant à partir du corps allongé et
étant positionnée pour être en contact avec l’élément
d’articulation.

12. Dispositif d’agrafage chirurgical selon la revendica-
tion 9, dans lequel l’élément de retenue comprend
une saillie sphérique (674) formée de manière mo-
nolithique avec la partie de corps allongée.

13. Dispositif d’agrafage chirurgical selon la revendica-
tion 11, dans lequel l’élément d’articulation com-
prend au moins un évidement (672) positionné pour
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recevoir la saillie.

14. Dispositif d’agrafage chirurgical selon la revendica-
tion 13, dans lequel l’élément d’articulation com-
prend une pluralité d’évidements (672), chacun des
évidements étant mobile en mise en prise avec la
saillie pour retenir sélectivement l’ensemble d’outil
à une pluralité de positions articulées.

15. Dispositif d’agrafage chirurgical selon la revendica-
tion 13, dans lequel le au moins un évidement est
positionné pour retenir l’ensemble d’outil dans la pre-
mière position.

16. Dispositif d’agrafage chirurgical selon la revendica-
tion 9, dans lequel l’ensemble d’outil forme l’extré-
mité distale d’une unité de chargement jetable (16),
l’unité de chargement jetable comprenant une partie
de corps proximale et l’ensemble d’outil, la partie de
corps proximale formant l’extrémité distale de la par-
tie de corps allongée.

17. Dispositif d’agrafage chirurgical selon la revendica-
tion 9, dans lequel l’ensemble d’outil est fixé de ma-
nière pivotante à l’extrémité distale de la partie de
corps proximale.

18. Dispositif d’agrafage chirurgical selon la revendica-
tion 9, comprenant en outre un ensemble de poignée
(26, 28), la partie de corps allongé s’étendant de
manière distale à partir de l’ensemble de poignée.
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